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Abstract 
Electrochemical impedance spectroscopy (EIS) has been one of the most intensively 
studied electrochemical techniques for biosensing in recent decades. However, despite 
its great potential, real applications of EIS sensors still remain not as widely spread as 
other techniques because there are many factors that govern impedimetric signals. In 
particular, features such as the probe coverage density on the sensor surface, as well 
as the target size, charge and conformation, can assume significant importance.  
The aim of this study was to analyse both the limitations and the potential solutions 
for maximizing the EIS signals in certain possible systems which are characterised by 
having different types of target to detect. In order to reproduce different conditions, 
four types of molecular targets have been taken in consideration. These provided 
example systems where the approach for the development of an EIS sensor varied 
considerably. In the first system the importance of the surface conditions of an 
aptasensor for prostate specific antigen (PSA) using Faradaic processes was reported. 
It was demonstrated that the effect of the target binding combined with the relative 
surface charge modification can diminish the EIS signals. In the second system, a 
strategy for improving the sensitivity and selectivity of the assay for drug discovery 
applications was demonstrated. This was obtained by adopting ferrocene-crowned 
gold nanoparticles that specifically bind to the molecular targets and induced a 
transition from non-Faradaic to Faradaic processes. In the last two example systems, 
particular attention has also been given to non-Faradaic processes which are the least 
exploited in EIS systems although the technique can be simpler to implement 
compared to Faradaic EIS. Moreover, with non-Faradaic processes more effective 
results can be achieved under some specific conditions, such as exploiting the size and 
charge of molecular targets. 
On such premises, the current work wants to serve as a reference for overcoming the 
limitations met in several EIS systems and hopefully contribute as a support for 
enhancing the fields of applications of EIS sensors. 
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Despite its potential and although it has been intensively studied for many decades, 
electrochemical impedance spectroscopy (EIS) still struggles to be affirmed as a 
credible technique for real biological sensing applications. Researchers have often 
been discouraged not only by the need to have certain knowledge about the 
electrochemical double layer and some electrical modelling skills but also the need to 
control the factors that can affect EIS signals: namely the self-assembled monolayer 
(SAM) formation, the probe distribution onto the sensor surface and the molecular 
conformation of the biofilms. Moreover, the type and the properties of a molecular 
target which require detection can greatly affect the choice of strategies to adopt in an 
EIS sensor, in order to gather a detectable signal. In particular, the size and charge of 
the ligand can assume significant importance. As a result, the surface immobilisation 
strategies and the choice of exploiting Faradaic or non-Faradaic processes can be 
crucial factors in EIS detection. In this context, the present work presents the analysis 
of several possible systems that can be explored with EIS, investigation and therefore 
studies of some of the limitations that can affect EIS signals and proposes possible 
solutions, or strategies, to improve the molecular detections.  
Four different molecular targets have been taken in consideration in order to provide 
example systems where the approach for the development of an EIS sensor can vary 
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considerably. Apart from the optimisation of the EIS sensors proposed, some systems 
provided important findings and considerations. In one of the example systems, DNA 
aptamers were employed for prostate specific antigen (PSA) detection. Using quartz 
crystal microbalance with dissipation mode (QCM-D) it was found that the conditions 
that maximize the target binding could not guarantee the optimal conditions for the 
greatest EIS signal. In fact, the effect that the analyte binding has on the net charge 
modification of the sensor surface must be taken into account. In applications where 
oligonucleotides are employed, the negative charge of the nucleic acid could be 
enhanced in case of a complementary DNA hybridisation or, conversely, partially 
neutralised by the molecular targets as for the development of our aptasensor. 
In other EIS systems, particular importance was given to non-Faradaic processes 
where either the size of the molecular target or its considerable charge (or the 
combined effect of both) could be exploited. Non-Faradaic processes rely on the 
changes of the electrochemical double layer upon molecular detections, the 
redistribution of the solvent molecules and of the ions at the interface between the 
sensor surface and the measurement solution. Although the study of such phenomena 
can be not particularly easy to face, if the systems are modelled with an appropriate 
equivalent electric circuit, important parameters such as the double layer capacitance 
of the system can be obtained - which is a powerful tool for measuring molecular 
interactions. Therefore, although non-Faradaic experiments are less exploited 
compared to Faradaic processes, they could provide greater impact for possible real 
applications as redox molecules are not needed in the electrochemical cell for the 
measurements. 
Therefore, this dissertation can hopefully serve as a reference for a better 
understanding of several types of systems and in particular can provide useful research 
and indications as to how specific properties of some molecular targets can be 
exploited effectively to enhance the EIS detection in biological applications.  
 
  
Chapter 1  3 
 
1.2 Outline 
EIS is a powerful investigative tool that allows the modelling of a biological system 
with an equivalent electric circuit and, eventually, to extrapolate parameters such as 
the charge transfer resistance and the double layer capacitance from it. In order to pave 
the way on how to apply such properties to biological systems, a theoretical 
introduction of the phenomena occurring at the solid-liquid interface between the 
sensor and solution in the electrochemical cell where the experiments take place, must 
be introduced. This is discussed in Chapter 2 where both the description of the 
electrochemical double layer and the techniques used for the studies of this work are 
presented. 
Although the basis of EIS is introduced in Chapter 2, in Chapter 3 more detailed 
aspects about this technique are given. Here, the distinction between Faradaic and non-
Faradaic processes, as well as how an EIS experiment is prepared, are explained. In 
addition, references to other studies based on EIS can be found, with particular focus 
on the aspects that lead me to examine in depth several types of systems which will be 
introduced in the following chapters. 
The outcome from each type of system will be summarised and discussed at the end 
of the relative chapter. The first example system is described in Chapter 4 where an 
aptasensor for PSA detection is reported. Here, aspects relevant to the probe surface 
immobilisation are faced. The optimisation of the probe immobilisation in this study 
is particularly important, as is also the case for other DNA sensors, in order to enhance 
the amount of target binding. However, DNA aptamer based sensors are characterised 
by slightly different mechanisms with respect to sensors based on DNA-DNA 
interactions. In fact, the interaction between the DNA aptamer and the target, which 
in our case is a protein, causes conformational changes of the probe as well as 
modifications of the net charge upon the recognition event. Therefore, the mass 
loading and the screening of the charge contribute in an opposite fashion towards the 
generation of the EIS signal in Faradaic experiments.  
In Chapter 5, EIS is used for protein phosphorylation detection as a means for drug 
discovery applications. Phosphorylation of proteins is an important post-
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transcriptional modification that can be responsible of several diseases. In this chapter 
furthermore, a strategy based on the use of signal probes for improving the sensitivity 
and the selectivity of the test is introduced. In particular, this approach is based on the 
transition from non-Faradaic to Faradaic processes using ferrocene-modified gold 
nanoparticles that allow the generation of Faradaic currents in a system that originally 
lacked redox molecules. The small sensitivity that was obtained by conventional EIS, 
where signal enhancers were not used, are significantly improved by carrying out thio-
phosphorylation and adopting ferrocene-crowned gold nanoparticles that specifically 
attach to the thio-phosphorylated proteins. The detection could successfully be 
confirmed by performing differential pulse voltammetry on the same array of 
electrodes. 
Bacteria and cancer cells detection (a preliminary study) have ultimately been 
investigated and reported in Chapter 6 to show how non-Faradaic processes could 
exploit the size and the charge of the target molecules. It is also shown that, in order 
to improve the sensitivity of the detection, special precaution must be taken in terms 
of ionic strength of the measurement and SAM employed. EIS detection of bacteria 
was also supported by measuring potential changes by MOSFETs. 
  
  










2.1 Electrochemical biosensors 
An electrochemical biosensor is a device capable of converting chemical information, 
arising from the binding of a biological molecule, into a quantifiable electrical signal. 
In such a process, when biological molecules interact specifically with a suitable 
bioreceptor, a change in physical or chemical parameters occurs, which can be 
detected and converted into an quantifiable signal by means of a transducer system 
(Cammann, 1977; Lowe et al., 1990; Thévenot et al., 2001). 
An electrochemical biosensor usually involves an electrode surface that has been 
functionalised with a molecular recognition element. Binding of an analyte to this 
element results in an electrical change in either current transfer (amperometric), 
voltage (potentiometric and field effect devices), impedance (impedimetric) or 
conductivity (conductometric) across the electrode, which can be quantified (Rinken, 
2013). 
The general architecture defining an electrochemical biosensing system is presented 
in Figure 2.1 and involves: 
 An interface architecture able to bind the analyte (usually by functionalising 
an electrode surface with a bioreceptor molecule) and also able to convert the 
recognition event into a detectable signal for further processing. 
 A transducer system which gathers the signal and converts it into an electrical 
one ready for analysis. 
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 A signal processing system that can amplify and elaborate the electrical signal 
in order to generate an output which is correlated to the amount of analyte 
detected. 
 
Figure 2.1 General biosensor architecture. The analyte to detect is recognised by a specific bioreceptor at the 
sensor interface. A transducer element converts the binding event into a quantifiable electrical signal for further 
elaboration. The signal is finally displayed. Reproduced from Rinken, (2013). 
 
In order to specifically detect molecules of interest, the electrode surface is generally 
modified with a suitable bio-recognition layer that exploits a physical or chemical 
process. Extensive research has been focussed on investigating electrode modification 
techniques (Kasemo, 2002). Research is often directed towards finding the most 
suitable recognition element and optimizing the architecture interface in order to 




2.2.1 Electrochemical principles 
Electrochemistry allows us to correlate chemical reactions to electrical currents for the 
qualitative and quantitative determination of species in a solution or at the surface of 
an electrode. Electrochemical investigations usually take place at an electrode-
electrolyte interface in an electrochemical cell. The electrolyte solution in which the 
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chemical reactions take place contains charged species such as ions that guarantee 
electron transfer at the interface with the electrodes used for the investigation. Typical 
measurements in electrochemistry are either potentiometric or potentiostatic. 
Potentiometric experiments involve the measurement of a voltage potential rather than 
a measurement of current. It is also referred to as static or zero-current measurement.  
The simplest configuration for an electrochemical cell comprises of two electrodes for 
the electrochemical measurements which are the working electrode and the counter 
electrode (or auxiliary electrode). The working electrode is the actual biosensor 
interface where biological probes are placed to specifically bind target molecules. In 
such a configuration, the potential changes of the working electrode upon the analyte 
detection are measured with respect to the reference potential provided by the counter 
electrode, which completes the electrical circuit. In order to obtain an accurate 
measurement of the potential at the working electrode, the reference potential at the 
counter electrode must be kept ideally fixed. In electrochemical experiments often the 
detection or the behaviour of an analyte is monitored by perturbing the system i.e. 
taking the system away from its equilibrium state. This can be obtained by applying a 
potential or a current to the working electrode. If we consider a potentiostatic 
experiment, in order to apply a potential, a reference electrode that has a constant 
potential is required. At the same time, the response of the system upon the 
perturbation has to be measured by recording the flow of current across the working 
electrode and another electrode. In a two-electrode system both the perturbation and 
the current response would be applied and measured using the same pair of electrodes. 
However, when the current flows between the working and the counter electrodes, the 
potential of the latter can change, thereby it cannot be used as a reference any more. 
To overcome this limitation, the control of the potential and of the current can be split 
by using a further electrode in the electrochemical cell. A three-electrode set up is thus 
preferred where a reference electrode is introduced. In this case, voltage potentials are 
set between the working and reference electrodes and current flow is monitored 
through the counter electrode (see Figure 2.2 for a schematic diagram of a typical 
three-electrode set-up). Therefore, the reference electrode, which provides a reference 
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potential for the application of a perturbation, is not involved in the exchange of 
current between the working and the counter electrodes. 
 
Figure 2.2 Electrochemical cell in a three-electrode set up. WE, RE and CE represent the working electrode, 
reference electrode and counter electrode, respectively. Voltage potentials are applied across the working and 
reference electrode and the electrical current passes through the working and counter electrode 
 
The pair reference electrode/working electrodes constitute a system where the so 
called half-cell potential of the working electrode can be determined by accurately 
controlling the half-cell potential of the reference electrode. In electrochemical 
experiments the reference electrode is characterised by a certain known and stable 
voltage potential (its derivation can be found in the next section) and is ideally non-
polarizable, namely the charge transfer should encounter ideally zero resistance to the 
flow of current. The accurate control over the half-cell potential of the reference 
electrode can be achieved by fabricating the reference electrode with saturated or 
buffered concentrations of compounds whose interaction generates well-known 
electrochemical reactions. A notable example is the standard hydrogen electrode 
(SHE) with all components at unity activity, which consists of a platinum wire dipped 
in an acidic solution where pure hydrogen gas is also bubbled through at the pressure 
of 1 bar (Figure 2.3). 
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Figure 2.3 Standard hydrogen electrode (SHE) 
 
The reaction at the platinum electrode is: 2𝐻+(𝑎𝑞) + 2𝑒− → 𝐻2(𝑔). At 25 °C this 
reaction generates an absolute potential of 4.44 V. The SHE is also used as a means 
of comparison for other reference electrode systems. For instance, one of the most 
common reference electrodes used for electrochemical measurements is the silver-
silver chloride electrode (Ag/AgCl/KCl, where the slashes indicate the separation 
between the media), which has a potential of 0.197 V against SHE. 
The counter electrode typically consists of an inert metal, such as platinum, that does 
not involve any reaction but is responsible for carrying electrons whilst the reference 
electrode holds a known potential independently from the solution properties. 
Electrochemical measurements in such a set up can be performed by means of an 
instrument called potentiostat that applies the desired potentials between the working 
electrode and reference electrode and is used to record the relative currents. 
Before going more deeply into a typical set-up for electrochemical measurements, 
some accurate descriptions about what happens at the electrode interface must be 
given. The electrode-solution interface (Figure 2.4) is the place where chemical and 
electrical gradients can generate electrochemical interactions (Thévenot et al., 2001). 
When two dissimilar phases come into contact, such as a solid electrode facing an 
aqueous solution interface, a re-distribution of the interfacial charges occurs. The net 
or excess charge (in the solid interface) and orientated solvent dipoles (in the 
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electrolyte solution) generate an interfacial electric field known as the ‘electrified 
interface’. The transport of current is governed by the diffusion laws in the ionic phase 
and by metal-conduction laws in the electrode phase. In the case of ideally polarizable 
electrodes, there is no transfer of charges across the interface. The following relation 
for ideally polarizable electrodes holds valid: 
𝑅𝑐𝑡 → ∞                (2.1) 
where 𝑅𝐶𝑇 is the charge transfer resistance. As a consequence, the current flowing in 
an ideally polarizable electrode is zero, therefore, the electrified interface can 
analytically be better described as a capacitor where the ions can approach or be 
repulsed from the interfacial region by means of potential changes. 
 
Figure 2.4 Illustration of an electrochemical cell where electrical and chemical gradients generate movements of 
species to and from the sensing surface (the electron and mass transfer processes will be explained in more 
detail in the following sections). 
 
At the electrode interface, a condition of equilibrium in terms of charge must be 
satisfied. The excess of charge 𝜎𝑀 on the metal layer of the electrode, which is 
confined to a 1 Å thick layer, is compensated by the charge present in the solution 
(𝜎𝑆): 
𝜎𝑀 = −𝜎𝑆                (2.2) 
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The spatial distribution of charges at the electrified interface is called the 
electrochemical double layer (EDL). Multiple models of the EDL have been generated 
with the aim of accurately describing the reaction kinetics at the electrode interface. 
In 1850, Helmholtz modelled the EDL with a parallel-plate capacitor where both the 
metal and the electrolyte have the same space charge distribution. In this model the 
excess of charges are distributed at the surface of the two interfaces. The opposite 
signs of the charges formed a double layer (Figure 2.5), which can be modelled as a 
capacitor. Such a capacitor has capacitance dependent on the thickness of the double 
layer, d, given by the molecular dimensions of the ions in the liquid phase in contact 
with the solid.  
 
Figure 2.5 Electrochemical double layer model as described by Helmholtz. 
 





                (2.3) 
where 𝜀𝑟 is the relative permittivity of the solvent, 𝜀0 is the permittivity of free space 
and 𝐴 is the area of interest of the double layer. However, according to this model, the 
capacitance of the double layer would be constant. In practice the electrolyte 
composition in the thin Helmholtz region is considerably different from the 
composition in the bulk solution. Likewise, the term 𝜀𝑟 varies. A further limitation of 
the Helmholtz description is that the ions are modelled as point charges and their 
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distribution is regular at the interfaces and not dependent on the concentration or the 
electrode potential. In practice, the thermal motion creates an uneven distribution of 
ions at the electrolyte interfacial region. To overcome these limitations a 3-D model 
of the EDL was necessary.  
The Gouy-Chapman model takes into account the random thermal motion as well as 
the electrostatically driven ionic concentration gradient between the interfacial region 
and bulk solution. In the Gouy-Chapman model the concept of a diffuse layer is 
introduced, where the excess charge density finds its maximum at the electrolyte 
interfacial region and decreases exponentially towards the bulk solution (Figure 2.6). 
Moreover, the diffuse layer becomes more compact as the ionic concentration is 
increased and as electrostatic forces decrease. Since the conductivity of the electrolyte 
solution is significantly lower than that of the metal, the diffuse layer at the liquid 
interface is around 1-10 nm longer than the layer of excess charge present at the metal 
interface (about 1 Å). A measure of the diffuse layer thickness is given by the Debye 
length, λD (11).  
 
Figure 2.6 Space charge distribution in the Gouy-Chapman model of the electrochemical double. The charge 
distribution decreases exponentially within the diffuse layer (at a distance x> x2 from the electrode surface). 
Reproduced from Bard and Faulkner (2001). 
 
However, in the Gouy-Chapman model ions are considered as point charges. In 
practice, the solvated ions can only approach the metal surface to a distance equal to 
its solvated radius. A new model was proposed by Stern (1924) who combined the 
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features of Helmholtz and Gouy-Chapman models in order to describe the EDL with 
a more realistic behaviour (Figure 2.7).  
 
Figure 2.7 Stern model of the electrochemical double layer. Reproduced from Bard and Faulkner (2001). 
 
In Stern’s model, the region immediately next to the electrode produces a high electric 
field and presents a low relative permittivity (𝜀𝑟 ≅ 6) with a row of firmly held counter 
ions. This layer, also called the inner layer, consists of solvent molecules and 
specifically adsorbed ions. The region between the metal surface and the centres of 
the specifically adsorbed ions is known as the inner Helmholtz plane (IHP). Beyond 
this region there is an ‘ionic cloud’ where the ordering electrostatic forces and 
disordering thermal motions balance each other. Within the ‘ionic cloud’ the relative 
permittivity increases quickly with distance. Similarly, the electrical potential varies 
from the electrode surface to the bulk solution: within the OHP it decreases quasi-
linearly and exponentially decreases within the diffuse layer - until the bulk of the 
solution when the electrical potential ideally reaches a value of ‘zero’ (Figure 2.8).  
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Figure 2.8 Electrical potential distribution in the normal direction to the electrode surface 
 
The solvated ions beyond the IHP can approach the electrode surface only if they are 
within the so called outer Helmholtz plane (OHP). The OHP is given by the spatial 
distance between the electrode surface and the plane of centres of the solvated ions. 
Beyond the OHP there is the diffuse layer where the ions interact with the electrode 
surface only by means of electrostatic forces. When entering the IHP, the ions give 
away part of their solvation shell to specifically bind onto the electrode surface by 
chemical bonding. In the Stern model, the EDL can be represented by a series of 
capacitances: the first capacitance represents the region within the OHP which does 
not depend on the potential (Helmholtz capacitance) whereas the second capacitance 









                  (2.4) 
where 𝐶𝐸𝐷𝐿 , 𝐶𝐻, 𝐶𝐷 are, respectively, the capacitance of the electrochemical double 
layer, the capacitance of the compact layer (within the OHP) and the capacitance of 
the diffuse layer. In a series of capacitances, the larger can be neglected if it is much 
bigger than the others, 𝐶𝐸𝐷𝐿  will be mostly due to the diffuse layer capacitance in cases 
where the ion concentration of the solution is low. 
In order to calculate the potential distribution in the EDL region and thus the 
capacitance of the EDL, one can use the Poisson equation which relates the charge 
density 𝜌 to the electrostatic potential 𝛷: 
  





                (2.5) 
 where 𝜌 is given by: 
𝜌 = ∑ 𝑧𝑗𝑒𝑐𝑗𝑗                 (2.6) 
and 𝑧𝑗 is the ion valence of species j, 𝑒 is the fundamental charge and 𝑐𝑗 is the 
concentration of the ionic species j. From the Boltzmann equation of statistical 





)              (2.7) 
where 𝑐𝑗
𝑏 refers to the bulk concentrations of the species j, 𝑘𝐵 is the Boltzmann 
constant, T the temperature and 𝛷(𝑟) the potential at a distance r from the electrode 
surface. By substitution, we can write the Poisson-Boltzmann equation (note that the 






𝑗  exp (−
𝑧𝑗𝑒𝛷(𝑟)
𝑘𝐵𝑇
)            (2.8) 
which, considering a system with a planar surface (i.e. ∇2𝛷 ≅ 𝜅2𝛷 is valid, where 𝜅 
the inverse Debye length is introduced later on), for solutions where only one anionic 
and one cationic species are present (a z, z electrolyte) and assuming that the potentials 
at the surface of the electrode are not too large (Debye-Huckel approximation, where 
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              (2.9) 
Grouping the terms together, it leads to the identity: 
2(𝑧𝑒)2𝑐𝑏
𝜀0𝜀𝑟𝑘𝐵𝑇
𝛷 = 𝜅2𝛷             (2.10) 
Therefore, the Debye inverse length 𝜅 and the surface charge density in the diffuse 
layer 𝜎𝐷 can be found: 
  









−1              (2.11) 
𝜎𝐷 = −𝜀0𝜀𝑟𝜅𝛷0               (2.12) 
where 𝛷0 is the potential at the electrode interface. As 𝜎𝐷 and 𝛷0 have opposite signs, 
this means that negative ions will be attracted in case of a positive 𝛷0 and vice versa. 
It’s important to remark that (2.11) and (2.12) are valid for a z-z electrolyte and for 
small potential applied to the metal surface. 
If we want to consider a system with multivalent ions of concentration 𝑐𝑗 and valence 
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where 𝑁𝐴 is the Avogadro number.  
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) =        
= 𝜀0𝜀𝑟𝜅 cosh (
𝑧𝑒𝛷0
2𝑘𝐵𝑇
)             (2.17) 
From which we can see that 𝐶𝐷 is not a constant but depends on the potential. From 
(2.4), if we consider the OHP at distance 𝑥2 from the electrode surface, we obtain: 
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2.2.2 Reactions at the electrode interface 
Electroactive species that undergo reduction and oxidation (redox) processes at the 
electrode interface are responsible of generating the so-called Faradaic currents. 
Faradaic currents involve transfer of charges across the electrified interface upon an 
electrochemical reaction. Non-Faradaic processes, instead, are not directly associated 
with electrochemical reactions but generate background currents deriving from 
movement of electroactive species, reorientation of solvent dipoles, adsorption and 
desorption events happening at the electrode-electrolyte interface. Non Faradaic 
currents can be measured by the amount of electric charges used at the electrode 
interface in order to balance the charge given by the ions at the electrolyte interfacial 
region. For this reason, non-Faradaic currents are also called capacitive currents as the 
phenomenon resembles the dynamics of a capacitor. In an electrochemical experiment 
both Faradaic and non-Faradaic processes can take place. However, in order to 
properly quantify the chemical reactions by means of Faradaic current measurements, 
this must be larger enough than the non-Faradaic currents (Faradaic current ≫ 
background current). 
In this section we analyse the Faradaic processes and the kinetics of the reactions 
involved. In an electrochemical cell, the redox processes occur simultaneously and the 
total difference of these components gives the net current flowing into the cell. The 
process is accompanied by a transfer of electrons: 
𝑂 + 𝑛𝑒− ⇔ 𝑅              (2.19) 
where O and R are the oxidised and reduced forms of the electroactive species. The 
main aim of electrochemical experiments is to correlate the concentration of species 
in solution to the electrons transfer generated by redox reactions as in (2.19). The 
concentrations 𝑐𝑂
′  and 𝑐𝑅
′  of the oxidised and reduced species at the electrode surface 
and the potential of the electrode are correlated by the Nernst equation: 
  











′              (2.20) 
where 𝐸0
′
 is the formal potential of the redox species, 𝑅 is the molar gas constant, 𝑛 
is the number of electrons transferred in the process and 𝐹 is the Faraday constant. For 
potentials lower than 𝐸0
′
, the process of reduction of the oxidised species is kinetically 
favourable. However, (2.20) is not of much help in experimental conditions as the 
concentrations at the surface are unknown. On the other hand, in conditions of 
equilibrium, namely where the concentration of the species in the bulk solution, 𝑐𝑂
𝑏 
and 𝑐𝑅










𝑏             (2.21) 
which shows the dependence of the electrode potential to the concentration of the 
species in the solution. The reduction and oxidation currents involved in the reaction 
follow Faraday’s law (the currents are directly proportional to the amount of reduced 
or oxidised species) and are respectively: 
𝑖𝑅 = −𝑛𝐹𝐴𝑘𝑅𝑐𝑂
′               (2.22) 
𝑖𝑂 = 𝑛𝐹𝐴𝑘𝑂𝑐𝑅
′               (2.23) 
where 𝑘𝑅 and 𝑘𝑂 are the rate constants for the reduction and oxidation electron 
transfer, respectively and are exponentially related to the activation energy required 
for that specific reaction to occur. At the equilibrium, the values of current deriving 
from the oxidation and reduction processes are identical and equal to the value of 
exchange current 𝑖0 which is the balanced Faradaic current at equilibrium when the 
net current is zero.  
Assuming 𝑐𝑂
𝑏 = 𝑐𝑅
𝑏 = 𝑐, the exchange current is: 
𝑖0 = 𝑛𝐹𝐴𝑘
0𝑐                          (2.24) 
where 𝑘0 is the standard rate constant for the reaction and 𝐴 the electrode area. This 
current tells us how easy it is for electron transfer to happen in a certain system. For 
any reaction happening in an electrochemical cell, the current is both proportional to 
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the concentration of the species and to the potential applied. If one applies a small 
overpotential η (with respect to the equilibrium potential), the charge transfer 







                                    (2.25) 
If the concentration of the electroactive species in solution do not differ significantly 
from their value in proximity of the electrode surface and in case the movement of the 
species as well as the current generated are of small entity, mass transfer effects can 
be neglected. In such cases, the current is given by the Butler-Volmer equation:  
𝑖 = 𝑖0 [exp (−
𝛼𝑛𝐹𝜂
𝑅𝑇
) − exp (
(1−𝛼)𝑛𝐹𝜂
𝑅𝑇
)]                                           (2.26) 




a value of 𝑇 = 298 𝐾), the second exponential term can be neglected and (2.26) 
becomes: 
𝑖 = 𝑖0exp (−
𝛼𝑛𝐹𝜂
𝑅𝑇
)             (2.27) 
At equilibrium condition (net current equal to zero and surface concentrations equal 









))            (2.28) 
which is also an exponential form of the Nernst equation. 
 
2.3 Electrochemical detection techniques 
Electrochemical sensors can be categorised according to the type of measurement 
performed (Thévenot et al., 2001): amperometric, potentiometric, conductometric, 
impedimetric, ion charge or field effect. In the next section an overview of the different 
techniques will be given, with particular focus on the techniques reported in this study 
and moreover with particular attention to electrochemical impedance spectroscopy. 
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2.3.1 Amperometric biosensors 
In a cell containing electroactive species, amperometric measurements are carried out 
recording reduction/oxidation currents between the working electrode and the counter 
electrode when controlled potentials are applied at the working electrode with respect 
to the reference electrode (Thévenot et al., 2001; Grieshaber et al., 2008). Faradaic 
currents can be either directly generated by the redox activity of the analyte at the 
electrode interface or by the activity of an electroactive mediator which interacts with 
the biomolecule under investigation (Luppa et al., 2001). Often the second approach 
is preferred. Amperometry is considered to be one of the most sensitive techniques in 
electrochemistry (Thévenot et al., 2001, Luppa et al., 2001). 
Some texts report on a classification based on the nature of the potential applied for 
the electrochemical measurement: if the potential is kept constant between the 
reference and working electrodes, the technique is referred to as amperometry while 
if the potential is given with a specific wave shape and amplitude, the technique is 
referred to as voltammetry. Therefore, several types of voltammetry can be carried out 
by using diverse applied voltages profiles. However, voltammetry can be considered 
as an amperometric technique since both are based on the same working principles. 
In voltammetry the experiments consist of recording the current upon applying an 
appropriate potential wave. The currents generated are the result of three different 
contributions. They arise from the capacitive currents, adsorption effects and Faradaic 
currents, respectively. The first two contributions give the so-called background 
current and do not give analytical information about the electrochemical reaction of 
interest. Currents of no analytical interest might also come from the oxidation and 
reduction of impurities present in solution. Faradaic currents of the analytical species, 
instead, provide qualitative and quantitative information about the processes 
happening in the electrochemical cell.  
The capacitive currents generate at the electrochemical double layer as a result of the 
accumulation of charges at the interfacial region. Capacitive currents are sensitive to 




                                               (2.29) 
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where 𝐶𝐸𝐷𝐿  is the capacitance of the electrochemical double layer and 𝑣 is the potential 
applied to the electrode surface. This means that the faster the potential changes, the 
higher the capacitive current will be. In case of a linear potential applied at the 
electrode (as for the case of cyclic voltammetry), the derivative in (2.29) can be 
simplified to a differential and the term 
𝑑𝑣
𝑑𝑡
 can be substituted by the scan rate 
(expressed in 𝑉 𝑠−1). 
Currents due to adsorption effects also depend on the rapidity with which the potential 






                              (2.30) 
where 𝛤𝑎  is the amount of species adsorbed per unit area on the electrode surface. The 
presence and the shape of the adsorption peaks provide information about the 
contamination and quality of the electrode. 
In voltammetry, Faradaic currents have a linear proportionality with the concentration 
of the electroactive species in solution which makes the technique very interesting and 
useful for many applications. Both mass transfer and charge transfer affect the rate of 
the electrochemical reactions happening in the cell. The signal is gathered at the 
working electrode surface by means of two phenomena: mass transfer and electron 
transfer. The redox species can reach the electrode surface from the bulk solution by 
means of mass transportation. Once the redox species approach the electrode surface 
within the nanometre scale, electron transfer occurs at the electrode interface, inducing 
measurable potentials or currents (Figure 2.9). The kinetic rate of the reaction is 
proportional to the current measured and, based on the nature of the analyte and the 
analytical conditions, is controlled by the slowest process between the mass transport 
and the electron transport. For example, in the case where the mass transport of the 
species to/from the bulk is slower than the electron transfer, the current flow is limited 
by the mass transfer. 
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Figure 2.9 Mass and charge transfer processes occurring at an electrode interface. Mass transportation brings 
species from the bulk solution close to the electrode surface. Once the species are in the nanometric range 
distance they can exchange charges with the electrode surface. Reproduced from Bard and Faulkner (2001) 
 
The mass transportation can be due to three phenomena: diffusion (where the 
transportation is driven by gradients of concentration), migration (where charged 
molecules are transferred by means of an electric field) and convection (induced by 
thermic motions). The Nernst-Planck equation describes the flux, 𝐽, of material that 
moves in an 𝑥 direction, by joining the different contributions of the mass 
transportation: 









+ 𝑐(𝑥, 𝑡)𝑣𝑥(𝑥, 𝑡)        (2.31) 
where 𝐷 is the diffusion constant (𝑐𝑚2𝑠−1), 𝑐 is the concentration (M), 𝐹 is the 
Faraday constant (C), and 𝑣𝑥 is the hydrodynamic velocity (𝑐𝑚 𝑠
−1). The measure 
unit of 𝐽 is 𝑚𝑜𝑙 𝑐𝑚−2𝑠−1. 
Most of the electrochemical experiments are carried out in still environment with the 
concentration of salt added in solution much greater (e.g. 100 times higher) than the 
concentration of the electroactive species. These characteristics make the migration 
and convection effects negligible and mass transfer is predominantly driven by 
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diffusion, which in the Nernst-Planck equation is represented by the first term. The 
current can be thus derived: 
𝑖 = −𝑛𝐹𝐴𝐽 = 𝑛𝐹𝐴𝐷
𝜕𝑐(𝑥,𝑡)
𝜕𝑥
                    (2.32) 
which shows the dependence of the current from the variation of concentration at the 
electrode interface. Since for reversible systems the current can also be derived from 
the Nernst-Planck equation when the thermodynamic laws are respected, this means 
that the charge transfer must be fast enough to guarantee conditions of equilibrium at 
every moment. 






             (2.33) 
valid for parallel planes in the direction of the diffusion. If one applies an overpotential 
large enough to cause a reactant O to reduce to R at the electrode interface, the 
concentration of O at the surface becomes instantaneously zero and the current 
generated can be related to the time of the reaction. Cottrell was the first to derive the 










                                               (2.34) 
where 𝐷𝑂 is the diffusion coefficient of the reactant.   
 
2.3.1.1 Chronoamperometry and chronocoulometry 
Chronoamperometry and chronocoulometry refer to the measurement of current or 
charge, respectively, upon applying sudden potential steps at a reversible system that 
causes the reduction or oxidation of an electroactive species present in solution (Steel 
et al., 1998). Before the potential step is applied, the working electrode is kept at a 
fixed potential that does not cause any electrochemical reaction but simply creates a 
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double layer at the interface. The current or charge is plotted versus 𝑡
1
2 and the 








+ 𝑛𝐹𝐴𝛤𝑂 + 𝑄𝐷𝐿           (2.35) 
Considering the use of a reactant O, 𝛤𝑂 is its adsorbed coverage and 𝑄𝐷𝐿  is the charge 
of the double layer. Chronocoulometry is for example used for DNA quantification 
i.e. for determining a DNA surface density coverage, usually in terms of 
molecules/cm2. Electroactive markers such as 𝑅𝑢(𝑁𝐻3)6
3+ are used to counterbalance 
the monovalent ions of DNA which are negatively charged. Applying a sudden 
potential step the reduction of 𝑅𝑢(𝑁𝐻3)6
3+ takes place and a diffusion-limited current 
originates which can be derived from (2.35). The first term of the integrated Cottrell 
equation refers to the diffusion of the redox species from the solution, whereas the 
second and third terms take into account the reduction of the electro-active species O 
confined at the electrode surface and the capacitive charge of the double layer, 
respectively. Since the charge is, by definition, obtained integrating the current over 
the time, chronoamperometry and chronocoulometry are equivalent to each other. The 
total current is given by the sum of Faradaic and non-Faradaic contributions. In 
condition of low concentrations of electrochemical species in solution, the Faradaic 
currents are much smaller than the capacitive (non-Faradaic) currents. This affects the 
limit of detection as the analytical contribution comes from the Faradaic current. 
However, high electrochemical reactant concentrations raise the Faradaic current. 
Moreover, as a capacitive current decreases as 𝑒𝑥𝑝 (−
𝑡
𝑅𝐶
), low solution resistance 
makes the capacitive current decay much faster than Faradaic current. For this reason, 
the current is sampled after a certain delay time 𝑡𝐷 that ensures a minor contribution 
of the capacitive current. In particular, the mean current measured, 𝑖𝑆, is given by the 







(𝑡)𝑑𝑡                       (2.36) 
This principle of current sampling is important as it is also used in other voltammetric 
techniques in order to reduce the capacitive contribution to the measurements. 
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In case of DNA coverage quantification, measurements are taken twice: in presence 
and absence of 𝑅𝑢(𝑁𝐻3)6
3+ and they both are characterised by having approximatively 
equal double layer charge 𝑄𝐷𝐿  terms. By using the double-step measurement, the 
difference of the intercepts at 𝑡 = 0 of the two least square fits is used to derive the 
term 𝑛𝐹𝐴𝛤𝑂 (Figure 2.10). This can give the estimation of the DNA surface density 
from the formula: 
𝛤𝐷𝑁𝐴 = 𝛤𝑂𝑁𝐴 (
𝑧𝑅
𝑛𝑝
)                                   (2.37) 
where 𝛤𝐷𝑁𝐴  is the DNA surface density, 𝑁𝐴 is the Avogadro’s number, 𝑧𝑅 is the charge 
of 𝑅𝑢(𝑁𝐻3)6
3+ and 𝑛𝑝 is the number of phosphate groups on the DNA. 
 
Figure 2.10 Example of Chronocoulometry plot obtained using Ru(NH3)63+ before and after complementary 
strand hybridised on a single strand DNA.  
 
2.3.1.2 Cyclic voltammetry 
Cyclic voltammetry (CV) is mostly used as a characterisation technique to investigate 
the kinetics of a reaction as well as to obtain qualitative information about 
electrochemical systems. The potential at the working electrode is swept back and 
forward linearly with time vs. the reference electrode and the current flowing is 
simultaneously recorded. If in the electrochemical cell are present molecules that can 
be oxidised or reduced in that specific potential window, the applied potential causes 
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reduction and oxidation currents (according to the direction of the scan) (Figure 2.11). 
Such molecules that can undergo redox reactions are called redox probes. 
 
Figure 2.11 CV of the fully reversible redox reaction Fe(CN)63− + e−↔ Fe(CN)64− 
 
Once the potential reaches an extent for which the working electrode goes from a 
condition of equilibrium to a condition where redox reactions are favourable, a sudden 
increase of current is recorded since the reduction and the oxidation of the molecular 
probes cause exchange of electrons with the electrode surface. After an initial peak, 
the generated Faradaic current decreases asymptotically with the diffusion layer 
(Figure 2.11). For a fully reversible system where only a redox species is present, the 









𝑐                       (2.38) 
where 𝐷 is the diffusion coefficient of the species reduced or oxidised, 𝑆 is the scan 
rate and 𝑐 is the bulk concentration of the electroactive species. The formula is valid 
for both reduction or oxidation reduction peaks and shows a direct proportionality of 
𝑖𝑝 with the concentration of the electroactive species and a square root proportionality 
with the scan rate. Therefore, if 𝑖𝑝 vs. 𝑆
1
2 curve is linear, one can say that the reaction 
is controlled by diffusion.  
As for voltammetric techniques, the Faradaic current is directly proportional to the 
electroactive species in solution. The scan rate must allow the necessary time for redox 
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reactions to occur. It also affects the measurement but with a square root law. 
However, since the capacitive current increases linearly with the scan rate, a 
reasonable low scan rate is usually employed for CV measurements (typically <
100 mV s−1).  
CV can be used also for studies of reversibility of the electrochemical systems. In a 
fully reversible reaction the anodic peak current is equal to the cathodic peak current 
and the separation between the two peaks is given by: 
∆𝐸𝑝 = 𝐸𝑝𝑎 − 𝐸𝑝𝑐 =
59
𝑛
 mV                    (2.39) 
valid at 25 ºC, where 𝐸𝑝𝑎  and 𝐸𝑝𝑐  are the anodic and the cathodic peak potential, 
respectively. Drifting away from the reversible conditions, the separation between the 
peaks will increase as well as the value of anodic and cathodic currents will be 
different.  
2.3.1.3 Differential pulse voltammetry 
In order to achieve better sensitivity and to significantly reduce the capacitive currents, 
differential pulse voltammetry (DPV) was developed as an electrochemical tool (Bard 
and Faulkner, 1980). In DPV, the applied potential is given by superimposing a series 
of equally high pulses to a staircase waveform (Figure 2.12).  
 
Figure 2.12 Example of voltage potential applied in DPV experiments (left side) and of voltammogram obtained 
where the differential current is plotted vs. the applied potential. 
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The current is then measured right before and at the end of the pulse. Since the 
capacitive current decreases exponentially with time and the Faradaic current 
decreases as 𝑡−
1
2, DPV is more immune to the background currents resulting in a more 
sensitive technique as compared to CV. Moreover, the pulses are of small amplitude 
(ca. 5 mV) so to further reduce the contribution of the capacitive currents. A typical 
voltammogram for DPV relates the differential currents versus the applied potential 
(Figure 2.12). The concentration of the analyte in solution is directly proportional to 
the height of the peak current.  
 
2.3.2 Electrochemical Impedance Spectroscopy  
By applying an a.c. rather than a d.c. signal to an electrochemical system, a richer 
series of information can be obtained for the system characterisation. Based on such 
principle, electrochemical impedance spectroscopy (EIS) can provide valuable 
qualitative and quantitative information about electrochemical reactions and the 
electrical double layer at the sensor interface (Janata, 2002; Orazem and Tribollet, 
2011; Barsoukov and MacDonald, 2005; Bertt, 1993; Lasia, 2002).  
In EIS the system is stimulated by applying a sinusoidal a.c. potential of small 
amplitude (typically 5-10 mV) that guarantees the electrochemical cell, which is a 
non-linear system, to work in a pseudo-steady state. The impedance signal is the 
alternative impedance obtained from dividing the applied potential by the current 
response and can also be derived from (2.25). In case of biosensing applications, the 
detection of an analyte by means of a sensing probe alters the electrochemical 
properties of the system and a change in impedance can be recorded (Scholz, 2009). 
In fact, information about electrochemical properties such as diffusion, ion 
transportation, electron transfer and modification of the double layer are included in 
the frequency-domain current response of the system. Although the impedance 
changes depend on many factors, EIS can give a deep insight and a fuller 
understanding of the electrochemical behaviour of the system at the sensor interfacial 
region.  
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A generic electrochemical cell can contain a number of ions in solution as well as 
electroactive species that produce an internal static field at the sensor surface. An 
analysis of the system using the small-potential signals would be complicated when 
such space-charge is present (MacDonald, 1992). For this reason, in EIS, it is 
important to create a condition of zero-charge at the working electrode interface. The 
condition of zero-charge is obtained by applying an external d.c. static potential at the 
working electrode versus the reference electrode. 
It is important at this point to distinguish two main types of investigation that can be 
made with EIS. Using redox markers, Faradaic processes can be observed and the 
behaviour of the cell is more strictly related to the Faradaic currents. In such cases 
particular importance is given to the charge transfer resistance. For non-Faradaic 
processes, instead, redox markers are not exploited. The solution resistance and the 
charge redistribution of the ions in solution play a more important role in defining the 
impedance of the system. Therefore, the changes in the double layer capacitance and, 
sometimes, the phase shift associated with it, assume an important significance for the 
analysis of non-Faradaic processes. 
When the extent of the internal static potential is known or defined quite well, such as 
in presence of redox couples in solution, the system can be analysed by applying a 
small a.c. signal superimposed to the formal d.c. potential of the redox couple. The 
d.c. signal ensures that the electrode is not polarised by the internal static field, while 
the small amplitude of the a.c. signal will ensure a pseudo-linear response (only 
changes in amplitude and phase are generated) for systems, such as electrochemical 
cells, that are not linear (Figure 2.13). 
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Figure 2.13 System quasi-linear response upon applying small imput signals. 
 
Supposing the a.c. applied potential is of the type: 
𝑣(𝑡) = 𝑉𝑝sin(𝜔𝑡)                                    (2.40) 
where 𝜔 = 2𝜋𝑓 is the angular velocity, the current response will have the following 
form: 
𝑖(𝑡) = 𝐼𝑝sin(𝜔𝑡 − 𝜃)                                   (2.41) 
where 𝜃 is the phase shift due to the system response. The complex notation can be 











 and 𝑗 ≡ (−1)
1








                                   (2.44) 
𝑒𝑗𝑡 = cos 𝑡 + 𝑗 sin 𝑡                                   (2.45) 
(2.42) can be rewritten in terms of trigonometric functions: 
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𝑍 = |𝑍|𝑒𝑥𝑝(𝑗𝜃) = |𝑍|(cos 𝜃 + 𝑗 sin 𝜃) = 𝑍′ + 𝑗𝑍′′         (2.46) 
where 𝑍′ and 𝑍′′ are the real and imaginary part of the impedance, respectively. From 
(2.46) the complex impedance can be plotted in a complex plane as shown in Figure 
2.14: 
 
Figure 2.14 Impedance displayed in the complex plane. Reproduced from Barsoukov (2005). 
 
The modulus of the impedance as well as the phase can thus also be derived from: 
|𝑍| = (𝑍′2 + 𝑍′′2)
1




              (2.48) 
Since the response of a real system is frequency dependent, an EIS experiment probes 
the electrochemical cell in a range of frequencies, usually between 0.1 Hz to 100 kHz 
for biosensing applications. Such analysis is carried out by means of a frequency-
response analyser (FRA) potentiostat. The ultimate goal of an EIS study is to fully 
characterize the frequency response of the system and be able to select, possibly, one 
single frequency for the implementation of a practical biosensor. 
The real and imaginary impedance variation versus the frequency can be graphically 
analysed in the complex plane diagram (Figure 2.17). Other typical representations of 
the impedance data are the Bode diagrams where the modulus and phase of the 
impedance are plotted as a function of the frequency. The analysis of the Bode 
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diagrams can be particularly effective to extrapolate information at very low or very 
high frequencies. 
The power of EIS lies on the possibility of modelling the electrochemical cell with 
electric components, thus, with an equivalent circuit. An equivalent circuit provides 
an electrical model of the electrode/electrolyte interface. It is by means of least square 
minimisation fitting that one can obtain the values of the electrical components 
associated with the electrochemical circuit. Building a model which makes use of 
common and well known electric elements allows us to explain the physical-chemical 
properties of the sensor interface. In a typical electrical circuit, the impedance is given 
by a combination of resistive, capacitive and inductive contributions. However, the 
first two components are dominant in electrochemical systems. The impedance of a 
purely resistive circuit is characterised by having a current response in phase with the 
potential applied, i.e. 𝜃 = 0. For an inductance L and a capacitance C instead the 
current response has +90º and -90º, respectively. Inductive and capacitive responses 








                                                         (2.50) 
(2.49) and (2.50) can be transformed as follows for use in the complex domain: 
𝐼𝐶 = 𝑗𝜔𝐶𝑉                                                         (2.51) 















= 𝑗𝜔𝐿                                                        (2.54) 
For many electrochemical systems, the most common employed equivalent circuit is 
the Randles equivalent circuit (Figure 2.15). In the Randles equivalent circuit 𝑅𝑠 
describes the solution resistance, 𝑅𝑐𝑡 is the charge transfer resistance and 𝐶𝐷𝐿  the 
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double layer capacitance. Modelling the electrochemical system with the Randles 
equivalent circuit can help in understanding the theory behind the phenomena 
occurring in the cell when some techniques are used for investigation. As shown in 
Figure 2.15, the total current, 𝑖, is given by the sum of the faradaic component 𝑖𝐹 and 
the capacitive component 𝑖𝐶 .  
 
Figure 2.15 Randles equivalent circuit. 
 
However, the capacitor in the Randles equivalent circuit does not fully describe the 
real behaviour of the electrochemical cells. Although still contradictory in literature 
(Bisquert et al., 1998; Oraazem and Tribollet, 2008; Orazem and Tribollet, 2006), 
several studies (Brug et al., 1984; Hirschorn et al., 2010) have shown that the 
distributed nature of the electrochemical double layer is better represented with the 
electrical pseudo-element called constant phase element (CPE). The CPE, which will 
be described in more details in the next section, has impedance: 
𝑍𝐶𝑃𝐸 = 𝑌0
∗(𝑗𝜔)−𝛼                   (2.55) 
where 𝑌𝑜 is the magnitude of the admittance at 𝜔 = 1 and 𝛼, a constant of numerical 
value between 0 and 1, takes into account the non-homogeneity of the layer and the 
roughness of the surface. The Randles equivalent circuit where the capacitor has been 
substituted by a CPE, is shown in Figure 2.16.  
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Figure 2.16 Modified Randles equivalent circuit. Rs is the solution resistance, 𝑅𝑐𝑡 is the charge transfer 
resistance, CPE is the constant phase element and W is the Warburg element. 
 
In 𝑍𝐶𝑃𝐸 both 𝑌𝑜 and 𝛼 are independent from the frequency. The phase of the CPE can 
be derived from the formula: 
𝜃𝐶𝑃𝐸 = 90° (−𝛼)                             (2.56) 
For 𝛼 = 1, 𝑍𝐶𝑃𝐸 becomes the impedance of a pure capacitor. The capacitance of the 
double layer can be estimated (Heijne et al., 2013; Bisquert and Fabregat-Santiago, 






                                (2.57) 
In real electrochemical experiments Faradaic currents are affected by diffusion 
processes. Diffusion processes can be modelled in an equivalent circuit by using a 
distributed element, in series with the charge transfer resistance, called Warburg 
element (Bard and Faulkner, 1980). The Warburg impedance, 𝑍𝑊, depends on the 
concentration of the redox markers and, as for the CPE, is frequency-dependent. Since 
the Warburg element takes into account the mass transfer processes, it is more 
predominant at low frequencies. Its impedance is characterised by having equal real 
and imaginary part of value 𝜎𝜔−
1
2 and this results in a 45º line in the complex plane. 
This type of dependence on the frequency also suggests that the effect of the Warburg 
impedance at high frequencies is low; in fact, the diffusion processes struggle to follow 
rapid oscillations of the field. At very high frequencies, the capacitance effect becomes 
limited as well as the charge transfers at the interface. As a result, the total impedance 
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of the system at very high frequencies will be given predominantly by the solution 
resistance (Figure 2.17). 
 
Figure 2.17 Example of complex plane diagram of an EIS measurement 
 
2.3.3 Metal–oxide–semiconductor field-effect transistor 
Metal–oxide–semiconductor field-effect transistors (MOSFETs) constitute an 
underpinning and ubiquitous technology of modern electronics. Alongside the 
development of MOSFETs, complementary metal–oxide–semiconductor (CMOS) 
technology has enabled fast and low-cost production of transistors enabling integration 
of thousands of MOSFETs in a few millimetre square at a very minor cost. 
Biologically-sensitive field-effect transistors (BioFETs) with extended gold gates 
have previously been used for the detection of DNA hybridisation (Estrela et al., 2005) 
and proteins (Estrela et al., 2010).  
In a MOSFET device, electrical voltages applied to the terminal called gate can 
modulate the current flowing between the other two terminals called source and drain. 
MOSFETs are typically built using silicon as a semiconductor material. Silicon allows 
the modulation of its conductivity by doping (i.e. adding to) the substrate impurity 
atoms which can either provide an excess of electrons (n-channels) or holes (p-
channels) as charge carriers. Therefore, n-channel or p-channel MOSFETs can be 
fabricated. In an n-channel MOSFET, for instance, the source and drain are silicon 
substrates with highly conducting n-channel regions within a p-type silicon substrate, 
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Figure 2.18 Schematic representation of an n-channel type MOSFET 
 
At the interface between the n-types ant the p-type regions, a barrier prevents the flow 
of the charges between the different doped regions. However, such barrier can be 
altered by applying a voltage to the gate, which facilitate or further prevents the charge 
flow between the drain and the source. The minimum potential required to ensure a 
charge flow between the source and drain regions is called threshold voltage (𝑉𝑡ℎ) of 
the device. In particular, when the potential applied across the gate and the source (𝑉𝑔𝑠) 
is larger than 𝑉𝑡ℎ  (i.e. 𝑉𝑔𝑠>𝑉𝑡ℎ), a conducting channel is formed between the source 
and the drain since the electrons could now flow in this region. Additionally, if a 
voltage is applied between the drain to source (𝑉𝑑𝑠>0) the current (𝐼𝐷) begins to flow 
through the induced channel at the semiconductor. This condition of the device is 
known as turn-on state where the electron-current (𝐼𝐷) enters the drain and exits the 
source. Any changes across 𝑉𝑔𝑠  can modulate the conductivity of the channel and 
thereby alter 𝐼𝐷. This principle can be exploited by carrying out affinity reactions at 
the gate of the transistor where molecular probes with high specificity towards an 
analyte are immobilised. In this way, any changes in the potential generated by the 
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binding of target molecules onto the gate can alter the conductivity of the device, 
therefore the detection of the analyte can be achieved. 
 
2.4 Other techniques 
2.4.1 Quartz crystal microbalance with dissipation mode 
In quartz crystal microbalance (QCM) the mass bound on a gold coated AT-cut quartz 
can be measured by use of the Sauerbrey equation. For thin, rigid films the Sauerbrey 
equation (2.58) states that the shift in the resonant frequency, ∆f, of a piezoelectric 
sensor is directly proportional to the amount of mass bound on the sensor surface, Δm 







2 ∆𝑓            (2.58) 
where f0 is the fundamental frequency of the quartz crystal (Hz), A the sensing area of 
the electrode (cm2), µq and ρq are the shear modulus (2.947 × 1011 g/s2 cm) and density 
(2.648 g/cm3) of the quartz crystal, respectively and n is the overtone number (n = 1, 
3, 5. etc). C = 17.7 ng/
 Hz cm2 is the mass sensitivity constant for the AT-cut 5 MHz 
quartz crystal used in this study.  
However, for bound biomolecule layers, a percentage (as high as 95%) of water can 
be entrapped in the adsorbed film. When water is coupled to the biological layer, a 
soft and viscoelastic film can form and additional dampening of the quartz oscillator 
occurs causing an underestimation of the mass if only the Sauerbrey equation is used 
to model the system (Höök et al., 2001). In fact, the dampening at the interface 
between the crystal and the liquid phase can be so high to not allow the sensing of the 
biological molecules entrapped in the water onto the sensor. By measuring both the 
frequency and dissipation factor of the quartz crystal, quartz crystal microbalance with 
dissipation mode (QCM-D) can overcome this limitation providing a more accurate 
estimation of the mass of the layer (Fogel & Limson, 2011). The dissipation factor 
measures the ratio between the lost energy and the stored energy from the system 
during one oscillation cycle. The compensation of the viscous energy losses is 
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achieved using the Voigt model (Voinova et al., 1999; Dutta et al., 2008; Höök et al., 
2001). The Voigt model can be implemented by using dedicated software and setting 
proper values of the film density of and fluid viscosity (typically 1050 kg/m3 and 
0.001 kg/m s, respectively, for protein layers). The corrections to the Sauerbrey model 













2𝜋 𝑓 (1+𝛼 𝑒2𝜉1𝑑)




            (2.62) 
 𝜉1 = √−
(2𝜋𝑓)2𝜌
𝜇+𝑖2𝜋𝑓𝜂
             (2.63) 
 𝜉2 = √
𝑖2𝜋𝑓𝜌𝑙
𝜂𝑙
              (2.64) 
where dq and µ are the thickness and the shear modulus of the quartz crystal, ρl and ηl 
the bulk liquid density and viscosity, respectively, d the estimated thickness of the 
layer adsorbed on the electrode and η the shear viscosity. 
 
2.4.2 Localised surface plasmon resonance 
Localised surface plasmon resonance (LSPR) occurs when a beam of light shines on 
a metal with specific permittivity properties such as those having a negative real part 
and small positive imaginary part (Haynes et al., 2003). The interaction between the 
photons and the material nanostructures causes collective oscillations (plasmons) of 
the locally confined valence electrons as shown in Figure 2.19 (Hammond et al., 
2014). In an LSPR experiment a beam of light is produced to generate the plasmons. 
The light reflected is then collected by the transducer. Hitting the metal with a photons 
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beam, the oscillation and a consequent absorption in the UV/visible range is registered. 
The LSPR measurement consists in registering the shift in the wavelength of the 
reflected light generated by the interaction with the surface plasmons. Nevertheless, 
not all the materials are able to produce plasmons and a consequent shift in 
wavelength. Amongst those that produce plasmons, the extent of wavelength shift is 
characteristic of the material involved.  
 
 
Figure 2.19 Schematic representation of the plasmons in LSPR experiments. The plasmons are generated when 
the valence electrons in the metal nanostructures collectively oscillate with the field produced by the incident 
light. Reproduced by Hammond et al. (2014). 
 
The decay length of electromagnetic field associated with the surface plasmons is 
significantly insensitive to the measurement solution (Haes and Van Duyne, 2003) 
therefore, LSPR results in a better immunity from interferences with respect to other 
complex and expensive optical techniques such as surface plasmon resonance (SPR), 
commonly used for biosensing. This makes LSPR an interesting tool for biosensing 
applications. 
 
2.4.3 Matrix-assisted laser desorption ionisation-time of flight 
Matrix-assisted laser desorption ionisation-time of flight (MALDI-TOF) mass 
spectrometry exploits the soft-ionisation technique for molecules detection. In a 
  
Chapter 2  40 
 
MALDI-ToF experiment, the analyte in a sample is immobilised on a metal plate and 
is covered by a low molecular weight matrix which provides protons for the ionisation. 
Then a UV laser beam (usually at frequencies in the UV range) shines on the dry 
mixture of sample and matrix in a small area, typically less than 0.1 mm radius. When 
the beam hits the matrix-spotted sample, the energy provided by the UV laser causes 
the sublimation and ionisation of the analyte resulting in the formation of a cloud of 
ions of different mass accordingly with the nature of the biological sample. The 
ionisation mostly affects the ribosomal protein which, in microbiology, can give the 
footprint of the bacteria. The ions of the cloud are then accelerated by a strong 
electrostatic field within a flight tube so that they can reach a detector called mass 
analyser (Figure 2.20). Here, since the ions are characterised by having certain mass-
to-charge (m/z) ratios, the time for reaching the detector varies for different ions 
resulting in a profile of the time of flight. The kinetic energy associated with the ions 




𝑚𝑣2 = 𝑧𝑉                                  (2.65) 
where 𝑚 is the mass of the ion, 𝑣 is its velocity, 𝑧 is the charge and 𝑉 is the potential 
applied that generates the acceleration. If we consider a certain distance 𝑑 between the 
plate where the sample is immobilised and the detector, the time of flight 𝑡 is given, 










                                  (2.66) 
which demonstrate the correlation between the m/z ratio and the time of flight. 
However, since the distance 𝑑 and the potential 𝑉 do not change and for the MALDI 
TOF 𝑧 is equal to 1, a direct correspondence between the mass 𝑚 and the time of flight 
is achieved.  
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Figure 2.20 Working principle of a MALDI-ToF: a laser beam hits the metal plate where the matrix-spotted 
sample is immobilised. The ion cloud formed is accelerated through a flight tube and reaches a detector. The 
time required by different ions to reach the detector is proportional to their mass. In this way a spectrum for 
different compounds can be obtained. Reproduced from http://www.sigmaaldrich.com/technical-
documents/articles/biology/custom-dna-oligos-qc-analysis-by-mass-spectrometry.html (August 2015) 
 
The spectrum obtained is highly specific from sample to sample, therefore, once 
compared to a library by means of a software it can provide accurate information about 
the composition of the sample (Clark et al., 2013). 
 
2.5 Self assembled monolayer on gold surfaces  
Gold is a common material used in biosensing because of its biocompatibility, ease of 
manipulation and stability in air and in many solution conditions. Self assembled 
monolayers (SAMs) made of alkanethiols are intensively used for applications where 
noble metal surfaces are exploited as sensing areas. Thiols can easily and strongly bind 
to gold through sulphur-gold bonds forming uniform and well-organised structures 
(Figure 2.21). The binding of alkanethiols on gold is a covalent, very fast and 
spontaneous reaction as it decreases the free energy of the gold (Bain et al., 1989a; 
Bain et al., 1989b; Bain and Whitesides, 1989; Finklea, 1996; Love et al., 2005). In 
presence of gold, thiols react as follows: 
𝑅𝑆𝐻 + 𝐴𝑢 ⇔ 𝑅𝑆 − 𝐴𝑢 + 𝐻+ + 𝑒−           (2.67) 
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Sulphur binds effectively to gold during the first few minutes of reaction but a uniform 
and well-organised lateral structure requires not less than 12-16 hours to form 
(Schreiber, 2000; Colin et al., 1989). During the first minutes of the spontaneous 
assembly, the alkanethiols lie down on the gold surface (Camillone III., 1994). Later, 
a crystalline or semicrystalline structure forms due to the effect of the van der Waals 
forces between the hydrocarbon chains until these reach a tilt angle of about 30º (Love 
et al., 2005.).   
 
 
Figure 2.21 Illustration of SAM formation on a gold surface. Reproduced from Love et al. (2005) 
 
The formation of a well-organised SAM strongly depends on the purity of the gold 
and presence of contaminants as well as on the roughness of the surface where the 
alkanethiols attach to. For this reason a careful cleaning of the gold surface is required 
before the SAM immobilisation. SAMs are usually formed by incubating the 
electrodes in an ethanolic solution (absolute ethanol > 99.9 %) in order to reduce gold 
oxides. The formation of oxidised layers on the gold surface, for instance due to the 
use of aqueous solutions for alkanethiols immobilisation, can lead to inhomogeneous 
and non-reproducible SAM structures (Ron and Rubinstein, 1994; Ron et al., 1998).  
The quality of the SAM organisation also depends on the length of the alkane chains 
(Finklea, 1996). Longer SAMs have been demonstrated to form in more organised 
structures and to increase the stability of the impedance values over time. It was shown 
that the distributed molecular interactions (in the normal direction with respect to the 
  
Chapter 2  43 
 
electrode surface) between long adjacent alkane chains make the SAM structure more 
compact and with a reduced amount of defects (Finklea, 1996; Carrara et al., 2009). 
SAM structures not only serve as a means to link molecular probes useful for the 
successive detection but also passivate the electrode surface and prevent non-specific 
adsorptions (Love et al., 2005). In EIS the conduction currents through alkanethiols 
(Faradaic or leakage currents in non-Faradaic processes) are described in literature as 
a result of the so-called tunnelling effect. Here the resistance that contrasts the flow of 
current is described to be exponentially proportional to the thickness of the SAM 
length (Miller and Gratzel, 1991; Miller et al., 1991; Finklea, 1996; Becka and Miller, 
1992). For alkanethiols having a number of CH2 groups smaller than 8 (SAM length 
< 1 nm), an easy permeation of electrolytes happens. For longer alkanethiols, instead, 
the tunnelling effect is greatly reduced and a better insulating layer can be formed 
(Schreiber, 2000). Nevertheless, SAMs with a number of alkane chain larger than 8 
can be exploited for non-Faradaic measurements in order to achieve insulating SAMs.  
Binding of alkanethiols is maximised on Au(111) surfaces reaching a maximum 
density of 4.64 × 1014 𝑚𝑜𝑙𝑒𝑐𝑢𝑙𝑒𝑠/𝑐𝑚2 (Love et al., 2005.). Moreover, the nature of 
the terminal function group (see Figure 2.21) affects the properties of the SAM and 
the way it interacts with the biological molecules. For instance, a -COOH functional 
group is commonly used to covalently bind (through its activation as showed in the 
next Chapter) to the –NH2 groups present on the protein surface. In addition, the use 
of polyethylene-glycol (PEG) terminated groups can be adopted as a good strategy to 
confer antifouling properties, i.e. to prevent non-specific interactions (Porter et al., 
1987). Whereas SAMs are characterised by a high number of carbon chains or long 
PEG groups at their extremities, this can result in very long structures which insulating 
effect can make very challenging for the impedance to be measured. In such cases, 
and depending on the probe layer that one has to fabricate, the Helmholtz plane could 
form too far from the electrode surface. As a result the impedance given by the SAM 
insulating layer – which has to be added to the impedance given by the molecular 
probe (for instance antibodies) - might mask the impedance signal deriving from the 
recognition events eventually happening. 
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From ellipsometry studies, the relation between the number of CH2 chains (𝑛) and the 
length of the SAM has been found equal to 0.56𝑛 + 4.6 Å if 𝑛 is comprised between 




= 0.055𝑛 + 0.1 
𝑐𝑚2
𝜇𝐹
            (2.68) 
Although in the next chapters basic strategies for improving several EIS systems will 
be introduced, an optimisation of all the factors is not performed. As a result not in all 
the example systems the choice of the best SAM has been performed. Nonetheless in 
Chapter 6 some considerations about the effect of the SAMs is reported. A good 
compromise between a short and a long SAM structure for Faradaic measurements is 
represented by mixed SAM made of mercaptoundecanoic acid (MUA) and 6-
mercapto-1-hexanol (MCH) (Briand et al., 2006; Jolly et al., 2015; Chen et al., 2014; 
Chou et al., 2010). In Chapter 4, a DNA aptamer is used for antigen detection, using 
an initial ratio of aptamer-to-MCH of 1:9. However, it was shown to not be the optimal 
molar fraction in order to neither maximize the amount of antigen binding nor to obtain 
the highest EIS signal. Therefore in Chapter 4 the importance of the optimisation of 
the probe lateral density has been performed. 
In other studies, reported in Chapter 6, for non-Faradaic measurements a longer SAM 
made of a mixture of (CH2)17EG6COOH and (CH2)17EG3OH (where EG represent the 
ethylene-glycol unit) has been employed for the detection of bacteria. Here the ionic 
strength of the measurement solution was changed from 162 mM to 1.62 mM. Such 
choice results in a better stability of the impedance values over time and guaranteed 
analyte detection by monitoring the capacitance changes.  
 
2.6 EDC/sulfo-NHS coupling 
In the studies presented in Chapter 5 and 6, molecular probes were attached to the 
linker chains of the SAM by means of 1-ethyl-3-(3-
dimethylaminopropyl)carbodiimide/sulfo-N-Hydroxysulphosuccinimide (EDC/sulfo-
NHS) chemistry (Hermanson, 2013). The carboxylate groups of the alkanethiols 
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termination were activated by EDC, whose activity forms highly reactive complexes 
towards the amine groups of the biological molecules usually present in solution. The 
complex that results from the activity of EDC is highly unstable in aqueous solutions 
and could undergo hydrolysis in a few seconds, partially leading to rapid re-formation 
of carboxylate groups. Yet this can be prevented by the action of sulfo-NHS that 
generates intermediate active ester functional groups which present better stability in 
water. In presence of the amino groups, the sulfo-NHS leaves place to a stable and 
strong amide coupling (Figure 2.22). 
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Rapid and cost-effective sensors for early stage detection of markers (i.e. molecules 
specifically associated to a particular disease) is crucial for point-of-care diagnosis and 
much effort in research has been put in the last decades for their development. Label-
free sensors are very intensively studied, as the lack of the labelling processes lowers 
their individual costs and the reduced sample preparation results in more rapid tests 
when compared to enzyme or fluorescent-labelled assays (Keighley et al., 2008).  
Since its introduction in biosensing applications, EIS was often only employed as a 
characterisation technique, in particular for confirming the layer by layer fabrication 
of the sensors (Jaffrezic-Renault, 2013). However, EIS has gained much more 
popularity recently and the number of biosensors based on impedimetric 
measurements rapidly increased in the last years. Currently EIS represents one of the 
most promising label-free measurement techniques and it has been demonstrated to be 
able to reach sensitivities down to the femto and attomolar ranges (Bertok et al., 2013; 
Berggren et al., 2001; Kongsuphol et al., 2014). Despite the diffusion of EIS sensors, 
some systems do not allow a straightforward application of the impedimetric 
principles for sensing because of several factors. Primarily, the use of this technique 
is still hampered by the intrinsic complexity of the electrochemical systems which 
makes the data obtained difficult to interpret. In addition, the dependence of the EIS 
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signals on different factors generates the need of a careful optimisation of the systems 
to be analysed.  
In this chapter the basis of EIS will be analysed and then attention will be given to 
some of the aspects that must be addressed for widening the application of EIS to 
biosensing. These aspects include observing the size and charge combined effect, the 
optimisation of surface density for aptamer-based applications, the implementation of 
non-Faradaic measurements and the challenges that could be overcome introducing to 
the use of signal probes. 
 
3.2 Basis of an EIS system 
EIS is theoretically based on a very simple concept: a molecular trap, which we will 
call a probe, is immobilised on an electrode and when the capture of the target takes 
place, the addition of such molecules causes changes in the properties of the sensors. 
In a three-electrode system under controlled conditions of applied a.c. potentials, the 
changes in the sensor properties cause variations of the flow of current. Using the 
values of the applied potentials and the measured currents one can quantitatively 
define the parameter that we call impedance and associate it to the changes of the 
physico-chemical properties at the electrode interface. Moreover, if the impedance is 
measured over a wide range of frequencies, it is referred to as impedance spectroscopy 
and can give a more complete characterisation of the electrochemical system if 
compared to traditional electrochemical techniques where only the sum of Faradaic 
and non-Faradaic measurements are obtained (Park and Yoo, 2003). 
One of the biggest advantages of EIS is the possibility to differentiate the different 
phenomena happening at the electrochemical double layer, for instance the charge 
transfer, the diffusion transport or the double layer formation. At the same time this 
requires a wise use of the analytical data in order to interpret and extract the parameters 
that one is looking for (Vladikova, 2003). It is only by applying a model (such as an 
equivalent electrical circuit) that it is possible to associate values of impedance to the 
chemico-physical property of the system. One example is the Randles equivalent 
circuit (Figure 2.15) that can be used to describe a simple EIS system and takes into 
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account both the Faradaic and non-Faradaic components of the currents which sum 
can be derived from the Butler-Volmer equation (2.26). As introduced in Chapter 2, 
in amperometric sensors the non-Faradaic component is generally considered to be the 
noisy part of the total current and hence, efforts are put to reduce or eliminate its 
contribution (see DPV, Chapter 2). In EIS the non-Faradaic behaviour can be analysed 
by studying the capacitive component of the Randles equivalent circuit and it can 
provide information as useful as the Faradaic under particular conditions. This will be 
described in the next sections. Exploiting a broad range of frequencies, information 
such as the solution resistance can be obtained (to be more accurate, it can be isolated) 
as well as the mass transport of the redox species within the solution can be studied 
by means of the Warburg element. The resistor in series with it denotes the charge 
transfer resistance, which multiplies together with the capacitance to give rise to the 
time constant of the reaction: 
𝜏∗ = 𝐶𝐷𝐿 × 𝑅𝑐𝑡                        (3.1) 
The final analysis of an EIS experiment consists in interpreting the changes in 
impedance and assigning quantifiable values to the capacitive and resistive 
components of the equivalent electrical circuit (the Warburg element is also used at 
times for the analysis) at different frequencies. Such values are directly related to the 
phenomena happening at the sensor interface. Some more straightforward approaches 
to prove the binding events have been reported and consist of the direct analysis of the 
impedance values or the impedance phase shifts (Zaccari et al., 2014). 
In the next sections, a few considerations are presented with respect to the circuit 
elements of the generalised Randles equivalent circuit (introduced in Chapter 2) and 
the Faradaic and non-Faradaic processes. 
 
3.2.1 Constant phase element (CPE) 
The concept of constant phase element (CPE) can be applied to any circuit element 
that is found to be dependent upon the frequency with a relation distant from an ideal 
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behaviour. In the particular case of EIS sensors, the non-ideal behaviour is caused by 
the roughness and inhomogeneity of the surface properties (Vladikova, 2004). 
In reality, the concept of CPE can be only applied to the capacitors used to describe 
the charged separation layers. Bisquert et al. (2000) reported on the inaccuracy that 
often results when using capacitors as equivalent elements for the behaviour of porous 
electrodes. This is due to the excessive idealisation of the phenomena happening at the 
electrode interface which are, instead, far from an ideal behaviour because of the 
inhomogeneity, complexity and absence of order that often characterize such 
electrodes. In fact, what is not considered in ideal capacitors is the charge dispersion 
at the surfaces interface which can modify the dependency of the capacity on the 
frequency. In practice, the description of the double layer through a CPE becomes 
necessary especially considering the improved accuracy achieved for the 
mathematical fitting when replacing common capacitors (Hsu and Mansfeld, 2001). 
Since the CPE is introduced to describe a non-ideal behaviour in non-ideal systems, 
there is a discrepancy in literature about how to extract the exact value of impedance 
from it. The most common spread relationship used is (Gamry instruments; Bisquert 
et al., 2000; Hsu and Mansfeld, 2001; Terezo et al., 2001; Martens et al., 1997; 
Barsoukov and Macdonald, 2005): 
𝑍𝐶𝑃𝐸 = 𝑌0
∗(𝑗𝜔)−𝛼               (3.2) 
where 𝑌0
∗ is the magnitude of the admittance of the system at 𝜔 = 1𝑟𝑎𝑑/𝑠 and 𝛼, the 
exponent of the CPE, can only have a value between 0 and 1. For 𝛼 = 1, the expression 
of 𝑍𝐶𝑃𝐸 becomes the impedance of a pure capacitor. 
It should be noted that sometimes the following definition for 𝑍𝐶𝑃𝐸 can also be found 
(Boukamp; Eco Chemie): 
𝑍𝐶𝑃𝐸 = (𝑌𝑜𝑗𝜔)
−𝛼               (3.3) 
Although the discrepancy between the two formula can be not particularly significant, 
the main difference is mostly in the dimensional unit of the parameter 𝑌0
∗ and 𝑌𝑜 which 
can be either 𝐹 𝑠1−𝛼 or 𝐹−𝛼 𝑠1−𝛼, respectively.  
An estimation of the value of capacitance associated to the CPE can be obtained by: 
  







                      (3.4) 
In cases of homogeneous layers, a variation of the CPE is given by introducing the 
bounded constant phase element (BCP) having equation (3.5), which at high 
frequencies can be described by a classic CPE. 
𝑍𝐵𝐶𝑃 = 𝑌0
∗−1(𝑗𝜔)−𝛼 tanh[𝑅𝑜𝑌0
∗(𝑗𝜔)𝛼]            (3.5) 
 
3.2.2 Resistance 
The resistance of an equivalent circuit models the phenomenon of dissipation of 
energy, the presence of potential barriers or processes that limit the charge transfer. In 
common electrochemical systems three types of resistance are usually found: the 
solution resistance (𝑅𝑠), the polarisation resistance (𝑅𝑝) and the charge transfer 
resistance (𝑅𝑐𝑡). The solution resistance depends on the ionic concentration in the 
electrochemical cell, as well as its physical nature, such as temperature and the 
geometry of the cell and is described by equation (3.6) where 𝑙 is the distance between 




                           (3.6) 
The polarisation resistance, 𝑅𝑝, is the resistance that is opposed to the flow of current 
when the electrode is polarised, i.e. it is forced to be at a potential different from its 
open circuit potential. 𝑅𝑝 becomes the charge transfer resistance, 𝑅𝑐𝑡, when the 
overpotential η (i.e. the difference between the potential applied and the equilibrium 








                           (3.7) 
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3.2.3 Faradaic EIS experiments  
In a typical EIS experiment performed under Faradaic conditions the electrochemical 
cell contains both reduced and oxidised forms of a redox couple (e.g. [Fe(CN)6]
3-/4- 
which were used in this study). The redox probes facilitate the charge transfer, thus, 
the Faradaic current that can flow through the working electrode. The equilibrium 
potential across the working electrode and the reference electrode is dependent upon 
the ratio between the concentrations of the oxidised and reduced forms of the redox 
couple and can therefore change according to this proportion. In the studies presented 
in this thesis, Ag/AgCl and Hg/Hg2SO4 reference electrodes have been used. 
Typical Faradaic EIS experiments consist of recording the variations in the electrical 
current generated by the redox probes due to the obstructing effect of the analyte. In 
fact a binding event can produce a higher or lower blocking effect that changes the 
accessibility of the redox markers to the electrode surface. In particular, the impedance 
of a probed system can increase because of the blocking effect generated by the 
“bulky” properties of the analyte or because of an increased electrostatic barrier that 
impedes the redox probes to approach the electrode surface. Reductions in the 
impedance value can be due to a decrease of the electrostatic barrier onto the sensor 
surface (e.g. if molecules having opposite sign with respect to the redox probes are 
bound on the surface) or to changes in the molecules conformation. More complicated 
situations can arise if the signal change is due to a combination of different effects, as 
for the study reported in Chapter 4. Such cases can result in situations where the 
conditions of maximum analyte binding do not comport a maximum impedance signal 
change. To the best of our knowledge there are no previous studies that report on 
similar cases, thus the finding reported in Chapter 4 can be of significant importance. 
An aspect to consider about the use of redox probes is that although they can facilitate 
the impedance analysis, their use would be challenging in real applications and could 
therefore be in part limited to laboratory studies.  
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3.2.4 Non-Faradaic EIS experiments 
For non-Faradaic processes particular importance can be given to the analysis of the 
double layer capacitance 𝐶𝐷𝐿  rather than 𝑅𝑐𝑡. Indeed, in non-Faradaic experiments the 
charge transfer can be neglected and the main contribution to the impedance is given 
by the capacitive component (Tsouti et al., 2011). In such cases, if we consider a 
generic EIS experiment having impedance: 
𝑍 = 𝑍′ + 𝑗𝑍′′                (3.8) 




                (3.9) 
one approach for calculating the capacitance of the electrochemical system 







= 𝐶′ + 𝑗𝐶′′           (3.10) 
Calculating 𝐶′ and 𝐶′′ from the measured values of 𝑍′ and 𝑍′′, the complex 
capacitance can be plotted (in Figure 3.2 an example is shown). 
Another approach reported in literature, as well as suggested by several 
electrochemical software produced by companies such as Ivium Technologies for the 
𝐶𝐷𝐿  calculation in non-Faradaic experiment is based on the assumption that the charge 
transfer resistance and the diffusion contributions can be neglected (Couniot et al., 
2015). Therefore the electrical equivalent circuit becomes a resistor in series with a 
capacitor as shown in Figure 3.1. 
 
Figure 3.1 electrical equivalent circuit for non-Faradaic measurements based on the assumption that charge 
transfer processes and diffusion contribution can be neglected. 
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As a result, the total impedance is given by: 




∗             (3.11) 
from which the real part of the capacitance is: 
𝐶𝐷𝐿
∗ = − 
1
𝜔𝑍"
              (3.12) 
In the studies here reported, the use of equation (3.12) versus the use of 𝐶′ from 
equation (3.10) for the calculation of the capacitive changes led to a maximum of 4.0 
% difference only. 
 
Using non-Faradaic EIS experiments a large number of studies on capacitive sensors 
have been reported (Tsouti et al., 2011; Berggren et al., 2001, Daniels and Pourmand, 
2007). The first capacitive biosensor was reported by Newman and co-workers (1986) 
based on interdigitated electrodes (IDEs). At present, most capacitive sensors are 
based on IDEs and on electrode-solution interfaces. IDE sensors exploit changes in 
the permittivity given by the biological sample. Sensors based on electrode-solution 
interfaces (as those reported in the present dissertation), instead, exploit also the 
changes in the distance between the separation planes of the pseudo-capacitor and the 
displacement of ions and solvated molecules from the sensing surface (Tsouti et al., 
2011; Daniels and Pourmand, 2007). IDEs can be miniaturised by exploiting standard 
lithography fabrication techniques. These sensors are characterised by having 
significant losses of the electrical field usable for the analysis due to the fringing effect 
at the edges of the conductive combe-structure where the biological sample is not 
immobilised.  
A drawback of capacitive sensors based on electrode-solution interfaces is the need to 
form good insulating layers on top of the electrode surface. This can be achieved by 
fabricating compact and defect-free SAMs which prevent leakage currents. Leakage 
currents are responsible for short-circuiting the metal and solution phases producing a 
loss of sensitivity (Berggren et al., 2001). Thus, well-organised and insulating SAMs 
are desired for capacitive measurements. In order to achieve insulating SAMs, a good 
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option consists in the use of SAMs with a number of alkane chains larger than 8 and 
having polyethylene-glycol (PEG) terminated groups. On the other hand, long SAMs 
produce a small capacitance which can partially or totally mask the effect of the 
analyte binding on top of the so modified electrode due to the principle that in a series 
of capacitances the smallest dominates the total capacitance. Furthermore, it is worth 
noticing that the surface chemistry used for immobilizing the probes onto SAMs can 
affect the insulating properties of the surface. It has been shown that the 
immobilisation strategy using 1-ethyl-3-(3-dimethylaminopropyl)carbodiimide/N-
Hydroxysulphosuccinimide chemistry (EDC/NHS) is amongst the best in order to 
retain the insulating properties of the SAM (Mirsky et al., 1997).  
According to the literature, binding events happening onto capacitive sensors’ surfaces 
(the same consideration can be extended for generic EIS sensors) produce 
contradictory signal changes: both increases and decreases in capacitance are reported 
even using the same type of sensor and analyte as molecular targets (Daniels and 
Pourmand, 2007). Reasonable explanations are given each time in order to explain the 
signal change in a particular case. However no specific studies have been carried out 
so far in order to clearly correlate molecular phenomena to EIS changes in a broader 
context. For this reason, different authors attribute the signal changes obtained to 
various factors such as changes in the dielectric properties, the displacement of water 
molecules, electrostatic repulsions between immobilised samples and ions in solution, 
the change of the molecular conformation onto the surface electrodes and so on.  
Putting the work of this dissertation in such a context, the results obtained here, 
especially those reported in Chapter 6 where capacitive measurements are performed, 
are critically analysed each time and confronted with what has already been reported 
in literature.  
 
3.2.5 Challenges in EIS applications 
Significant variations in the impedimetric signals are not always generated in an 
experiment upon the recognition of a target. It may happen that the changes at the 
micro-nano scale of the properties at the electrode-solution interface upon binding do 
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not generate a significant signal to be measured. In addition, cases where the 
magnitude of the impedance change is expected to be larger than the actual measured 
signal can arise. It may be that the single properties cause contrasting effects so that 
the overall signal does not correlate to the binding event with an appropriate 
sensitivity. This case is faced in Chapter 4 where the combined effect of mass loading 
and changes of surface charge result in a decrease of EIS signals. 
Another issue that can arise in an electrochemical system when it is analysed by means 
of EIS is that the molecular layer formed at the interface between the electrode and 
the solution might not be capable of retaining its properties over time or, simply, it 
takes a certain amount of time to reach a state of equilibrium. In this case the system 
is referred to as not stable and it means that the impedance values keep changing over 
time even if no external changes are applied to the system. Often in the literature a 
study can be found where more or less significant intervals of time are required for the 
systems to stabilize so that reliable EIS measurements could be taken. Different studies 
report on checking the stability for intervals of time ranging from several hours to a 
few days (Jolly et al., 2015; Guo et al., 2011). Factors that can affect the stabilisation 
of the sensor properties at the interface electrode-measurement solution can be the 
cleanliness of the sensor surface, the SAM formation, the probe orientation, eventual 
blocking steps used and the type of molecular target. Such delay, obviously, is not 
ideal for real sensor applications. In order to reduce the stability issues, all the 
mentioned steps must be properly controlled by applying the same conditions and 
meticulous care has to be adopted in the sensor fabrication. 
 
EIS measurements have been greatly simplified with the introduction of frequency 
response analysers (FRAs). However, sweeping the frequencies in a relatively wide 
band (typically EIS experiments are performed in the window 0.1 Hz – 100 KHz) can 
end up in a long acquisition time (note that only frequencies lower than 1 KHz produce 
a time consuming response), especially when compared with other electrochemical 
techniques such as DPV or chronocoulometry. Studies that aimed to accelerate the 
measurement time were based on adopting fast Fourier transform (FFT) methods 
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applied on current responses to noise signals instead of frequency scanning as for 
conventional EIS (Jeno et al., 1997; Házì et al., 1998). A similar but simplified 
approach led to a decrease down to 0.1 second for the measurement time although the 
scan was limited to fewer frequencies (Popkirov and Schindler, 1992). Later on, 
further improved methods based on FFT to EIS were reported using multisine ac 
scanning combined with staircase voltammetry (Rosvall and Sharp, 2000) or with 
cyclic voltammetry (Darowicki et al., 2000; Pettit et al., 2006). An improved strategy 
combining the application of sinusoidal a.c. signals with chronoamperometry readings 
and the application of FFT was also reported (Chang et al., 2008; Mozaffari et al., 
2009). 
Despite the efforts towards reducing the acquisition times introducing new strategies, 
in this dissertation the example systems have been investigated through the use of 
conventional EIS. However, although a full frequency scan is essential for the initial 
investigations of a new EIS sensor, which comports longer acquisition times, single 
frequency acquisition points are demonstrated in order to meet the criteria of real 
biosensing applications. In fact, upon an initial characterisation of the electrochemical 
system, the electrochemical response at only a single frequency can provide reliable 
proof of the marker binding. The frequency to choose can be selected as the one that 
minimizes the imaginary components of the electrical elements associated with the 
system. This would be the frequency at which the contribution of the imaginary 
impedance finds its minimum. In a general complex plane diagram (Figure 2.17), it 
corresponds to the point of relative minimum of 𝑍" and the semicircle that it forms can 
give an indication of the 𝑅𝑐𝑡. In order to study single-point responses, in non-Faradaic 
processes the real capacitance of the system can be obtained by applying the same 
considerations valid for the charge transfer: the double layer capacitance can be 
graphically obtained by the amplitude of the semicircle in the complex capacitance 
plot (Figure 3.2). 
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Figure 3.2 Example of complex capacitance plot. The red circle and the arrow indicate the relative minimum of 
the imaginary part of capacitance at which the real part of the capacitance is sampled. 
 
An EIS system can be modelled by an equivalent electric circuit and the charge 
transfer is represented by the resistive component 𝑅𝑐𝑡. However in case of non-
properly clean electrodes or oxidation of the gold, impurities can adsorb on the surface, 
therefore well organised SAMs might not form (Schreiber, 2000; Love et al., 2005). 
In particular, the oxidation of gold electrodes is not recommendable since the oxide 
surface formed on gold is not stable and therefore the adsorption of adventitious 
organic materials can occur as a means to lower its free energy (Love et al., 2005) 
Alkanethiolated SAMs can show hydrophobic properties that help in repelling water 
molecules at the electrode-solution interface resulting in a blocking step towards non-
specific targets (Herne and Tarlov, 1997). Furthermore, the solvent molecules and the 
ions in solution will form the Helmholtz plane onto the SAM layer at a distance 
defined by the length of the alkane chains, thus affecting the capacitance given by the 
electrochemical double layer. This means that things can dramatically change in case 
of non-properly distributed SAM structures: significant gold areas could be not 
properly insulated by SAM molecules and hence directly exposed to the charge 
carriers in the solution. Such a condition results in a different model of the system 
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EIS analysis this implies a more complicated study and signals not easily correlated 
with the amount of analyte binding. It was also demonstrated that even after a 
formation of mixed a SAM, a further backfilling step would further cover empty 
spaces on the gold surface (Formisano et al., 2015; Jolly et al., 2015).  
 
3.3 Electrode fabrication and cleaning 
The first step in order to ensure a good SAM formation is a proper surface cleaning 
prior the alkanethiols adsorption (Love et al., 2005). The presence of pinholes reduces 
the compactness of the SAM layer providing the access to the gold surface for the 
molecules in solution. Pinholes are likely to be dependent mostly on the cleanliness 
and purity of the gold layer (Zhao et al., 1996). Different procedures are reported in 
literature for the gold electrodes cleaning such as chemical (Steel et al., 1998; Aoki 
and Tao, 2007; Ron et al., 1998; Creager et al., 1992), mechanical (Hoogvliet et al., 
2000), thermal (Burke et al., 2001) and electrochemical cleaning (Hoogvliet et al., 
2000; Dijksma et al., 2000). In this study, commercial gold macro-electrodes were 
cleaned with the following procedure: a sonication of 10 min in acetone and in ethanol 
respectively, in order to provide an initial gross removal of organic and non-organic 
compounds from previous experiment was followed by 3 min of mechanical polishing 
on pads using diamond slurry of 1 µm diameter. Successive 5 min mechanical 
polishing on pad with alumina slurry 50 nm (Buehler) and on 2 min on pad with only 
ultrapure water steps were performed. The mechanical polishing were intervalled by 
10 min of sonication in ethanol for removing the compounds non-specifically 
adsorbed on the gold. After the mechanical polishing a strong oxidizing treatment to 
remove organic contaminants was performed by means of piranha solution dipping 
the electrodes in a mixture of 3 parts of concentrated H2SO4 and 1 part of H2O2 for 10 
min. After a thorough rinsing with ultrapure water and further sonication in ethanol, 
the electrodes underwent electrochemical cleaning in 0.5 M H2SO4 solution by 
applying 50 CV cycles (or repeating the procedure until the CV cycles reached a 
steady state) from 0 to 1.5 V vs. Ag/AgCl reference electrode, at a scan rate of 200 
mV/s, (Figure 3.3). The CV scans further remove both contaminants and gold oxide 
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by repetitively oxidising and reducing the gold surface and finely smoothened the 
electrode area. Finally the electrodes where rinsed, dried and ready for the overnight 
SAM immobilisation.  
 
Figure 3.3 Example of electrochemical cleaning performed on bulk gold electrode in 0.5 M H2SO4 solution. For 
clarity only the last CV cycle is shown in the plot. 
 
In case of evaporated gold electrodes (Figure 3.4), these were in-house prepared on 
glass slides supports using a thermal evaporator (BOC Edwards, UK). The process 
performed under fine vacuum (2.0 × 10-6 mbar) consists of an initial evaporation of 20 
nm of chromium on glass followed by an evaporation step of a thicker layer (usually 
between 100 and 200 nm) of gold. Chromium was used as in intermediate layer since 
gold does not naturally adhere to glass. The glass slides used for this process were 
previously cleaned by undergoing RCA cleaning: the electrodes were firstly dipped 
into a mixture made of 1 part of NH4OH, 1 part of H2O2 and 5 parts of H2O pre-heated 
at 80 ºC for the removal of organic and particles contaminants and then in a mixture 
made of 1 part of HCl, 1 part of H2O2 and 5 parts of H2O pre-heated at 80 ºC to remove 
metallic ion contaminants. 
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Figure 3.4 Gold electrodes obtained by means of thermal evaporation on glass slides. 
 
3.4 EIS apparatus and methods 
EIS measurements were carried out in a 3-electrode set up as shown in Figure 2.2. An 
Hg/Hg2SO4 (BASi, USA) or an Ag/AgCl were used as reference electrodes and a 
platinum wire as a counter electrode (ALS, Japan). Macroelectrodes (CH Instruments, 
USA) have 1.0 mm radius and followed the cleaning described in the previous section 
previous to their use. A µAUTOLAB III / FRA2 potentiostat (Metrohm, Netherlands) 
and a CompactStat potentiostat (Ivium Technologies, The Netherlands) were used for 
the measurement readings. For the Faradaic processes, measurements were taken with 
the use of the [Fe(CN)6]
3-/4- redox couple. The measurement solution was chosen 
accordingly to the experiments performed. EIS measurements were taken by scanning 
the frequencies between 100 KHz and 0.1 Hz of an a.c. potential voltage of 10 mV 
superimposed to the d.c. formal potential of the [Fe(CN)6]
3-/4- redox couple (vs. the 
relative reference electrode used). In case of non-Faradaic processes, the 
measurements were taken in the same frequency window applying a 10 mV a.c. 
voltage with respect to the open circuit potential. All chemicals were of analytical 
grade and were used as received, unless otherwise specified. Aqueous solutions were 
obtained using double de-ionised water, 18.2 MΩ cm, with a Pyrogard filter 
(Millipore, USA). 
For the EIS signal changes, as well as when other techniques were used, in the studies 
presented in this dissertation 
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3.5 Charge and size effects on the EIS signal 
The analysis of EIS experiments is mostly performed by recording the changes of the 
charge transfer resistance and the double layer capacitance which rely on either the 
modifications in the surface charge or on the mass loading effect. It follows, quite 
straightforwardly, that limitations in gathering a detectable EIS signal can arise from 
binding of small and uncharged analytes. On the other hand, the bigger and more 
electrostatically charged is the target molecule, the more favourable is the EIS 
detection (Daniels and Pourmand, 2007). To be more general, the EIS signal change 
can also arise from altered properties of the probe layer used for targeting the analyte. 
In the case of a DNA sensor, for instance, the charge present on the geometrical plane 
of oligonuceotidic probes can be greatly affected upon the binding of the target. An 
increased electrostatic barrier against redox markers in solution can be obtained when 
the complementary DNA strands are hybridised. Conversely, a screening of the DNA 
layer can be obtained when neutrally or oppositely charged molecules, such as 
antigens, are bound. 
 
Preliminary experiments carried out in the course of this doctorate consisted in 
performing EIS measurements upon testosterone binding using a specific antibody. 
Although the optimisation of an EIS sensor for testosterone detection could not be 
completed due to budget and timing limitations, this study provided interesting starting 
results. Gold macroelectrodes were modified with a mixed SAM made of MUA:MCH 
1mM in a ratio 1:9 and an antibody raised against testosterone was attached by means 
of EDC/sulfo-NHS chemistry and unreacted activated sites were blocked by using 10 
mM ethanolamine (see Figure 3.5 for a schematic description of the essay).  
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Figure 3.5 Immobilisation steps performed to obtain testosterone detection: cleaned gold macroelectrodes (i) 
were functionalised with a mixed SAM made of MUA:MCH in a ratio 1:9 (ii); successively testosterone antibody 
was immobilised on the SAM by means of EDC/sulfo-NHS chemistry (iii) and a final testosterone step was 
performed (iv) after a blocking step with ethanolamine (not reported) to block the non-reacted activated 
carboxylic groups. 
 
Faradaic measurements were performed in 50 mM PB + 100 mM K2SO4 buffer with 
addition of 10 mM [Fe(CN)6]
3-/4- applying -0.190 V vs. Hg/Hg2SO4 reference 
electrode. Although the validity of the essay was confirmed by a colorimetric 
technique (TMB assay), the measurements did not produce any significant shift in the 
𝑅𝑐𝑡 and 𝐶𝐷𝐿 . In fact, upon immobilisation of up to 35 μM of testosterone, both 
variations in 𝑅𝑐𝑡 and 𝐶𝐷𝐿  - calculated using (2.57) - were limited to values smaller than 
3 % (the modified Randles equivalent circuit was applied for fitting the complex 
impedance plot). The complex impedance plot of one testosterone experiment is 
reported in Figure 3.6. EIS detection was impeded by the characteristic of the target 
molecule. Indeed, testosterone is a small molecule (288 Dalton) that neither alters 
significantly the electrostatic charge upon binding the antibody (which has a molecular 
weight of about 150,000 Dalton) nor produces a significant mass layer addition onto 
the electrode area. As a result, no significant changes were produced in terms of 
electrostatic barrier, water molecule displacement or obstructing effect at the electrode 
interface able to induce EIS changes. 
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Figure 3.6 Complex impedance plots performed for testosterone detection. Gold macroelectrodes were modified 
with a mixed SAM made of MUA:MCH 1mM in a ratio 1:9 and 150 nM antibody raised against testosterone was 
attached by means of a 40 mM EDC and 10 mM sulfo-NHS solution. Unreacted activated sites were blocked by 
using 10 mM ethanolamine and a solution of 100 nM of testosterone was used for the final binding. EIS 
measurements were performed in 50 mM PB + 100 mM K2SO4 with addition of 10 mM [Fe(CN)6]3-/4-. 
 
In Chapter 4 and 6, example systems in which the EIS signals are dependent upon 
modifications of the surface charge and mass loading (produced by big molecules such 
as cells and bacteria), are instead reported. It can be noted that using similar SAMs 
and surface chemistry, bigger and charged molecules are able to produce significant 
EIS changes without the need of using complex strategies. 
 
3.6 Optimisation of the surface probe density in DNA-based sensors 
In electrochemical oligonucleotide-based sensors, the capture of a target causes an 
alteration of the charge onto the electrode surface. For instance, a typical indicator of 
hybridisation detection in DNA-DNA interaction is the increase of negative charge 
upon binding. Such changes in the double layer charge have been proved to be 
measured by means of field effect-devices (Souteyrand et al., 1997; Fritz et al., 2002) 
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and EIS (Bardea et al.1999, Patolsky et al.2001, Liu et al.2005). In EIS experiments 
the electrostatic charge of the nucleotides acts as a barrier towards the redox probes 
resulting in variations of the 𝑅𝑐𝑡. However, the charge of the nucleotides can be 
screened because of the counterion condensation effect if the salt concentration of the 
measurement solution is too high or the length of the DNAs is too long (Rant et al., 
2003; Deserno et al., 2000). 
 
3.6.1 DNA aptamer-based sensors 
In Chapter 4 the optimisation of an aptasensor is reported with main focus on the 
surface probe density and on the combined effect that the mass loading and the charge 
changes have on the overall EIS signal. Aptamers represent a novel frontier towards 
electrochemical biosensing. They have been initially studied as a means for targeting 
diseases and in the last decades have also gained much attention for biosensing 
applications (Hianik & Wang, 2009; Iliuk et al., 2011). Aptamers are DNA or RNA 
sequences, small in size, and can be synthesised for targeting a higher variety of 
analytes such as amino acids, peptides, proteins, drugs, whole cells not scarifying 
affinities and sensitivities if compared to antibodies (Song et al., 2008). This class of 
molecules have the interesting property of undergoing conformational changes when 
the target is captured: it is said that the aptamer folds in its secondary structure 
(Hermann & Patel, 2000; Song et al., 2008; Hianik & Wang, 2009). This property 
made aptamers being exploited as a biosensing probe element (Clark & Remcho, 2002; 
Tombelli et al., 2005; Willner & Zayats, 2007; Mairal et al., 2008; Song et al., 2008; 
Liu et al., 2012). Aptamers are mostly thought as an alternative solution to the use of 
antibodies. Currently antibodies still represent the gold standard in current clinical 
biosensing, nevertheless they are affected by some disadvantages such as the in vivo 
production that implies not simple manipulating processes and can dramatically 
increase the batch-to-batch variability (Keefe et al., 2010). In addition, the integration 
of antibodies into biosensor platforms is difficult to achieve in real applications due to 
their relatively short shelf life (McKeague et al., 2011). On the other hand, unlike 
antibodies, DNA aptamers can be produced in vitro by means of the Systematic 
Evolution of Ligands by Exponential enrichment (SELEX) process (Stoltenburg et al., 
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2007). The introduction of innovative in vitro selection techniques for DNA aptamers 
allowed their production with high purity, reproducibility and chemical stability (Xiao 
et al., 2005).  
 
3.6.2 Optimisation of DNA aptamer-based sensors 
Despite the advantages with respect to antibodies, the introduction of EIS aptamer-
based sensors has been hampered by several drawbacks or factors that must be taken 
in consideration for their development. For instance, a careful optimisation is required 
in order to reduce undesired signals and this involves the choice of an optimal DNA 
density coverage. The amount of aptamer able to effectively capture the antigen is also 
correlated to the steric hindrance effect. The steric hindrance effect occurs when 
chemical interactions are prevented because of an excess of molecule density. In that 
respect the nucleotidic density coverage modulates the aptamer-aptamer interactions 
since repulsive forces between the strands can generate. The importance of optimizing 
the DNA or PNA lateral density for DNA detection was already previously reported 
(Keighley et al., 2008a; Keighley et al., 2008b). Ideal aptasensors are characterised by 
having good hybridisation efficiency and low non-specific interactions. Therefore the 
choice of the SAM and the type of molecules used are crucial factors for the 
development of an effective aptasensor. Moreover, the hydration, charge and 
conformation of the biomolecular sensing layer and the buffer condition can have a 
major impact on the EIS signals (Radi and O’Sullivan, 2006) and the affinity towards 
the target can be affected by the buffer conditions. 
When gold surfaces are used as electrodes for electrochemical sensors, thiol-chemistry 
is one of the most popular choices for building SAMs. A good strategy for reducing 
the non-specific adsorptions consists in employing a mixed SAM where spacer 
molecules ensure both the repulsion for undesired molecules attachment and good 
spacing conditions for minimizing the steric hindrance effect. Yet the search for an 
optimum surface probe density is essential for guaranteeing the best efficiency for a 
DNA-based sensor. Using long chain alkanethiols one can obtain well organised 
SAMs with a higher degree of order because of the increased van der Waals forces 
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that stabilize the structure (Darling et al., 2002). On the other side, long-chains may 
result in having the binding of target molecules too far from the electrode surface (with 
respect to the Debye length). For Faradaic EIS this is a non-convenient condition for 
measuring changes in 𝑅𝑐𝑡. Conversely, short-chain alkanethiols can form a higher 
number of defects in the SAM but the successive binding event can take place at a 
reasonable distance from the electrode surface. Thus the length of the SAM molecules, 
along with the optimal lateral probe density must be decided when designing an 
aptasensor. A good compromise is represented by adopting a mixed SAM made of 
thiolated DNA aptamer and MCH as a spacer element. MCH ensures a good electron 
transfer for tunnelling effect since the length of MCH molecules is smaller than 9 Å 
(Nogues et al., 2004). In addition, MCH molecules help the aptamer strands to stand 
in the up-right position enabling better capturing properties towards the target 
(Levicky et al., 1998). The use of thiolated aptamer allowed to reduce the 
immobilisation steps by avoiding the alkanethiol aptamer coupling. 
In this context, in Chapter 4, valuable information obtained by means of Quartz Crystal 
Microbalance with Dissipation mode (QCM-D) was used in order to optimize the EIS 
response and find the optimal aptamer:MCH ratio for a PSA aptasensor. QCM-D is 
used as a mass sensor which can provide data on the biolayer hydration, hence on the 
viscoelastic properties at the interface. Therefore using QCM-D we can relate on the 
optimal conditions for PSA binding at different surface coverage density. We then 
correlated these data with the EIS responses. 
3.7 Are label-free techniques the right choice? 
The advantages of label-free biosensors have been mentioned in the previous sections. 
However drawbacks of label-free techniques include low sensitivity, at times, and the 
possible lack of specificity (Tsouti et al., 2011; Li and Wu, 2013; Vestergaard et al., 
2007). Although amongst the label-free sensors EIS is one of the most promising, this 
technique is not employed in current central laboratories. Moreover, the actual gold 
standards for clinical detection are still represented by indirect labelling techniques 
such as fluorescent methods and ELISA (Hu et al., 2014). In indirect-labelling 
techniques, the signal probe is not attached on the target prior the capturing but is 
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added afterwards to form the so-called sandwich essay. In this way, the binding 
properties of the target are not affected by an eventual tag which can physically occupy 
the binding site. In addition, if we consider Faradaic EIS experiments, redox probes 
are required and their use in a clinical laboratory is challenging to imagine. 
Conversely, although labelling-processes can be time-consuming, expensive and 
sometimes make use of hazardous reagents, they allow to reach good levels of 
sensitivity as well as to discriminate true positives. Firstly, it is worth reminding 
ourselves that label-free technologies often require very elaborated readout methods 
in order to catch the small surface properties changes upon target binding and convert 
them in a quantifiable signal. Secondly, real biosensing applications will likely be 
performed on complex matrixes, for instance blood samples, where the interference of 
non-specific proteins, such as albumin and immunoglobulin, represent up to the 65 % 
of the proteomic content of the specimen (Vestergaard et al., 2007). Such abundancy 
of molecules can mask the real signal, impede an accurate detection and introduce 
false positives (Daniels and Pourmand, 2007). In Chapter 5, this aspect will be 
highlighted showing a system where the compounds used to carry out in vitro a 
chemical reaction that naturally occurs in vivo, namely protein phosphorylation, 
produce non-reproducible results. Moreover, it was not possible to clearly discriminate 
protein phosphorylation reactions. For analogy, thus, we can imagine such interaction 
as something that could occur in real human samples. 
Therefore, the label-free aspect of EIS sensors must be addressed in a more critique 
manner and the possibility of introducing signal probes has to be considered in those 
cases where a greater efficacy can be achieved for detecting the desired markers. A 
more detailed literature review about contradictory results obtained using EIS for 
protein phosphorylation is reported in Chapter 5. 
Another consideration about the use of signal probes is that they can enable multi-
modal detections, i.e. using different techniques. Indeed, it is not rare to find studies 
where EIS has been used in combination with field-effect devices (Estrela et al., 2008) 
or with other electrochemical (Hu et al., 2013; Erdem et al., 2012; Raoof et al., 2009; 
Keighley et al., 2008), optical (Formisano et al., 2015; Patskovsky et al., 2014; 
Vandenryt et al., 2013; Lu et al., 2012), piezoelectric (Briand et al., 2010; Estrela et 
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al., 2008) techniques and so on. Such combinations are adopted in order to increase 
the reliability of single techniques and reduce the cases of false positives. In this 
context, signal enhancers such as gold nanoparticles or redox probes can be exploited 
for the generation of signals in different types of techniques.   
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Chapter 4. The effect of mass loading and 
charge on EIS signals 
 
The work presented in this Chapter has been partly published (Formisano et al., 2015). 
 
4.1 Introduction 
As is the case with the majority of electrochemical techniques, EIS systems require 
careful optimisation of the experimental conditions in order to maximize the reading 
response. In particular, the optimisation of the sensor surface modification can play a 
vital role in the maximisation of an EIS signal. In a general context, the response of 
an EIS sensor using DNA aptamers can be affected by the DNA density, charge and 
conformational changes upon DNA-target binding and buffer conditions. In addition, 
the mass loading effect upon the target recognition causes signal changes too. These 
are the motivations that bring us to analyse the results reported in the next sections, 
where the issue of optimising an EIS sensor, with a main focus on the surface 
modification, is faced. Moreover, the combined effect of the mass loading and of the 
analyte charge, two of the main intrinsic properties of a molecular target, are analysed.  
Following it is reported a case study where an aptasensor for prostate specific antigen 
(PSA) detection is used as biorecognition element. The optimisation of the 
impedimetric aptasensor has been achieved by using supporting techniques such as 
Quartz Crystal Microbalance with Dissipation mode (QCM-D) and 
chronocoulometry.  
  
Chapter 4  85 
 
One of the most important parameters requiring optimisation was the aptamer lateral 
density, i.e. the number of aptamer molecules per unit of area. The effect of the 
aptamer lateral density was investigated since it can have a major impact on the 
microscopic environmental properties and therefore on the aptamer conformation 
which can alter the ability to capture the targets (Pestourie et al., 2006; Radi & 
O’Sullivan, 2006). In addition, the secondary structure of the aptamer also plays an 
important role since EIS signals can be affected by the redistribution of the charges 
that they cause upon the analyte binding.  
It is worthy of remark that the work presented in this Chapter is directly intended to 
serve as a case study to prove some of the aforementioned properties of EIS systems. 
The fabrication of an effective aptasensor for PSA detection, instead, was developed 
in another work led by Jolly et al. (2015a) and thus is not presented here. 
 
4.2 PSA as a biomarker for prostate cancer 
At present, the chances of a man developing prostate cancer in the course of his 
lifetime are high. Nevertheless, it might happen that a person can live for many years 
with the cancer until death occurs because of other unrelated causes. In terms of 
mortality rates however, prostate cancer still represents the second worldwide leading 
cause of cancer-related death amongst men (Ferlay et al., 2013). In fact, the slow 
progression of the disease and the lack of evident symptoms of its development often 
leads to a late diagnosis of the tumour, leaving the person with poor probability of 
being effectively treated and hence, surviving. At present, collection of tissue samples 
through a biopsy and histological test are the most reliable screenings for prostate 
cancer (Lilja et al., 2008; Gilgun et al., 2013). However infections, complications and 
other inconveniences can manifest because of this procedure (Basch et al., 2012). The 
decision of whether or not to perform a biopsy is carefully taken and relies on 
preliminary screenings such as digital rectal examination and the measurement of PSA 
blood levels. Values of PSA into the blood above 120 pM are considered to be related 
to pathogenic conditions (Gilgunn et al., 2013). PSA is a 33-34 kDa glycoprotein 
produced by the prostate. Tissue damage in the prostate due to cancer leads to releases 
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of PSA into the bloodstream with a consequent increase of its levels in the serum. 
However, PSA levels can be altered also for other reasons unrelated to cancer (Carter 
et al., 1992) and this makes its use for biosensing matter of debate among scientists. 
Although the aim of this study did not consist in developing a new biosensor for PSA 
detection, a vast literature reports on different types of sensors. Studies can be found 
on electrochemical and chemi-luminescent sensors (Okuno et al., 2007; Panini et al., 
2008; Albrecht et al., 1994; Seto et al., 2001), ELISA assays (Acevedo et al., 2002) 
as well as sensors based on cantilevers (Wee et al., 2005). Amongst the 
electrochemical sensors, Arya & Bhansali (2012) proposed a sensing system where 
gold electrodes are functionalised with a cysteamine-based SAM by using 
conventional EDC/NHS chemistry. Li et al. (2005) proposed a combined use of In2O3 
nanowires and p-type carbon nanotubes, where antibodies are immobilised through 
succinimidyl linking molecules. Chiriacò et al. (2013) developed an EIS sensor for 
both total and free PSA detection on gold electrodes by exploiting two different 
antibodies and using a SAM made of 11-mercaptoundecanoic acid and 2-
mercaptoethanol and EDC/NHS chemistry. 
The above mentioned assays however, are mostly based on the use of antibodies as 
recognition elements. One of the alternatives to antibodies are aptamers which can 
offer several advantages over the former. Extensive research is being carried out to 
prove whether antibodies can be replaced by aptamers to develop a real and effective 
biosensor for clinical applications. 
 
4.3 Aptasensors for PSA detection 
Jolly et al. (2015b) recently reported about advances in the field of DNA aptamer 
sensors with respect to prostate cancer detection, following the recent development of 
a sequence specific for this target (Savory et al., 2010). An RNA aptamer sequence 
specific for PSA was also found and developed (Jeong et al., 2010) but its high number 
of nucleotidic bases makes the use and production more difficult compared to the DNA 
aptamer. At present, only a few studies have been focused on PSA detection using 
DNA aptamers. 
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With respect to aptamer-based sensors for PSA detection, a strategy based on DPV 
was developed by Liu et al. (2012), exploiting a graphite electrode with gold 
nanoparticles encapsulated by graphitised mesoporous carbon and biotinylated-
aptamer/streptavidin coupling. This biosensor achieved a limit of detection (LOD) of 
7 pM with a dynamic range from 7 pM to 6 nM. Cha et al. (2014) reported on a 
chemiluminescent resonance energy transfer aptasensor for PSA with an LOD of 30 
pM. A chemiluminescent aptasensor that is able to remove impurities that hamper PSA 
detection in human serum with sensitivity comparable to enzyme immunoassays was 
developed by Choi and Lee (2013). Another sensor, developed by Ma et al. (2014), 
was based on surface-enhanced Raman scattering in serum samples showing a 
detection limit of 5 aM. Chen et al. (2012) proposed the use of an optical method of 
detection in the range 4 pM to 3 nM with LOD of ∼1 pM, based on a resonance light-
scattering (RLS) and gold nanoparticles assay where the changes in aptamer 
conformation upon PSA recognition is exploited. 
With respect to EIS detection, an aptasensor was reported by Jolly et al. (2015a) 
exploiting the anti-fouling properties of sulfo-betaine molecules for the formation of 
the SAM, whereas Yang et al. (2015) reported on PSA detection using aptamers 
following both an in-solution strategy using a DNA intercalator and on-chip assays. 
In Yang’s work, as well as in the sensor reported by Liu et al. (2012), which used EIS 
only to characterize the layer formation, an increase in 𝑅𝑐𝑡 was reported upon PSA 
detection. Although the sensor fabrications were different, this was in contrast with 
what reported in this work both by Rodriguez et al. (2005) in an EIS application where 
a DNA aptamer was used to bind a lysozyme and by Jolly et al. (2015a), where a 
decrease in the 𝑅𝑐𝑡 was demonstrated. In the latter, a negative 𝑅𝑐𝑡 change was reported 
upon 300 nM of PSA at different ratios of aptamer/MCH. Conversely, a positive shift 
in 𝑅𝑐𝑡 was found using human serum albumin (HSA) indicating that different 
mechanisms occurred for the non-specific bindings. In order to further investigate such 
a phenomenon as well as the effect of the ratios, LOD and correlation with mass 
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4.4 Sensor design, experimental set up and conditions 
4.4.1 Sensor functionalisation 
The principle of detection in the aptasensor is described in Figure 4.1. All the chemical 
reagents used for the experiments were of analytical grade and purchased from Sigma-
Aldrich (UK) unless otherwise specified and ultrapure water (18.2 MΩ cm) was used 
for all the aqueous solutions (Millipore, USA). For the sensor modification, the DNA 
aptamer raised against PSA and developed by Savory et al. (2010) was thiolated and 
used in a mixture with MCH for the SAM formation. The use of MCH as a spacer 
molecule allows a better control of the lateral density of the DNA aptamer as well as 
to both reduce the non-specific interactions and regulate the charge transfer for EIS 
experiments (Keighley et al., 2008). Gold substrates for both QCM-D and EIS 
measurements were then functionalised with a mixture of MCH and the thiolated DNA 
aptamer having sequence 5′-HS-(CH2)6-TTT TTA ATT AAA GCT CGC CAT CAA 
ATA GCT TT-3′. Since MCH is poorly miscible in aqueous solutions, it was initially 
diluted to reach the concentration of 100 mM in ethanol and successively in the 
measurement buffer to reach the desired concentration. Then the DNA aptamer was 
added to the prepared solution. In order to stabilise the initial DNA aptamer structure 
and enhance the efficiency towards the PSA binding, the DNA solution was heated 
for 10 min at 95 °C and rapidly cooled down to room temperature, as described by 
Savory et al. (2010), prior addition to the MCH solutions. The MCH/thiolated aptamer 
mixtures were prepared in such a way that the final thiol concentration was 100 μM. 
However, different aptamer to MCH fractions were tested, namely 1:50, 1:100, 1:200 
and 1:500 molecular ratios. 
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Figure 4.1Biosensor detection principle with representation of the electrode gold surface modifications before 
(A) and after (B) PSA binding. 
 
Although gold−sulphur bonds happen relatively quickly (in few seconds or mimutes), 
the electrodes were left overnight reacting with the SAM sample (about 16 h) in order 
to foster the formation of a well-organised SAM structure. A good SAM ensures a 
more even accessibility of the ferri/ferrocyanide redox couples [Fe(CN)6]
3−/4− to the 
electrode surface, thereby yielding a more reliable EIS recording (Love et al., 2005). 
After a 16-hour incubation period, a further backfilling step with MCH at the 
concentration of 1 mM provided further electrode coverage due to SAM 
reorganisation, coverage of pinholes in the initial SAM (see Figure 4.2 for a schematic 
representation), and lifting of any DNA lying flat on the surface due to electrostatic 
interactions.  
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PSA from human seminal fluid in PBS, pH 7.4, 0.1% NaN3, purity ≥98% by SDS-
PAGE (product number 539831, from Merck Chemicals Ltd., UK) was then prepared 
in concentrations of 11, 22, 44, 89, 200, and 400 nM and used as a target. 
 
4.4.2 EIS measurements 
Impedance measurements were recorded in a 0.1 M phosphate buffer, 0.1 M KCl, 10 
mM ferri/ferrocyanide [Fe(CN)6]
3−/4− (EIS measurement buffer), scanning 61 
frequencies between 100 KHz and 0.1 Hz of the applied 10 mV a.c. voltage 
superimposed to the d.c. formal potential of the [Fe(CN)6]
3−/4− redox couple (-0.190 V 
versus Hg/Hg2SO4). The impedance of the electrochemical interface was modelled 
with the modified Randles equivalent circuit (Figure 2.16) where the capacitor that 
models the double layer has been replaced by a CPE in order to obtain a better 
estimation of the electrochemical double layer capacitance. 
All the measurements were carried out in triplicate and the values reported in this study 
are the mean of replicates. Reported errors are standard deviations from the mean. EIS 
recordings were repeated every 30 min prior to the interaction with PSA until the 
signal was stable for two consecutive measurements. This stabilisation time was 
typically reached within 3 h.  
 
4.4.3 Chronocoulometry measurements 
The number of aptamer molecules per cm2 was calculated by performing 
chronocoulometry with a μAUTOLAB III potentiostat in a three electrode system 
using a 10 mM Tris buffer pH 7.4, both in the absence and presence of 100 μM of 
hexaammineruthenium(III) chloride, Ru(NH3)6
3+. The potential was stepped from -
0.3 V, where the potential was held for 200 ms, to -0.8 V versus Hg/HgSO4 and held 
at this value for 500 ms, whilst the resulting currents were recorded. An example of 
chronocoulometry data is shown in Figure 4.3 where the values of charge are plotted 
versus 𝑡1/2 and refers to an experiment performed on a mixed SAM made of DNA 
aptamer/MCH 100 μM in a ratio 1:200. By performing the measurements both in 
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absence and presence of 𝑅𝑢(𝑁𝐻3)6
3+ the difference of the intercepts at 𝑡 = 0 of the 
two least square fits is used to derive the term 𝑛𝐹𝐴𝛤𝑂  and therefore the DNA aptamer 
surface coverage from (2.37). 
 
Figure 4.3 Chronocoulometry response for a gold electrode modified with a mixed SAM made of DNA 
aptamer/MCH 100 μM in a ratio 1:200. The dotted lines are linear fits used to obtain the intercepts for the 
determination of the DNA charge. 
 
4.4.4 QCM-D measurements 
Prior to modification and subsequent testing, AT-cut 5 MHz gold-coated quartz 
crystals (Q-Sense, Sweden) were cleaned by exposure to a solution of 5:1:1 of 
ultrapure water, hydrogen peroxide and ammonia preheated at 75 °C for 5 minutes. 
Cleaned crystals were rinsed successively with ultrapure water, ethanol and, again, 
ultrapure water and dried with nitrogen gas. A further step of 1 min UV/ozone 
exposure provided the final removal of organic contaminants before the crystals could 
be used for the QCM-D measurement. Quartz crystals were mounted in titanium 
chambers and used with an E4 QCM-D sensor system (Q-Sense, Sweden). The 
chamber temperature was set at 21.2 °C. DNA immobilisation, PSA binding and 
measurements were performed in the same buffer in which the aptamer was raised 
(Savory et al., 2010): 10 mM Tris−HCl, 150 mM NaCl, 5 mM KCl, 5 mM MgCl2, pH 
7.4 (TBS buffer) with an ionic strength of 175 mM. In order to compare the amount 
of PSA bound on the quartz crystal for different aptamer/MCH fractions, three 
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concentrations of PSA were tested: 22, 89 and 200 nM. QCM-D analysis made use of 
an Ismatec peristaltic pump, set on a flow rate of 20.0 μl/min. After finding the best 
aptamer/MCH fraction, the biosensor detection was tested with dissolved PSA 
concentrations ranging between 0 and 400 nM. Sauerbrey and Voigt masses, which 
respectively give an approximate estimation of the dry and hydrated immobilised 
masses, were calculated using the frequency and dissipation values generated during 
protein titration. The frequency signals upon surface modifications are based on 
equation (2.58) whereas the estimation of the mass bound was obtained by integrating 
the dissipation values using the Voigt model (Voinova et al., 1999; Dutta et al., 2008; 
Höök et al., 2001). The Voigt model was fitted using the QTools software (LOT-Oriel 
AG, Germany) by setting a film density of 1050 kg/m3 and fluid viscosity of 
0.001 kg/m s. From these bound mass responses, the dissociation constant of the PSA-
immobilised aptamer complex was calculated. 
 
4.5 Generation of EIS signals and strategy for the sensor optimisation 
The negative charge of the DNA aptamer produces an electrostatic barrier to the 
negatively charged redox marker [Fe(CN)6]
3−/4−, which hinders the charge transfer 
processes between the redox marker in solution and the conductive gold surface. The 
redox markers are responsible for generating the Faradaic current and therefore a 
reduction of their activity at the electrode interface would result in an increase in the 
resistance value. For this reason, a higher aptamer density on the electrode surface 
results in higher values of 𝑅𝑐𝑡. According to the sensor fabrication as described in 
Figure 4.1, a change in the impedance of the system could be generated upon PSA 
binding. In particular, one would intuitively expect that the binding of the analyte to 
the aptamer (Figure 4.4A) produces an increase in the EIS signal (Figure 4.4B) as a 
consequence of the mass loading which can be recorded using the QCM-D (Figure 
4.4C). Such an increase is expected as a result of a further blocking effect caused by 
PSA molecules towards the approach of the redox probes to the gold surface.  
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Figure 4.4 Correlation of the PSA detection process by means of EIS and QCM-D: (A) Biosensor detection 
principle with representation of the electrode gold surface; (b) EIS measurements showing a signal change in the 
complex impedance plot before (i) and after (ii) PSA binding; (c) QCM-D measurements showing frequency and 
dissipation responses before (i) and after (ii) PSA binding. 
 
However, it must also be considered that when PSA binds to the aptamer, a 
conformational change of the DNA strand occurs with a consequent modification of 
the layer structure and possible screening of the DNA charges. Nevertheless, the 
conformational changes are not expected to affect the final QCM-D response as 
significantly, since the total value of mass bound (obtained by fitting the Voigt model) 
takes into account the alterations in the hydration level of the bound layer, induced by 
both the protein binding (prominent contribution) and DNA aptamer conformational 
changes.  
It can be finally stated that the generation of the EIS signal is dependent upon a series 
of changes at the electrode interface. Preliminary results reported in a work led by 
Jolly et al. (2015a) showed that an aptamer/MCH ratio of 1:9 produced a minor 
response (0.76%) in Δ𝑅𝑐𝑡 upon addition of 300 nM PSA. This suggested that the 
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sensitivity for the PSA detection could be enhanced by varying the surface conditions 
such as the aptamer density per unit area. In the same study, different ratios were tested 
using one PSA concentration (300 nM) and it was found that (i) such a system 
produced negative shifts in 𝑅𝑐𝑡 upon PSA binding and (ii) that such systems needed 
to be further optimised to maximise the EIS signal arising from the PSA binding.  
Chronocoulometry of aptamer-modified electrodes was performed in order to estimate 
the DNA aptamer density on the electrode surface for different ratios of 
MCH/aptamer. The surface DNA distribution can play an important role in the sensor 
response (Keighley et al., 2008). Chronocoulometry measurements also allowed one 
to correlate the LOD of EIS signals to the aptamer-to-MCH ratio used for the 
modification of the sensor. Nevertheless the highest probe density on the sensor 
surface does not always correspond to the maximum target binding. It might happen 
that the electrostatic repulsions of the aptamer probes can alter their structure and as a 
result their ability to effectively recognize the target. Successively, QCM-D has been 
used to find the aptamer/MCH fraction that maximises the PSA binding. 
 
4.6 Effect of different Aptamer-to-MCH ratios  
4.6.1Characterisation of the SAMs 
The amount of DNA aptamer molecules bound to the gold electrodes could be 
obtained by performing chronocoulometry measurements upon the sensor 
functionalisation. The values of aptamer molecules per electrode area were calculated 
using the integrated Cottrell equation (2.35) and (2.37). Four different aptamer/MCH 
ratios were tested: 1:50, 1:100, 1:200 and 1:500. Chronocoulometry data (Figure 4.5) 
showed an aptamer density ranging from 0.86 × 1012 to 1.51 × 1012 molecules/cm2 for 
increasing aptamer/MCH molar fractions in solution which are in agreement with 
values reported in previous studies on the optimisation of DNA-based sensors 
(Keighley et al., 2008). 
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Figure 4.5 DNA aptamer molecule density distribution on the electrode surface vs. DNA aptamer/MCH molar 
fraction in solution. 
 
These results were confirmed by EIS signals reported by Jolly (2016), which showed 
increasing values of initial 𝑅𝑐𝑡 as the ratio is decreased: 1059 ± 43 Ω, 1557 ± 50 Ω, 
1634 ± 164 Ω and 1858 ± 161 Ω for 1:500, 1:200, 1:100 and 1:50 aptamer/MCH ratios 
(Figure 4.6), respectively, which also well correlates with DNA aptamer density from 
chronocoulometry data (inset Figure 4.6). The EIS results confirmed the correlation 
between the 𝑅𝑐𝑡 and the DNA aptamer density as anticipated in the section 4.5.  
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Figure 4.6 Initial 𝑅𝑐𝑡 for different DNA aptamer/MCH ratios. Reproduced from Jolly (2016). 
 
Furthermore, preliminary QCM-D tests confirmed a different extent of mass binding 
upon SAM formation using different ratios. In such tests the electrode 
functionalisation performed with mixed SAMs of 1:9 and 1:200 aptamer/MCH ratio 
yielded QCM-D signal changes of 24.9 and 8.2 Hz, respectively, when the 
measurements were performed in an open chamber without flow (Figure 4.7). The 
difference in frequency shift, hence of bound mass, is consistent with the consideration 
that the thiolated DNA aptamer is longer and heavier than MCH. As a result a mixed 
SAM made of a higher content of thiolated aptamer (i.e. 1:9) causes a higher frequency 
shift than for samples modified with a smaller fraction of thiolated DNA aptamer 
(1:200). 
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Figure 4.7 QCM-D frequency shift response obtained by functionalising two quartz crystals with mixed SAMs of 
DNA aptamer/MCH at the ratio of 1:200 and 1:9, respectively. The measurements were performed in an open 
chamber without flow. 
 
4.6.2 Mass binding at different DNA aptamer/MCH fractions. 
As introduced in Chapter 2, the response of a QCM instrument correlates the mass 
binding on a gold coated quartz crystal with the changes in the resonance frequency. 
In order to investigate the efficiency of the sensor in terms of target binding, QCM-D 
measurements were carried out on four different gold coated quartz crystals modified 
with aptamer/MCH in a ratio 1:500, 1:200, 1:100 and 1:50, respectively. The 
measurements were performed using three PSA solutions with concentrations of 22, 
89 and 200 nM in a flow chamber using an Ismatec peristaltic pump set on a flow rate 
of 20.0 μl/min.  
The four ratios were analysed by performing QCM-D measurements and obtaining the 
Voigt model responses. In Figure 4.8 the frequency responses (i.e. the frequency shift 
reading without applying any dissipation compensation factor) of the quartz crystals 
modified with different SAMs can be observed.  















 DNA Aptamer/MCH 1:200
 DNA Aptamer/MCH 1:9
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Figure 4.8 QCM-D frequency response of quartz crystals modified with different ratios of DNA aptamer/MCH. 
The measurements were performed in a flow chamber with a flow rate of 20.0 μl/min. The arrows indicate the 
PSA sample injection into the chambers. 
 
Nevertheless, such signals are not accurately correlated to the mass binding. It is 
through the dissipation factor, in fact, that the hydration of the layers can be taken into 
account and a more accurate estimation of the amount of PSA bound can be given. 
This is an important point that can be exploited especially in case of protein 
modifications since they can entrap a high amount of water. In such cases, the 
frequency dampening of the quartz crystal can be reduced when a dissipative layer is 
present on the sensor. The oscillating signal was not able to completely sense the 
whole biological layer entrapped in the water. This can occur to such an extent that 
the effective protein mass could be largely underestimated if the solely Sauerbrey 
equation (therefore, ignoring the dissipation information) is used.  
From the QCM-D signals, the four aptamer/MCH ratios showed different levels of 
hydration and of total PSA mass bound (Figure 4.9). Analysing the hydrated response, 
i.e. combining the dry-mass response with the dissipation signal, the electrode 
functionalised with an aptamer/MCH ratio of 1:200 exhibited the highest response in 
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terms of PSA binding, with an extent of pmoles/cm2 129% higher than the electrode 
functionalised with a ratio of 1:50. However, a further decrease of the aptamer fraction 
(ratio 1:500) lowered the efficiency of the biosensor as shown in Figure 4.9. The trend 
obtained can be explained by considering the combination of two effects: the steric 
hindrance effect, which prevails for ratios up to 1:200, and the total number of aptamer 
molecules available for PSA targeting, which becomes more consistent for a lower 
DNA aptamer fraction. Furthermore, QCM-D revealed the difference in hydration 
amongst the four ratios. If we divide the amount of Voigt mass, i.e. the hydrated mass, 
by the Sauerbrey mass, i.e. the dry mass, we can have an indication of the correction 
factor due to the hydration level for each DNA aptamer/MCH fraction analysed. 
Respectively, 1:50, 1:100, 1:200 and 1:500 exhibited an average hydration level across 
the points shown in Figure 4.9 of 1.01, 0.80, 1.19 and 1.37. The values (very close or 
smaller than 1.00) obtained for the ratios 1:50 and 1:100 suggest that a higher DNA 
aptamer density can affect the rigidity of the biolayer. Moreover, the very packed 
probe layers can reduce the accessibility of the PSA protein (lower target binding 
obtained, as shown in Figure 4.8 and 4.9) as well as the access to solvent molecules 
carried with the flow of buffer. Therefore, a small amount of water remain entrapped 
in the biolayer using high densities of DNA aptamer. Increasing the space between the 
DNA aptamer molecules (ratios of 1:200 and 1:500), PSA molecules can bind more 
easily and entrapment of water molecules happens, as it is shown by the Voigt-to-
Sauerbrey mass ratio larger than 1.00. The highest hydration level was achieved for 
the 1:500 ratio. However, as shown in Figure 4.9, the 1:500 ratio does not guarantee 
enough DNA aptamer coverage in order to ensure the maximum PSA binding to the 
sensor surface. In conclusion, the best compromise in terms of probe density coverage 
for obtaining the maximum binding is given by the ratio 1:200. 
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Figure 4.9 Hydrated mass QCM-D responses for measurements performed in a flow chamber with a flow rate of 
20.0 μl/min for PSA binding at different DNA aptamer/MCH ratios. Measurements obtained from a single 
repetition. 
 
4.6.3 EIS responses for different DNA aptamer/MCH ratios 
Once the correlations between the different DNA aptamer/MCH ratios and the amount 
of PSA binding were found, the EIS responses were analysed using the same 
conditions. In order to test the EIS performance of the sensor, impedance 
measurements were compared for PSA concentrations between 300 fM and 300 nM 
using electrodes functionalised with different SAMs (Figure 4.10).  
 
Figure 4.10 𝑅𝑐𝑡 change upon incubation with PSA in different SAM over range of DNA aptamer/MCH 
concentration fraction. Standard deviations are reported only on one side for clarity. The lines, which serve as 
guides to the eye, are fits of the data to a Hill dose response equation: 𝑦 = 𝑦0 + (𝑦𝑚𝑎𝑥 − 𝑦0) 𝑐
𝑛/(𝑘𝑛 +  𝑐𝑛) 
where c is the concentration. The EIS responses at 300 nM are in agreement with the data reported by Jolly 
(2016). 
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Measurements showed a general trend where the biosensor impedance moved towards 
smaller 𝑅𝑐𝑡 values upon increasing PSA, confirming the results reported by Jolly et al 
(2015a). With respect to the negative 𝑅𝑐𝑡 changes, it is worth highlighting that the 
isoelectric point of the PSA is between 6.9 and 7.2 (Zhang et al., 1996). This means 
that PSA binding to the DNA aptamer is supposed to add a small increase in negative 
charge to the system when the biosensor is operated at pH equal to 7.4, which would 
increase the electrostatic barrier to the redox couple [Fe(CN)6]
3−/4−, therefore 
increasing slightly 𝑅𝑐𝑡. The folding of the DNA aptamer into its secondary structure 
upon PSA binding increases the density of charge closer to the surface and expands it 
to a larger geometrical area – factors which should also lead to an increase in 𝑅𝑐𝑡. The 
presence of the bulky PSA molecules on the surface has an obstructing effect to the 
redox markers and would further hamper the electron transfer during EIS 
measurements as anticipated in the previous sections. However, decreases in 𝑅𝑐𝑡 upon 
PSA binding were recorded, as shown in Figure 4.10. One reasonable explanation can 
be attributed to the partial screening of the negative charge of the DNA aptamer by 
PSA binding, which lowers the electrostatic barrier to the redox markers, facilitating 
their approach to the sensor surface. The EIS response is in fact due to the combination 
of all the effects mentioned: a negative shift in 𝑅𝑐𝑡 is only observed when the screening 
of the DNA aptamer charge caused by the protein binding is the dominant effect. Such 
an effect was more relevant for high concentrations of PSA. In support of this theory, 
a couple of studies have been reported where the negative change in 𝑅𝑐𝑡 caused by the 
recognition of an antigen (Rodriguez et al., 2005) including PSA (Jolly et al., 2015a) 
by their specific aptamer is attributed to the screening of the negative charge of the 
DNA. This effect is reflected, in turn, on the interaction with the redox probes, which 
can more easily approach to the sensor surface because of the lowered electrostatic 
barrier. 
The Δ𝑅𝑐𝑡 vs. [PSA] curves roughly follow (the 𝑅
2values are 0.950, 0.968, 0.886 and 
0.905 for the ratios 1:50, 1:100, 1:200 and 1:500, respectively) a Hill dose-response 
equation of the type: 
  
Chapter 4  102 
 
𝑦 = 𝑦0 + (𝑦𝑚𝑎𝑥 − 𝑦0) 𝑐
𝑛/(𝑘𝑛 +  𝑐𝑛)             (4.1) 
where 𝑐 is the concentration of the target. Therefore, no reliable values of the 
parameters can be extracted from the fits, presumably due to the complex 
dependencies of 𝑅𝑐𝑡 on the charge and mass of the biolayer. 
The second important consideration that can be observed from the analysis of the EIS 
measurements, is that the maximum response from the impedimetric signal is obtained 
for an aptamer/MCH ratio of 1:100. In addition, for this ratio, the reproducibility of 
the EIS signals is also improved if we compare the responses from the sensors 
modified with different SAMs. This result showed that the maximum analyte binding 
(of which the value of ratio has been obtained by means of QCM-D) did not produce 
a maximum EIS response. 
 
4.7 Optimisation of the PSA aptasensor 
The EIS response at different PSA concentrations is reported in Figure 4.11 for the 
ratio 1:100.  
  
Chapter 4  103 
 
 
Figure 4.11 Complex impedance plot for different PSA concentrations using an aptamer/MCH ratio of 1:100. 
Inset: Randles equivalent circuit. 𝑅𝑠 is the solution resistance, 𝑅𝑐𝑡 is the charge transfer resistance, CPE is the 
constant phase element and W is the Warburg element. 
 
The EIS signal depends not only on the total mass bound on the surface (for which a 
maximum signal is obtained for a 1:200 ratio as seen by the QCM-D) but also on the 
screening of the DNA charge, which is expected to be higher for more densely packed 
DNA layers. The LODs obtained from the EIS data improve as one goes from a ratio 
of 1:500 towards 1:200 and 1:100, where the best value was obtained (<40 nM). 
However, for the 1:50 ratio, there is a significant increase in the LOD. Correlating the 
LODs obtained from the EIS responses for different aptamer densities (Figure 4.12), 
it can be seen that small changes of aptamer/thiols fraction can greatly affect the 
sensitivity towards the PSA detection: e.g. an increase in aptamer surface density from 
1.2 to 1.5 × 1012 molecules/cm2, leads to a significant increase in LOD. In particular, 
the LODs were 137 nM, 40 nM, 43 nM and 63 nM for the ratios 1:50, 1:100, 1:200 
and 1:500, respectively. 
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Figure 4.12 LODs obtained from the EIS responses for different DNA aptamer/MCH molar fraction vs. surface 
aptamer density. 
 
Cases where the probe density is not monotonically followed (in mathematical terms) 
by the EIS sensor responses can be found elsewhere in literature such as in the work 
reported by Keighley (2008) where the 𝑅𝑐𝑡 response finds its maximum at a particular 
ratio in between the range 1:200 and 1:1 of [DNA]/[total thiol]. 
It is this fine balance between mass loading and charge effects that leads to a different 
optimal ratio for EIS measurements. In our previously reported work led by Jolly 
(2015a), the stability of the aptasensor with respect to repeated EIS measurements over 
time was also studied. It reported on the effect of changing types of buffer on the 
impedance signal as to make a clear point on reliable acquisition of data reflecting 
only binding of PSA to the aptasensor. It was demonstrated that changing the 
measurement solution altered the impedance value and only after a certain interval of 
time a new stable baseline could be reached. 
As showed in Figure 4.9 from the QCM-D signals, the maximum target binding is 
achieved using a 1:200 aptamer/MCH ratio. In Figure 4.13 the QCM-D and the relative 


































Figure 4.13(A) Kinetic curves of frequency and dissipation response upon increasing PSA additions in flow-
condition. Arrows indicate additions of PSA; (B) Hydrated mass QCM-D response in a flow mode for PSA and 
HSA using an aptamer/MCH ratio of 1:200. Fitting is obtained by using a hyperbolic dose-response equation 
y = ymax c/(Kd + c) where c is the concentration and 𝐾𝑑 the dissociation constant. 𝑅
2 is equal to 0.983 for PSA 
and 0.995 for HSA. 
 
It can be seen how increasing concentrations of PSA added to the chamber in flow 
conditions follow typical association curve responses. Moreover, PSA additions 
enhanced the viscoelastic properties of the biofilm as shown by the dissipation 
response. The dissipation signal allows estimating the mass of protein bound to the 
aptamer to be made with better accuracy. This can be extremely important in particular 
for low concentrations of PSA, where a correction as large as 10-fold was obtained 
when using the Voigt model with respect to the solely dry mass response. Figure 4.13B 
shows the hydrated QCM-D responses for PSA and HSA (used as a control) obtained 
with the aptamer/MCH ratio of 1:200. QCM-D data shows a hyperbolic dose response 
with a dissociation constant of 𝐾𝑑 = 37 ± 6.3 nM for PSA.  
Investigating the aptasensor by means of EIS, Jolly (2016) reported an increase 
in 𝑅𝑐𝑡 of 12 ± 6% upon 100 μM of HSA, which is the typical concentration of this 
protein in blood. However, unlike for PSA, the shift in 𝑅𝑐𝑡  deriving from non-specific 
binding of HSA is positive and, hence, easily distinguishable from PSA. In terms of 
EIS sensor performance, this is not a favourable feature for the biosensor. We cannot 
neglect the fact that using the biosensor in the presence of both proteins would result 
in a lower efficacy towards PSA detection. In complex matrix samples, such as blood, 
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non-specific interactions of other molecules represent one of the biggest challenges in 
biosensor development. However with respect to this study, keeping apart the 
development of a practical biosensor for PSA detection, there is a key consideration 
that is worth highlighting: the non-specific binding of proteins, in this case of HSA, 
occurs primarily within the MCH areas, yielding an increase in 𝑅𝑐𝑡 due to a blocking 
effect towards the redox couple. Moreover, the Voigt mass (reported in Figure 4.13B) 
differs less than 1 % from the Sauerbrey mass when HSA is detected. This is greatly 
different from what is obtained for PSA where a Voigt mass up to 10-fold was obtained 
with respect to the Sauerbrey mass. This indicates that HSA rigidly binds onto the 
molecular layer, not allowing as much entrapment of water as it happens for PSA. 
 
4.8 Conclusions 
In this study, we investigated strategies for the optimisation of an EIS aptamer-based 
sensor. We used a PSA-specific aptamer as a case study and monitored the total PSA 
mass bound by varying the binding conditions and recording QCM-D data. QCM-D 
results confirmed the importance of DNA surface coverage optimisation for efficient 
aptamer-protein binding. In particular, we found that a ratio 1:200 of aptamer/MCH 
provides the maximum PSA binding. However, EIS data demonstrated that a higher 
DNA aptamer surface density (obtained for a 1:100 ratio) is required for an optimal 
impedimetric signal. A negative 𝑅𝑐𝑡  signal change was recorded upon targeting the 
DNA aptamer as a result of the screening of the aptamer charge by bound PSA. 
Impedimetric measurements in aptasensors depend on the balance between different 
factors such as the antigen-binding bulk effect, surface charge, and DNA 
conformational changes happening upon target binding. Therefore, the DNA aptamer 
surface density, for which maximum antigen binding occurs, is not necessarily the 
optimal surface density for EIS measurements. Moreover in this study, we have shown 
a decrease in the Δ𝑅𝑐𝑡 signal upon targeting the DNA aptamer. The decrease 
in 𝑅𝑐𝑡 cannot, however, be generalised for any aptamer-based sensor as the EIS signal 
is not only generated by the obstructing effect induced by the target binding but also 
by the charge and conformational redistributions that happen on the sensor surface. A 
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direct consequence is that a maximum analyte binding, as here demonstrated, not 
always corresponds to a maximum signal response for an EIS sensor. The results of 
this study could then be applied to future label-free EIS sensors. 
As a side note, it can also be concluded that although aptamers have great potential 
towards the development of biosensors, aptasensors require a careful design in order 
to provide an acceptable binding efficiency. In the last decade, a large effort has been 
put into developing aptasensors, however, antibody-based sensors have not been 
replaced yet by newer technologies in real applications.  
Finally, in terms of sensor performance a 𝐾𝑑  value of 37 nM was found for the DNA 
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Chapter 5. Immobilisation of signal probes 
for improving EIS detection: multimodal 
protein phosphorylation detection as a case 
study 
 
The work presented in this Chapter has been partly published (Formisano et al., 2015). 
 
5.1 Introduction 
In this Chapter a strategy that makes use of signal probes for EIS detection is reported. 
This can be considered as an “indirect labelling” assay since the label used for 
enhancing the measurement signals is attached on the target after its recognition with 
the probe. Therefore, contrarily to the direct labelling strategies, this method does not 
affect the binding properties of the target towards its probe. For this reason, it is 
important to clarify that the strategy here used is still considered as label-free although 
reagents for increasing the sensitivity of the assay are used. 
Introduction sections of countless published works on EIS sensors stress the 
importance of impedimetric sensors as a label-free technique. In the course of this 
dissertation, instead, a critical view has been used on both the advantages and 
drawbacks of label-free techniques as well as EIS itself as a detection technique. The 
advantages of EIS as a label-free technique have already been reported in the previous 
sections and include the reduced times of assay implementation since often secondary 
probes or other reagents are not used for obtaining reliable signals. On the other hand, 
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the aspects that lead to the study of an indirect labelling process for an EIS sensor can 
be summarised as: firstly pure label-free techniques can lack both selectivity and 
sensitivity with respect to other strategies. This is due in some cases to the lack of any 
amplification or supplementary conditioning that enables easier signal generation 
resulting in a lower sensitivity (see Chapter 3). Secondly, in electrochemical systems 
modifications of the electrochemical double layer equilibrium by means of 
mechanisms not related to the binding of the analyte are not rare. Such perturbations 
could produce false signals that can mask the measurement arising from the capture 
of the target. As a result, in order to gather a reliable signal and to not let external 
factors generate false positives, the measurement set up must be accurately controlled 
(Daniels and Pourmand, 2007). This is often a necessary but not sufficient condition 
to ensure the repeatability in EIS measurements. It is not surprising that EIS 
measurements on similar systems produced, at times, completely contradictory results 
(in the next sections, references will be given with examples found in literature). On 
the other hand, the use of signal enhancers can enable multimodal detection increasing 
the reliability of the detection, as it will be demonstrated in this study.  
As a case system for demonstrating the points here mentioned, detection of protein 
phosphorylation has been analysed where ferrocene-crowned gold nanoparticles 
(GNP-Fc) enabled multimodal sensing exploiting both electrochemical and plasmonic 
techniques on a linear array of electrodes in a flow cell. Protein phosphorylation could 
be detected in real time by an OCP set up by Wong (2016) as well as by DPV, EIS 
and LSPR. Different electrochemical techniques can be used for fast, miniaturised 
biosensing systems, with each technique providing different information, which can 
then be correlated to a certain concentration of analyte. Often more than one technique 
is used to validate the biosensor signal or provide complementary information on the 
biological recognition system (e.g. kinetics and concentration). A few reports have 
integrated different techniques on the same measurement system in order to look at 
different properties of an interaction or validate the detection of an analyte (She et al., 
2015; Bhalla et al., 2015a). Such integrated systems open the doors towards generic 
biosensors that can be used for a range of applications where the user selects which 
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techniques to use according to the properties of the biomolecule to be measured or the 
information required. 
In summary, in this Chapter the advantage that can be brought by labelling processes 
is introduced as well as a new multimodal approach for protein phosphorylation 
detection applicable in drug discovery application is reported. 
 
5.2 Protein phosphorylation 
5.2.1 Phosphorylation reaction and its consequences 
Protein phosphorylation refers to the process through which a protein gains phosphate 
groups (PO4
3-). It is one of the main post translational modifications of proteins and 
such process is responsible for changing the biological behaviour of the proteins which 
can result in either advantageous or unfavourable for the cell activity. As a result, 
many cellular mechanisms can be activated, inhibited or altered to a certain extent 
upon protein phosphorylation (Cohen, 2002). It is evident how this process plays an 
important role in the regulation of various cellular functions, for instance cell 
differentiation, cell proliferation and glucose metabolism, to mention a few.  
Phosphorylation is modulated by enzymes called kinases. Kinases enable transfer of 
phosphate groups from a phosphate donor such as adenosine-triphosphate (ATP) to 
the serine, threonine, tyrosine or histidine amino-acid residues of a protein (Caballero 
et al., 2012). The transfer of phosphate groups from ATP induces covalent attachments 
of phosphate groups to the protein and a modification of the cells involved in the 
process. In such reaction, ATP, which is the source of phosphate groups, transforms 
into adenosine-diphosphate (ADP) (Bantscheff et al., 2012). Figure 5.1 shows the 
mechanism of protein phosphorylation. In this process, the truncation of the terminal 
PO3
2- group of the ATP is aided by Mg2+. The PO3
2- group is eventually translocated 
to the OH termination of one of the amino acids available for the phosphorylation 
(serine, threonine, tyrosine and histidine). Here, a kinase is responsible of initiating 
the phosphorylation by inducing the proton transfer that let the oxygen bind the PO3
2-
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moiety. As a result the protein attaches the PO3
2- group and the protein becomes 
phosphorylated (Figure 5.1). 
 
 
Figure 5.1 Mechanism of the protein phosphorylation reaction. A kinase activator (-B:) induces a proton transfer 
at the OH amino acid termination of a protein. Meanwhile the magnesium facilitates the separation of a PO32- 
group form the ATP which will be eventually be available to attach on the protein. The reaction results in the 
phosphorylation of the protein and in the conversion of ATP to ADP. Reproduced from 
https://www.thermofisher.com/uk/en/home/life-science/protein-biology/protein-biology-learning-center/protein-
biology-resource-library/pierce-protein-methods/phosphorylation.html (last access on 16/09/2015). 
 
Since such a process is one of the most important post-transcription modifications in 
all of the normal biological functions of a human, an abnormal phosphorylation can 
biologically modify the proteins and cells behaviour inducing a wide number of 
diseases. An example of abnormal protein phosphorylation that induces cells 
transformation is represented in Figure 5.2. 
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Figure 5.2 Principle of protein phosphorylation process. A) The transfer of phosphate groups from ATP to the 
proteins of a cell driven by the kinase’s activity induces damage to the cell. B) No phosphorylation in the 
presence of inhibitor occurs with no consequent changes in the morphological and functional structure of the cell 
involved.  
 
Therefore, an altered phosphorylation process is associated with several conditions 
such as cancer, diabetes, neural and autoimmune diseases and over 400 illnesses are 
today linked either directly or indirectly to the activity of protein kinases (Cohen and 
Alessi, 2013; Jänne et al., 2012; Parang and Sun, 2010; Cohen, 2002). Nowadays, the 
discovery of new kinase inhibitors is one of the most pursued research fields for 
developing drugs for cancer treatment (Zhang et al., 2009). 
 
5.2.2 Standard and newer developed techniques for protein phosphorylation 
detection  
From what has been introduced so far, it is evident that one way of regulating an 
altered phosphorylation process of proteins is to inhibit the kinase activity. Such 
strategy can be implemented by means of a class of molecules called “inhibitors of 
kinases” which prevents the protein phosphorylation and hence can act as drugs to 
treat phosphorylation related disorders. Inhibitors of kinases prevent or slow down 
phosphorylation by binding to the extracellular domain of kinase and are currently 
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used as drugs in chemotherapy and for other diseases treatments. Studies on the 
phosphorylation of proteins have been explored by a number of researchers to develop 
biosensors for drug discovery applications. To address the need of kinase inhibitors, 
both researchers in academia and industry have extensively worked on the 
development of tools to detect phosphorylation of proteins that are capable of 
screening inhibitors of kinase. However, the current kinase inhibitor drug market is 
very premature with less than 30 protein kinase inhibitors approved by the United 
States Food and Drug Administration (FDA) until 2014 (Roskoski Jr., 2015). The 
discovery of new drugs in this field is hampered at times by the time-consuming, cost-
inefficient, and laborious detection techniques used in pharmaceutics to understand 
the kinase activity. Currently, western blot (Sawasdikosol, 2010; Sugimoto and 
Hashimoto, 2006; MacKeigan et al., 2005; Xu et al., 2004) and ELISA (Delbroek et 
al., 2013; Kee et al., 2013, Diamandi et al., 2000) are the most used technique by 
pharmaceutical researchers to detect kinase activity. Western blot is a relatively cheap 
technique but involves laborious preparation of gels through which proteins of interest 
are separated in a time consuming manner by electrophoresis (the whole assay can last 
up to 3 days). A western blot assay eventually requires a secondary antibody and the 
detection is obtained by means of the chemo-luminescent signal that it emanates. Apart 
from the time-expensive process that it necessitates, western blot does not allow to 
obtain information about the kinetic of phosphorylation reactions. 
ELISA can allow a better parallel screening inhibitors of kinases exploiting the multi-
well plate platform. An additional advantage with respect to western blot is that the 
quantification of the protein phosphorylation can be automatically obtained by means 
of calibration standards. The ELISA’s response is a colourimetric- or fluorometric-
based signal obtained using secondary labelled antibodies that attach to the 
phosphorylated proteins. Drawbacks of ELISA methods include false positive arising 
from non-specific binding of the secondary antibody and the limited ability of 
monitoring the reaction kinetics as the technique does not allow real time recordings. 
Another technique which is currently used by researchers is autoradiography through 
which an isotope’s activity on a modified surface is monitored. This implies labelling 
of phosphoproteins with radioactive compounds (Laufer et al., 2005; Yan et al., 1998). 
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In particular, the ATP terminal phosphate group that is transferred to the protein in the 
phosphorylation reaction (also called γ-phosphoryl group) is tagged with a radioactive 
isotopes which eventually generates the autoradiography signal. The radioactivity 
allows the quantification of levels of phosphorylation however, potential damages at 
the proteins can occur affecting the influence of the kinase inhibitor on the protein 
itself. Moreover, while this technique provides high sensitivity, it is not environmental 
or user friendly since an autoradiography assay involves potential harmful reagents 
and produces hazardous wastes.  
Electrochemical strategies used for protein phosphorylation detection are reported in 
the next section. Other emerging and/or less established techniques on which protein 
phosphorylation detection has been based can be mentioned: QCM (Morick et al., 
2013; Xu et al., 2012; Kinoshita et al., 2012; Furusawa et al., 2012), mass 
spectroscopy (Chen et al., 2007), infrared spectroscopy (Goldsztein et al., 2010), 
contact angle (Wieckowska et al., 2008; Wilner et al., 2008), plasmonic biosensors 
(Bhalla et al., 2015a; Bhalla et al., 2015b; Nordin et al., 2005), quantum dots (Shiosaki 
et al., 2013; Wang et al., 2010; Freeman et al., 2010), field-effect devices (Bhalla et 
al., 2015a; Bhalla et al., 2015b; Freeman et al., 2007; Lindsay, 2012;), cantilevers 
(Kwon et al., 2007).  
 
5.2.3 Electrochemical protein phosphorylation assays: main features and 
limitations 
Currently an increasing number of studies on electrochemical biosensors for protein 
phosphorylation assays or kinase inhibitor discovery can be found. Upon 
phosphorylation there is a negative charge imparted on the proteins by the addition of 
phosphate groups. This is one of the most important parameters of the phosphorylation 
reaction that is exploited by electrochemists to quantify the phosphorylation event. 
Figure 5.3 shows a general phosphorylation reaction occurring on a sensor surface that 
could be monitored in a typical electrochemical experiment. In such a system, the 
proteins are immobilised on the electrode. The electrode is then exposed to kinase, 
kinase activator and ATP to initiate phosphorylation of proteins.  
  




Figure 5.3 Protein monolayer transformation after phosphorylation reaction. 
 
Although some sensors have shown high levels of sensitivity, one drawback of this 
type of system is that it has always a probability to non-specifically attach either 
kinase, ATP or other activating/inhibiting molecules under test. This could lead to a 
very non-reproducible systems for electrochemical detection. Evidence of the non-
reproducibility can be found in the contradictory results of the EIS sensors reported in 
literature for the detection of phosphorylation. 
Earlier studies on Faradaic measurements of the kinase activity using EIS revealed an 
increase in the charge transfer resistance of the electrode upon phosphorylation of 
proteins (Wilner et al., 2008; Miao et al., 2011; Chen et al., 2013). The authors claim 
that the negative charge upon phosphorylation of proteins repels the negatively 
charged redox marker in the electrolyte. Dose and time dependent kinetics of the 
phosphorylation was successfully achieved by the authors. More recent accounts (Snir 
et al., 2011; Snir et al., 2015) report a decrease in the electron transfer resistance upon 
phosphorylation of oligopeptides. Although authors mention that the decrease in 
electron transfer resistance was unexpected, they attribute these changes to the 
reduction in the packing density of the peptide monolayer. Moreover, these reports 
also demonstrated dose response with increasing concentration of kinase that showed 
a clear trend of decrease in the resistance with increase in kinase activity. While there 
are opposite results for the system, nevertheless the authors can clearly differentiate 
between phosphorylated and unphosphorylated samples that allows them to assert the 
use of their biosensor for screening inhibitors of kinases. 
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Interestingly, all the above mentioned electrochemical sensors either do not report the 
EIS signals upon the use of kinase inhibitors (Wilner et al., 2008; Snir et al., 2015, 
Snir et al., 2011) or a second technique other than EIS is used to confirm the activity 
of the inhibitors - for instance electrochemiluminescence (Chen et al., 2013) or 
chronocoulometry (Miao et al., 2011). This questions the reliability and robustness of 
an EIS system for such biosensing applications. 
In light of the results reported, it is not surprising to find other biosensors for protein 
phosphorylation detection using various electrochemical techniques exploiting labels 
such as gold nanoparticles (Kerman and Kraatz, 2009; Kerman et al., 2007) or a biotin-
streptavidin-GNP complex (Wang et al., 2011) to enhance the selectivity of the assay.  
One way to address the problem of the reliability of the EIS measurements is 
increasing the specificity of the biosensor. Based on the findings of the reported EIS 
studies, detection of the phosphorylation of proteins presented an exploratory platform 
where the selectivity of EIS biosensors must be optimised. Therefore the work 
described in this chapter focuses on highly specific detection of phosphorylated 
proteins using electrochemical techniques. 
 
5.3 Preliminary EIS study on protein phosphorylation detection 
The system used for the measurements consisted of a gold electrode modified with a 
mixed SAM made of MUA and MCH in a ratio 1:9. The assay protocol for 
phosphorylation detection on gold surfaces was optimised by Bhalla and co-workers 
(2015b). 
Preliminary Faradaic measurements did not produce a time-dependent stable baseline 
for EIS experiments. Measurements performed using 5 mM ferri/ferrocyanide 
[Fe(CN)6]
3−/4− initially in 10 mM Tris base pH 7.4 (with addition of 6 mM NaCl and 
0.4 mM MgCl2), and successively in 0.1 M phosphate buffer (with addition of 0.1 M 
KCl) generated a variability from 11 to 94 % of signal change when 2 measurements 
of the same sample were performed at a time interval of 30 minutes upon no addition 
of any binding molecule. The stability did not improve when keeping the electrodes 
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up to 2 days sealed in plastic tubes with the measurement solution. The large 
variability of the EIS signal did not allow to carry out the phosphorylation of the 
proteins bound on the electrode surface since a comparative analysis could not be 
effectively accomplished. The reason of the instability could be due to the very flexible 
orientation of the proteins used for the phosphorylation assay on the SAM which lead 
to a large variability of the obstructing effect towards the redox markers in solution 
that contribute to the EIS signal. 
A different approach was then used exploiting the non-Faradaic measurements thus 
avoiding the use of the redox markers. This approach significantly improved the 
stability of the system probably due to the lack of [Fe(CN)6]
3−/4− redox molecules that 
could interact with the exposed charges of the proteins and a valid baseline could be 
obtained (the capacitance shift was ≤ 1.5 % over repeated measurements spaced out 
by 30 minutes intervals). However, the capacitance changes upon phosphorylation 
were smaller than 3.5 % with a large standard deviation (Figure 5.4)  
 
Figure 5.4 Complex capacitance plot for non-Faradaic EIS measurements performed right before (solid 
symbols) and after (open symbols) protein phosphorylation (PP).  
 
This can be explained taking into account the small size of the phosphate groups (only 



























 ΔC'= -2.14 ± 1.50 %
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electrode interface. Along with the small changes in the biolayer geometry, it must be 
considered that the phosphorylation sites might be hindered within the 3D protein 
structure hampering even more the capacitance changes. A different approach for the 
protein phosphorylation was then needed. 
 
5.4 Multimodal assay for protein phosphorylation detection 
5.4.1 Detection principle and assay’s implementation 
In order to increase the sensitivity of the detection, a more elaborated process was 
therefore required. A strategy for enabling signal amplification as well as multiple 
detection by means of different techniques consisted in using signal probes (i.e. 
molecules able to enhance the magnitude of the measured response) that could 
specifically attach to phosphorylated proteins. Such a strategy would have allowed 
both to generate a larger signal exploiting the use of tags - such as redox probes - and 
to specifically distinguish between electrochemical signals arising from 
phosphorylation reaction and from reactions in presence of inhibitor of 
phosphorylation. The latter is not a trivial point since the compounds used for the 
phosphorylation reaction could interfere with the assay and cause non-specific signals. 
To implement such a strategy, thio-phosphorylation was carried out instead of normal 
phosphorylation reaction. Thio-phosphorylation is a process that differs from normal 
phosphorylation only for having a sulphur atom that substitutes an oxygen atom in the 
phosphate group PO4
3-. A thiophosphate group is then transferred from the sulphur-
modified ATP (ATP-S) to the protein that becomes thio-phosphorylated. Thus, by 
using ATP-S, the protein gains a PSO3
3- group instead of PO4
3- but the substantial 
difference in a biosensing platform is that the sulphur atom provides a means for gold 
nanoparticles to specifically tag only phosphorylated protein. This happens because of 
the strong sulphur-gold affinity (Pensa et al., 2012; Häkkinen, 2012). Evidence that 
ATP-S do not affect the amount of protein phosphorylation can be found in the work 
of Bhalla et al (2015b). 
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Once the protein is thio-phosphorylated and GNPs specifically bind on it, part of the 
gold surface can be exposed to a thiolated redox probe, such as 6-
(ferrocenyl)hexanethiol (Fc) (Figure 5.5).  
 
Figure 5.5 6-(ferrocenyl)hexanethiol (Fc) used for the detection of protein phosphorylation assay. 
 
As anticipated, the redox activity of such compounds can enable electrochemical 
detection using, for instance, DPV. The biosensing principle here reported is 
graphically depicted in Figure 5.6. By using this strategy, prominent signal changes 
due to the electrochemical double layer modification were induced by means of the 
Fc-crown-like-structure in electrodes where thio-phosphorylation occurred. Not only 
real time OCP measurements but also successive impedimetric and voltammetric 
recordings could be performed in the same cell without the need of changing 
measurement solution, simply by flowing suitable reagents to the array. The 
multimodal detection both provided a cross-validation tool for the different techniques 
and an effective way to distinguish true positives. 
In summary, the novel biosensing principle consists of a 3-step assay in which parallel 
detection of protein phosphorylation can be carried out by multiple electrochemical 
and nanoplasmonic techniques. In the first step (Figure 5.6 A-iv), phosphorylation of 
myelin basic protein (MBP) by protein kinase C alpha (PKC-α) is achieved by using 
5'-[γ-thio] triphosphate (ATP-S) as a source of phosphate in the presence and absence 
of known inhibitor PKC-α, GF 109203X. The phosphorylation process is monitored 
in real time using an in-house built open circuit potential (OCP) measurement system. 
In the second step, GNPs are added to the reaction (Figure 5.6 A-v), which attach 
spontaneously to the thio-phosphoryl groups. This facilitates detection of 
  
Chapter 5  125 
 
phosphorylated proteins using a localised surface plasmon resonance technique as 
previously reported in the work led by Bhalla (2015b). Finally, in the last step (Figure 
5.6 A-vi), thiolated Fc is added to the system, which is grafted onto the gold 
nanoparticles allowing detection of phosphorylation using DPV and EIS. In terms of 
measurements recording, OCP could be monitored in real time from the 
immobilisation of the MBP to the end of the assay while EIS, DPV and LSPR were 
performed only before and after the OCP recordings. 
The advantage of using these techniques on one platform is that they can act as 
complementary biosensors to each other, providing on-chip self-validation of the 
results for more effective and reliable measurements.  
 
5.4.2 Biosensor fabrication, methods and experimental set up 
The thio-phosphorylation assay described in Figure 5.6 was performed under a flow 
rate of 100 μl/min using a peristaltic pump (Watson Marlow 323-Du) and an in-house 
built polytetrafluoroethylene (PTFE) flow cell with an inner chamber of approximate 
dimensions 25 × 8 × 5 mm3 (length × width × height) and an internal volume of 1 ml 
accommodating the array of electrodes. A linear array of 4 gold electrodes with 2 mm 
diameter was prepared in-house by thermal evaporation (BOC Edwards, UK) of 20 nm 
Cr and 100 nm Au on glass slides. The electrode array was sonicated for 3 min in 
acetone followed by rinsing with ethanol and then ultrapure water.  
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Figure 5.6 Scheme of the phosphorylation detection using the biosensor developed in this work: A) Kinase assay 
showing (i) bare gold electrode, (ii) surface functionalisation using MUA/MCH, (iii) protein immobilisation, (iv) 
thio-phosphorylation, (v) attachment of gold nanoparticles, (vi) nanoparticles with attached ferrocene. B) 
Dummy schematic representation of the in-house built flow cell and measurement system for the electrochemical 
detection. 
 
A SAM made of 1 mM MUA and MCH in a ratio of 1:9 MUA:MCH was immobilised 
overnight onto gold electrodes. In order to cover possible pinholes on the gold surface 
and to reduce non-specific binding, a 1 hour backfilling step was performed with 1 mM 
MCH. The SAM was activated by injecting 1 ml of an aqueous mixture of 40 mM 
EDC and 10 mM sulfo-NHS. For protein attachment, 200 μl of 156 μM MBP protein 
(in 10 mM MOPS pH 7.0 containing 128 mM MgCl2, 641 mM EDTA, 1.134 μg 
inactive lambda phosphatase, and 0.05% sodium azide) was flown into the cell; 
unreacted carboxyl groups were blocked using 500 μl of 10 mM ethanolamine, pH 8.5, 
in aqueous solution. Phosphorylation of MBP was carried out in 10 mM Tris base, 
pH 7.4 containing 6 mM NaCl, and 0.4 mM MgCl2 (hereafter referred to as reaction 
buffer). The whole reaction volume was fixed to 100 μl for all replicates and their 
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controls. 1 μM ATP-S and 4 units of PKC-α (1 unit per 25 μl) were subsequently 
added. To initiate the phosphorylation reaction, 5 μl of PKC-α lipid activator (1:20 of 
reaction volume) containing 0.5 mg/ml phosphatidylserine and 0.05 mg/ml 
diacyglycerol in 20 mM MOPS (pH 7.2), 25 mM β-glycerol phosphate, 1 mM sodium 
orthovanadate, 1 mM dithiothretiol, and 1 mM CaCl2, was diluted. Control reactions 
were performed by adding 0.1 μM PKC-α kinase inhibitor (GF 109203X) to the 
phosphorylation reaction. The modification with gold nanoparticles and following 
washing step required only 10 minutes in flow conditions. A further 10 min step was 
required for Fc modification by adding 500 µl of 1 mM Fc dissolved in ethanol and 
finally diluted 1:100 in the reaction buffer. 
All chemicals were purchased from Sigma–Aldrich (UK). Dephosphorylated MBP 
and PKC-α lipid activator were purchased from Millipore. PKC-α human recombinant 
kinase produced in Sf9 cells was procured from ProSpec-Tany TechnoGene Ltd 
(Israel). 
 
A CompactStat potentiostat (Ivium Technologies, The Netherlands) was used to 
perform impedance measurements and DPV in a three-electrode cell with an Ag/AgCl 
reference electrode (BASi, USA) and a platinum wire counter electrode (ALS, Japan).  
Once the electrochemical recordings were terminated, LSPR was measured using an 
in-house built system with discrete components, all bought from Ocean Optics (USA). 
The system had 3 parts: reflection probe (R400-7-UV-VIS) with both detector and 
light source, connected to a Tungsten Halogen source (LS-1-LL) and a spectroscope 
(USB4000-UV-VIS-ES). The data was obtained through absorption mode on a cross 
platform spectroscopy operation software (SPECTRASUITE) provided by Ocean 
Optics and each LSPR measurement lasted only few seconds. 
The OCP system was home-made implemented and optimised by Wong (2015). The 
OCP was measured in real time using a complete monolithic FET-input ultra low input 
bias current instrumentation amplifier INA116 (Texas Instruments, USA). Difet® 
inputs, a very low input bias current of 3 fA at 25 °C, with special guarding techniques 
were used to achieve the very low input bias current performance and provide an 
accurate differential measurement. The circuit was designed in house with 4 amplifiers 
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operated at ± 15 V on a single PCB circuit board. A power supply circuit was made to 
provide ± 15 V to minimise the mismatch of the power rails. The outputs of the 
amplifiers are connected to a 4-channel-input analog-to-digital converter with input 
resolution of 24 bits measuring a range of ± 1 V (NI 9219 DAQ, National Instruments, 
UK). The array of 4 functionalised gold electrodes and the Ag/AgCl reference 
electrode were connected directly to the differential inputs of the amplifiers, with a 
platinum wire immersed in the cell connecting the electrolyte to ground to prevent 
common-mode rejection. LabVIEW (National Instruments, UK) was used to monitor 
and capture the open circuit potential measurement in real time simultaneously from 
the 4 digital outputs of the DAQ from the amplifiers array. 
All the measurements were carried out in triplicate, values reported in this study are 
the mean of replicates. Reported errors are standard deviations from the mean. 
 
5.4.3 EIS detection of protein phosphorylation 
Non-Faradaic EIS measurements were performed on the gold arrays in the above-
mentioned reaction buffer, scanning the frequency between 100 KHz and 0.1 Hz of an 
applied 10 mV a.c. voltage superimposed to the OCP. 
Since in non-Faradaic experiments the capacitive component is the parameter mostly 
exploited in EIS analysis, the complex capacitance plot is generally used in order to 
characterize the system. The characterisation of the system consisted in plotting the 
complex capacitance diagram (𝐶′′ vs. 𝐶′) and analyse this with respect to the 
frequency range used for the EIS monitoring. The plots were obtained using (3.10). 
The characterisation revealed that the frequency at which 𝐶′′ showed its relative 
minimum throughout the different steps and for different electrodes was nearly always 
1 Hz (Figure 5.7). For a small number of electrodes (< 5%) this frequency was slightly 
shifted to a lower or higher value, however they always remained on the proximity of 
1 Hz. Therefore, for simplicity, 1 Hz was considered as a reference for all the 
measurements, with an error lower than 0.30 % introduced by this approximation. 
Introducing a single-point measurement rather than a wide spectrum response allowed 
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both the EIS experimental time to be significantly reduced from about 3.5 min 
(sweeping the whole frequency range) to ~ 20 s. 
 
 
Figure 5.7 Complex capacitance plot for a generic non-Faradaic EIS measurements performed during the thio-
phosphorylation assay. The plot is used to show that the measurement point at which the complex capacitance 
exhibits its relative minimum is obtained at the frequency of 1 Hz (circled point indicated with the arrow). 
 
Furthermore, based on the assumption that the charge transfer resistance and the 
diffusion contributions can be neglected (Couniot et al., 2015), the electrical 
equivalent circuit shown in Figure 3.1 can be used to model the electrochemical double 
layer. As a result, (3.11) and (3.12) can be used for the calculation of the resistive (𝑅𝑠
∗) 
and capacitive (𝐶𝐷𝐿
∗ ) component of the electrochemical double layer which resulted in 
a practical easier data analysis implementation. Indeed both the parameters found a 
consistent correlation to the phosphorylation reaction carried out in the presence and 
absence of kinase inhibitor and could equally be used to demonstrate whether or not 
the phosphorylation event took place. 
Prior to monitor thio-phosphorylation, the coverage of pinholes on the electrode 
surface by MCH backfilling was confirmed by means of EIS measurements: a 
decrease in capacitance signal of 11.3 ± 0.6% was observed (Figure 5.8), indicating 
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) v.s frequency. The plot shows a 
capacitance decrease after 1 h backfilling step with 1 mM MCH. The dashed line refers to the measurement at 
the frequency of 1 Hz.  
 
In order to not interfere with the real time OCP measurements, EIS recordings were 
stopped after the protein immobilisation and retrieved at the end of the OCP 
monitoring. Therefore, impedimetric data obtained before phosphorylation were then 
compared with the signal acquired upon the Fc-crowned GNP attachment (Figure 5.9). 
It is important to highlight that the latter cannot be considered a non-Faradaic 
measurement any more since a redox probe has been introduced into the system. The 
effect of Fc, in fact, alters the charge transfer resistance of the electrode interface and 
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Figure 5.9 Real part of the complex impedance (𝑅𝑠





) (blue plots) plotted vs. Log (f). The plots refer to the measurements performed after MBP 
immobilisation (solid symbols) and at the end of the assay (empty symbols) i.e. upon thio-phosphorylation 
reaction (Tpp), GNPs and Fc attachment. 
 
The impedance data analysis in Figure 5.9 showed an increase in 𝑅𝑠
∗ and a decrease in 
𝐶𝐷𝐿
∗ . However, the value of 𝑅𝑠
∗ must not be confused with the value of 𝑅𝑐𝑡 since they 
are obtained in different ways. It is worth highlighting that the 𝑅𝑐𝑡 is obtained by 
applying the Randles equivalent circuit (or any modified version) and fitting the 
impedance values to those electrical components. In this case instead, 𝑅𝑠
∗ corresponds 
solely to the real part of the impedance measurement and is not obtained through any 
fitting process. The increase in 𝑅𝑠
∗ (≡𝑍′) can be explained by observing Figure 5.10: 
the addition of Fc to the sensor biolayer induces a Faradaic current and a decrease in 
the charge transfer resistance that, translated in the complex impedance plot, means a 
compression of the complex impedance curve. As a result a semicircle could form at 
lower values of impedance. In Figure 5.10, the dashed lines are only previsions of how 
the semicircles would be if the measurements could be extended to lower frequencies. 
This means that the impedance plot obtained for the electrode where the complex 
GNP-Fc has been added would have a lower 𝑅𝑐𝑡 compared to the electrode where the 
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if we consider single points of the two lines corresponding to the same frequency (in 
Figure 5.10 such points have been circled, correspond to the frequency of 0.1 Hz and 
are indicated with 𝑍𝑀𝐵𝑃
∗  and 𝑍𝐹𝑐
∗ ), we can notice that in the case of the sample with 
Fc, such points are characterised by having a higher value of 𝑍′ and hence, of 𝑅𝑠
∗ . 
 
Figure 5.10 Complex impedance plot for non-Faradaic EIS measurements performed after MBP immobilisation 
(black solid line) and at the end of the assay (red solid line) i.e. upon thio-phosphorylation reaction (Tpp), GNPs 
and Fc attachment. The plot refers to measurements taken for the thio-phosphorylation assay and is meant to be 
used to explain the reduction of the 𝑅𝑠
∗ upon the thio-phosphorylation. The transition from non-Faradaic to 
Faradaic measurements induced by Fc attachment generated a compression of the impedance plot (red line). The 
values recorded upon Fc attachment are characterised by having a larger value of 𝑍′, which corresponds to 𝑅𝑠
∗ 
according to the model used to represent the system (Figure 3.1). The dashed lines are not representative of the 
measurements recorded but are only a prevision of the complex impedance plot that could be obtained if the 
frequency range would be extended to lower frequencies. 𝑍𝑀𝐵𝑃
∗  and 𝑍𝐹𝑐
∗  refer to the measurements performed at 
the frequency of 0.1 Hz. 
 
For the impedimetric analysis, both 𝑅1𝐻𝑧  (𝑅𝑠
∗ at 1 Hz) and 𝐶1𝐻𝑧 (𝐶𝐷𝐿
∗  at 1 Hz) changes 
were correlated to the presence and absence of kinase inhibitor as well as where thio-
phosphorylation compounds (i.e. kinase, ATP-S and kinase activator) were not used 
(Figure 5.11). The results report on percentage shifts of 32 ± 10% and -16 ± 4.8% 
recorded for 𝑅1𝐻𝑧  and 𝐶1𝐻𝑧, respectively, in the case of thio-phosphorylation. 
Negligible signal changes were observed for both control reactions where thio-
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1.9%) and where the experiment was carried out in presence of thio-phosphorylation 
compounds with addition of PKC-α kinase inhibitor (∆𝑅1𝐻𝑧 = 0.9 ± 3.6% and ∆𝐶1𝐻𝑧 
= 0.4 ± 3.1%). The former can give an indication of the non-specific interactions 
between Fc and protein. The latter is noticeably the most essential control for drug 
discovery application as it allows proving the efficacy of new possible drugs in terms 
of preventing protein phosphorylation.  
 
Figure 5.11 Signal changes of 𝑅1𝐻𝑧 (solid bars) and 𝐶1𝐻𝑧 (black and white bars) obtained for the thio-
phosphorylation reaction performed without kinase inhibitor (“Tpp”), with kinase inhibitor (“With Inh.”) and in 
absence of thio-phosphorylation compounds (“Control”) i.e. if ATP-S, PKC-α, PKC-α lipid activator and kinase 
inhibitor were not used. 
 
5.4.4 Detection of the surface charge changes upon protein phosphorylation 
The biosensor used in the configuration depicted in Figure 5.6 could monitor the 
protein phosphorylation in real time by means of an OCP system which measurements 
and optimisation were performed by Wong (2016). In Figure 5.12 it is showed the 
OCP real time measurements where a change of -30.0 mV could be registered upon 
the thio-phosphorylation of MBP protein due to the negative charge of the thio-
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the reaction was carried out in the presence of kinase inhibitor of phosphorylation 
(PKC-α). Nevertheless, both the potential changes indicate a decrease of the surface 
charge due to the addition of the negatively charged phosphate groups to MBP. As 
anticipated, the sulphur atoms resulting from the thio-phosphorylation enabled an easy 
and rapid attachment of gold nanoparticles by means of sulphur bonds where the thio-
phosphorylation takes place. 
 
Figure 5.12 A) OCP signal changes obtained for the thio-phosphorylation reaction (solid line) and for the 
reaction carried out in presence of kinase inhibitor (dotted line). B) Potential variations obtained at different 
steps in presence (+) and absence (-) of kinase inhibitor. 
 
Upon GNP addition, a voltage shift of 5.4 ± 2.3 mV is observed in thio-phosphorylated 
samples and -6.8 ± 4.9 mV for inhibition reactions. These shifts are mostly attributed 
to the changes in buffer conditions upon introducing gold nanoparticles (in 0.1 mM 
PBS) in the flow cell. In fact, when Fc was successively immobilised on GNPs, this 
caused a shift of only 1.5 ± 0.6 mV for reactions in presence of inhibitor compared to 
5.3 ± 3.8mV shift obtained in absence of inhibitor. This confirms that the attachment 
of the complex GNP-Fc mostly occurs in presence of thio-phosphorylation where 
inhibitor is not used. A further confirmation that the OCP signals (upon gold 
nanoparticles attachment) were due to the buffer effect, was supported by the LSPR 
detection of nanoparticles in reflection mode which signal was already previously 
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5.4.5 Validation of the assay by means of DPV and LSPR 
The advantage of implementing a multimodal detection platform was the possibility 
of cross-validating the step-by-step sensor fabrication as well as the validity of the 
final results. For instance, the presence of gold nanoparticles could be observed by 
LSPR used in reflection mode. LSPR confirmed a significant presence of GNPs only 
for thio-phosphorylated samples (Figure 5.13): a consistent red (positive) shift of 5.8 
± 0.4 nm for samples where thio-phosphorylation took place was recorded, compared 
to 0.9 ± 0.2 nm shift for reactions in presence of phosphorylation inhibitor. The amount 
of GNPs binding on the surface was previously estimated by means of QCM and 
reported in the work led by Bhalla et al. (2015b). The results obtained in presence of 
phosphorylation inhibitor can be considered very positive considering the ability of 
GNPs to non-specifically attach to biolayers. In this respect, carrying out the assay in 
flow conditions greatly helped to remove the weak non-specifically attached GNPs 
onto the electrodes surface. It was reported by various authors that a stringent washing 
step is necessary to leave only the specifically bound GNPs (Star et al., 2003; Whaley 
et al., 2000) and experiments performed in this lab but not object of this dissertation 
also demonstrated a better non-specific removal efficacy by using flow systems. 
 
Figure 5.13 A) Raw LSPR spectra in the window of 300–700 nm obtained at the end of the electrochemical 
experiments; the spectra for a bare gold sample is shown for comparison. B) LSPR wavelength shifts obtained 
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The GNPs attachment provided a wide surface accessible for Fc grafting which, in 
turn, was important not only for EIS detection of phosphorylation of the proteins but 
also for DPV signals (Figure 5.14). 
Performing DPV on the same platform, provided perhaps the most powerful tool to 
crosscheck the thio-phosphorylation event. DPV measurements (Figure 5.14) clearly 
showed the Fc peaks. An Fc peak of 1.31 ± 0.26 μA height (using baseline subtraction) 
was detected at 0.59 V, while no peak was observed for the controls. 
 
Figure 5.14 DPV measurements recorded after Fc injection. 
 
5.5 Conclusions 
In this Chapter a multimodal approach towards the detection of protein 
phosphorylation has been demonstrated as an example on how the engineering of the 
biorecognition interaction improve the target detectability. Moreover, the assay that is 
implemented enables the use of signal probes, such as nanoparticles and redox 
molecules that are only bound to the surface in the case of a true positive signal. 
Combining multiple sensing techniques on a single platform introduced specificity 
and sensitivity to the test and allowed both real time detection and on-chip self-
validation of the results for effective and reliable measurements.  
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In particular, such a multimodal approach was successfully implemented using a small 
array of electrodes in a flow cell for detecting phosphorylation of proteins driven by 
kinases. The phosphorylation of MBP by PKC-α in the presence of a known inhibitor 
was tested, however this approach can be used to assay activity of any kinase-protein 
pair in the presence of known/unknown inhibitors. In particular, EIS, OCP and DPV 
were combined for parallel sensing on an array of electrodes. GNPs and a thiolated 
ferrocenyl compound have been used as reagents to provide extra sensing capabilities. 
In order to verify GNPs attachment, LSPR has been additionally used for providing 
further signal validation. The system here reported, allowed protein phosphorylation 
driven by kinases to be successfully detected. This study could be used to develop an 
integrated device with multiple sensing technologies, as demonstrated, for 
pharmaceutical industries and academia to discover drugs. Moreover, screening 
inhibitors of kinase can be achieved exploiting simple and cost-effective consumables. 
It must be reported that aspects such as the effect of the thiol surface density, the ATP-
S and inhibitor concentrations on the biosensor response have not been addressed due 
to time limitations but should be further investigated for the biosensor optimisation.  
In a broader viewpoint, the multimodal approach could be translated to a range of other 
biosensing applications, such as biomedical and environmental, where different 
electrochemical techniques can be used to perform on-chip validation of true positives. 
The engineering of the biorecognition elements/reagents can allow the use of 
nanoparticles, redox molecules or other types of signal probes for signal validation 
and amplification.  
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Chapter 6. Cellular and bacterial EIS 
detection by means of capacitive 
measurements 
 
Part of the work presented in this Chapter has been partly submitted for publishing. 
 
6.1 Introduction 
In the previous Chapters, EIS detection was fostered by the Faradaic currents arising 
either from the redox markers in the measurement solution or from the redox probes 
specifically attached to the target. Conversely, in this Chapter pure non-Faradaic 
measurements are shown as a way to achieve detection of bigger molecules. A label-
free EIS sensor based on glycosylated surfaces for bacteria detection will be presented. 
The bulky properties and the charge of the analyte produced significant alterations in 
the electrochemical double layer that allowed the changes in capacitance to be 
recorded. At the end of this Chapter, a preliminary study demonstrating the detection 
of prostatic tumour cells based on capacitive measurements is also introduced. 
Non-Faradaic measurements have the advantage of not using redox probes. However, 
with respect to Faradaic measurements, further solutions could need optimisation 
when the experiments are set up. This consists for instance in optimising the ionic 
strength of the measurement solution and guaranteeing the formation of a well 
organised and insulating SAM. 
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6.2 Capacitive sensors 
As introduced in Chapter 3, the binding of an analyte in affinity sensors causes changes 
in the properties of the biolayer that, in turn, can be associated to changes in the 
capacitance of the system. Therefore, capacitive biosensors rely on redistributions of 
the biolayer as well as of the solvent molecules at the electrode-solution interface. It 
is worth highlighting the lack of redox markers for the recording of the measurements. 
Albeit this can be regarded as an advantage, it must be remembered that redox probe 
are essentially used as an amplification strategy for enhancing the sensor response. 
Indeed, the reduction and oxidation events generated by the redox probes are 
responsible for the Faradaic currents which bring the sensor output to be spread to a 
wider range of values, therefore the sensitivity can be augmented. On the other hand, 
adopting a sensing solution where these “signal facilitators” are not used requires a 
careful optimisation of the measurement set up in order to produce signals that can 
allow biomarkers detection.  
Nevertheless, advances made in the last 10-15 years provided a better understanding 
and development in the field of capacitive sensors. For instance, one of the aspects 
that must be respected in a reliable capacitive sensor is the formation of a good 
insulating SAM since this has been proved to enhance the reproducibility and 
sensitivity of the sensing (Berggren et al., 2001). In case such condition is not 
respected, leaky capacitors can generate, with resulting losses in the sensitivity. To 
understand this phenomenon one can simply imagine a parallel plate capacitor with a 
degraded dielectric that causes small d.c. currents to flow. Therefore, in biosensing 
applications, when a capacitive sensors has a defective SAM that causes leakage 
currents, the binding of target molecules could produce a minor response. 
Once a good SAM is formed, a probe element able to bind to the analyte must be 
immobilised. Here again, the insulating condition must be respected. Eventually, the 
binding event between the probe and the target causes changes of the thickness, 
geometry, charges and dielectric properties of system at the sensor-solution interface. 
For instance, biological layers are characterised by having permittivity, εr, between 2 
and 5 while water and aqueous solutions such as PBS have an εr of about 78-80 
(Daniels and Pourmand, 2007). This means that displacement of solvent molecules 
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operated by the binding of molecules causes variation in the capacitance due to the 
changes in εr. More generally, targets having either a big size or a considerably 
different charge or εr are able to produce a larger signal change. These are the 
principles on which the capacitive sensors – which are a subgroup of impedimetric 
sensors – are based. In the schematic of Figure 6.1 such principles are shown. It can 
be seen how the geometry and the charge of the analyte that binds the probe 
immobilised onto the electrode can change the equivalent capacitance. The amount of 
charge of the biolayer immobilised onto the sensor area is counterbalanced by the 
charge at the metallic electrode. 
 
Figure 6.1 Models of equivalent capacitances for modified electrode surfaces in a measurement solution. As an 
example a generic complex antibody/antigen is used. 
 
Based on the principle illustrated in Figure 6.1, if one compares the dimensions of 
proteins (< 10 nm) with those of bacteria (which in this study, can be approximated as 
cylindrically shaped having between 1 and 5 μm length × about 1 μm diameter of the 
base) it appears more evident that the latter could produce a larger capacitance change 
in biosensor applications. 
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6.3 Types of capacitive sensors for detection of cells and bacteria 
Non-Faradaic-based EIS sensors are not widely reported in literature probably due to 
the scepticism of researchers in handling the impedance measurement, breaking it 
down and extrapolating the capacitance value.  
Many capacitive sensors for bacterial and cellular detection exploits IDEs (Figure 6.2) 
as reported in section 3.2.4. In this type of sensors the electrode dimensions are 
comparable to the cells dimensions thus, large variations of the properties of the 
electrochemical double layer can be produced and detected. Drawbacks of such 
sensors are the complexity of fabrications and the fringing effect of the electric fields 
at the edges of the electrodes structures. On the other hand, electro-kinetic effects are 
associated with the fringing field and can be exploited for the fabrication of 
dielectrophoresis-based microfluidic devices. In this type of biosensors the non-
uniformity of the electric field is used for the characterisation and manipulation of 
particles (Li et al., 2014; Qian et al., 2014; Wang et al., 2009). Here, changes in the 
dielectric properties of the solution media or in the frequency and amplitude of the 
applied electric field enable contact-free manipulation of particles having nano- and 
micro-dimensions, irrespective of their charge. In particular, dielectrophoresis exploits 
the separation of the electric charges at the solid-liquid interface of the dielectric 
particles in solution due to their relative polarizability. As a result, the non-uniform 
electric field generates dielectrophoretic forces that push or attract the particles in the 
media towards regions of higher or weaker electric field gradients.  
Examples of sensors for detection of cells and bacteria can be easily found in literature 
(Couniot et al., 2015a; Couniot et al., 2015b; Couniot et al., 2015c; Haandbæk et al., 
2014; Li et al., 2014; Braiek et al., 2012; Varshney et al., 2007; Varshney and Li, 
2008). 
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Figure 6.2 a) Example of an IDE biosensor with the classic combe-like structure of the electrodes. B) Cross view 
depicting the detection principle; the curved lines schematically represent the fringing effects. Reproduced from 
Tsouti et al. (2011). 
 
Another type of sensor that performs capacitive measurements is based on the 
electrode-solution interface, as that presented in this work. The advantages of this 
strategy includes the simplicity of the set up and the lack of complex fabrication 
processes. The total capacitance is given by the series of the SAM capacitance, the 
recognition layer capacitance (given by the probe used to bind the target) and the 
diffuse layer capacitance (Berggren et al., 2001). Example of electrode-solution 
interface-based capacitive sensors for bacterial and cellular detection can be found in 
the works of Adiguzel and Kulah (2012), Li et al. (2011), Ghafar-Zadeh et al. (2009), 
Prakash and Abshire (2008), Yang and Bashir (2008). 
 
6.4 Glycosylated gold arrays as capacitive sensors for detection of 
bacteria 
6.4.1 Introduction to pathogenic bacterial detection 
Bacterial infection has a profound impact on global health (Coates et al., 2002) and is 
believed to be responsible for more than 20% of the human tumours worldwide 
(Brachman and Abrutyn, 2009; Stein, 2011). The methods by which bacteria are 
currently detected in routine clinical microbiology has not significantly changed in 
recent decades. The process consists of an initial sample growth step where all the 
species in a sample are cultured in a rich medium in order to obtain a sufficient mass 
for subsequent analysis steps. The post-growth analysis allows isolation and 
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characterisation of a single species in a sample, usually by means of elaborate and 
expensive techniques such as staining, PCR, immunology and matrix-assisted laser 
desorption ionisation time-of-flight mass spectrometry MALDI-ToF (World Health 
Organisation, 2003). PCR and MALDI-ToF techniques can be more sensitive and 
specific than staining and immunological methods however, the cost of the assays is 
significantly higher and the risk of contamination in PCR tests play an important role. 
Although alternative, elegant at times, and effective studies on microorganisms 
detection have been reported (Mannoor et al., 2012; Zourob et al., 2008; Ma et al., 
2015), where also single bacteria sensing could be achieved (Kang et al., 2014; 
Mohanty and Berry, 2008), the current ‘gold standard’ for clinicians is still represented 
by culturing methods, nucleic acid-based sensors, immunoassays and fluorescent-
based techniques (Ahmed et al., 2014). Limitations for adopting new solutions for 
diagnosis include the complexity of the fabrication process of new sensors, the 
complexity of assay implementation and sample processing and the prohibitive costs 
of introducing new equipment to perform bacterial detection. In order to overcome 
such boundaries while simultaneously introducing improvements in the current 
diagnostics, more simple and readily available devices must be provided.  
Considering the current status of the national health systems worldwide and the 
continuous need for reducing costs of public healthcare, inexpensive and easily 
fabricated devices are required, perhaps able to perform clinical microbiology analysis 
in a rapid manner with parallel screening. The introduction of fast, simple and cheap 
sensors that could be easily employed in clinical laboratories would dramatically 
reduce both the times and the cost of the current bacterial diagnosis. For instance, a 
device able to provide an initial screening with adequately reliable outputs regarding 
the pathogenicity of the samples upon the initial growth step would radically avoid (or 
confirm the necessity) of performing more complex and expensive analysis.  
 
6.4.2 Detection of type 1 fimbrial Escherichia coli  
The study here reported shows bacterial detection using EIS signals as well as a metal–
oxide–semiconductor field-effect transistor (MOSFET)-based strategy. The size and 
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charge of the bacteria were exploited to build an effective and reliable EIS sensor. 
Eventually, the MOSFET sensor provided a better sensitivity which, along with the 
reduced cost and ease of fabrication, can result in a very promising solution for initial 
screening of pathogenic bacteria. Bacterial detection has been demonstrated using a 
mannose-specific type 1 fimbrial Escherichia coli PKL1162 as a case study. Such 
results obtained with EIS and MOSFET sensors were compared to a well establish 
technique such as MALDI-ToF. EIS measurements were performed in a standard 3-
electrode set up. The MOSFET sensor set up is instead represented in Figure 6.3. 
 
Figure 6.3 Working principle of the MOSFET sensor. 
  
Amongst pathogenic bacteria, uropathogenic Escherichia coli (UPEC) is responsible 
for urinary tract infections. In order to colonise the cells of the urinary conducts and 
trigger a disease, UPEC can exploit hair-like protein structures expressed on their 
surface called fimbriae (Figure 6.4A), which allow bacteria to firmly adhere on the 
cells surface and not be washed away in the urinary flow. This attachment involves 
the hair-like proteins expressed on the bacteria surface and the glycosylated proteins 
of the cells surfaces. By glycosylation is meant the post-translational modification of 
the proteins through which they gain one or more carbohydrate chains (carbohydrates 
are also referred to as sugars) with a resulting changed affinity towards a number of 
possible targets (Lodish et al., 2000). Lectin protein structures that constitute fimbriae, 
are expressed in at least 9 out of 10 UPEC strains (Oelschlaeger et al., 2002). As the 
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specificity can vary towards different glycosylated surfaces, several carbohydrate-
specific fimbriae have been found and, amongst them, mannose-specific type 1 
fimbriae is classified as one of the most commonly expressed (Hartmann and 
Lindhorst, 2011). The recognition event interests the glycosylated cell of the urinary 
tract and the mannose-specific protein, called FimH, situated at the tip of the fimbrial 
rod of the pathogenic bacteria (Figure 6.4B).  
 
Figure 6.4 A) Transmission electron microscopy image of a type 1 fimbriated Escherichia coli showing the hair-
like proteins expressed on its surface and B) schematic representation of the interaction between a type 1 
fimbriated bacterium and a glycosylated cell surface. Reproduced from Hartmann and Lindhorst (2011). 
 
The current regulations about the clinical limit of Escherichia coli in samples can vary 
from country to country. Typically, no Escherichia coli must be found in drinkable 
water although a cut-off level up to 500 colony-forming unit per ml (CFU/ml) is 
acceptable in some countries. On the other hand, it is worth reminding that the current 
protocols for the detection of pathogenic bacteria comprises a compulsory initial 
growth step in order to produce a sufficient mass to be analysed. In this context, a very 
inexpensive and fast biosensor that allows initial screening of pathogens would be 
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highly recommendable in order to save time and costs for further analysis. For such 
reasons, a very low LOD does not represent a strict target to achieve since the 
fabrication of an inexpensive biosensor for initial screening aims to simply verify the 
pathogenicity of samples. 
In this study, in-house fabricated arrays of gold electrodes having 2 mm diameter and 
100 nm thickness (deposited on glass substrates by means of thermal evaporation) are 
used as glycosylated surfaces for Escherichia coli PKL1162 recognition. The 
separation between each active area of the electrodes of the array was 5 mm and the 
electrodes were manually connected one at a time to the gate of the MOSFET by 
means of a metallic clip. The glycosylation of the gold surfaces happens by 
immobilizing aminoethyl‐functionalised glycosides onto a mixed SAM made of HS-
(CH2)17-(OC2H4)3-OH and HS-(CH2)17-(OC2H4)6-OCH2COOH in a ratio of 1:4, 
following an already optimised protocol for MALDI-ToF (Both et al., 2014; Noble et 
al., 2012; Šardzík et al., 2012; Zhi et al., 2008). The modification occurs via 
EDC/sulfo-NHS chemistry and once the glycosides are immobilised, a blocking step 
of the non-reacted sites is performed using a 10 mM ethanolamine aqueous solution 
at pH 8.5. The affinity reaction involves a mannoside sugar which binds the 
uropathogenic Escherichia coli strain PKL1162 obtained by engineering the strain 
SAR18 with the plasmid pPKL174 (Reisner et al., 2003). The bacteria were grown 
overnight under shaking in an incubator at 37 ºC in lysogeny broth growing media. 
The gold electrodes so modified were used not only for EIS measurements but also 
for MALDI-ToF, MOSFET readings and scanning electron microscopy (SEM) 
imaging. In the plots reporting data from measurements, error bars represent the 
standard deviation for three separate electrodes. 
 
6.5 EIS detection of Escherichia coli on glycosylated gold arrays 
6.5.1 Optimisation of the EIS sensor 
The protocol for Escherichia coli detection was previously optimised for obtaining 
maximum MALDI-ToF signals (Šardzík et al., 2011; Hartmann et al., 2010; Zhi et al., 
2008). However, this implies a long SAM (> 3.0 nm) that could reduce or even impede 
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the amplitude of non-Faradaic EIS measurements since the binding event happens far 
from the electrode surface. If one represents the system with equivalent capacitors (see 
section 2.2.1), the electrochemical double layer can be modelled as a series of two 
capacitors where the equivalent capacitance is given by (2.4). If the recognition layer 
(in this case the glycosides) is separately modelled from the target layer (the bacteria), 
CH can be decomposed in two terms: 𝐶𝑃 and 𝐶𝑇 indicating the probe capacitance and 
the target capacitance, respectively. As a result, the system can be represented as a 
series of 3 capacitors now: 𝐶𝑃, 𝐶𝑇 and 𝐶𝐷. In a series of capacitances, the smallest 
dominates. Nevertheless the aim of a capacitor sensor is to maximise the capacitance 
change measurements caused by the binding of the target. As a result if either 𝐶𝑃 or 
𝐶𝐷 are much smaller than 𝐶𝑇, the sensor could be not able to detect changes in the 
electrochemical double layer due to the recognition of the target.  
However, in order to exploit the anti-fouling properties of PEG as well as the ability 
of long SAMs to form compact, well organised and insulting structures, it was decided 
to vary the measurement solution conditions rather than adopting different SAMs 
solutions. Moreover, shorter SAMs, as already demonstrated in the course of this 
dissertation, lead to irreproducibility of the EIS measurements over time, which is a 
“far-from-ideal” condition for a practical biosensor. The choice of such a compromise 
is not new in capacitive sensors studies. It was already reported that a low 
reproducibility induced by shorter SAMs could be rewarded by a larger signals and 
vice versa (Berggren et al., 2001). However, here the reproducibility of the 
experiments was preferred over a possible lack of sensitivity since one of the most 
important conditions to be respected for a real biosensor is the reliability. Afterwards 
this choice resulted successful as a detectable signal was produced using a long SAM. 
The imaginary and real part of the complex capacitance (𝐶′ and 𝐶′′  respectively) were 
calculated using (3.10) from the complex impedance, which is given by the relation 
𝐶∗ = 𝐶′ + 𝑗𝐶′′ =
1
𝑗𝜔𝑍
. The percentage change of the capacitance from step to step 
were then calculated considering only the real part of the capacitance, 𝐶′, at the 
frequency where the absolute value of the imaginary part, 𝐶′′, has its relative 
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minimum. The measurements were performed applying 10 mV a.c. voltage 
superimposed to the OCP scanning the frequency between 100 KHz and 0.1 Hz. 
Initial EIS measurements were performed in PBS 10 mM with addition of 2.7 mM 
KCl and 137 mM NaCl (which results in a total ionic strength of 162 mM). The 
imaginary value of capacitances throughout the experiments (both upon glycosylation 
and bacteria binding) showed a relative minimum at the frequency of 126 Hz. A 
concentration of 4.2 × 109 CFU/ml of Escherichia coli PKL1162 could be detected 
even though the percentage capacitance change was of small entity: 3.5 ± 0.5 % 
(Figure 6.5). Upon glycosylation the absolute capacitance value corresponded to 189 
± 30 nF while after bacteria binding it increased to 195 ± 31 nF. 
 
Figure 6.5 Complex capacitance plot for an electrode before (solid symbols) and after (open symbols) 
4.2 × 109 CFU/ml Escherichia coli PKL1162 binding. Measurements performed in PBS 10 mM with addition of 
2.7 mM KCl and 137 mM NaCl (which results in a total ionic strength of 162 mM). 
 
Diluting the measurement solution 100 times instead, produced lower absolute values 
of capacitance. Here the point at which 𝐶′′ showed its relative minimum was recorded 
at the frequency of 10 Hz throughout the experiments. The capacitance values ranged 
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from 118 to 132 nF for electrodes functionalised with α-D-mannose. Initial studies to 
test the effect of the buffer on the binding of bacteria showed a significantly larger 
change in the capacitance signal: a concentration of bacteria equal to 4.2 × 109 CFU/ml 
produced an increase in the capacitance of 18.6 ± 1.7%.  
The use of a diluted measurement solution (PBS 1:100) reduced the ionic strength 
from 162 to 1.62 mM, which in turn, increased the Debye length from about 7.6 Å to 
76 Å and improved the EIS detection. A further 10-time dilution of the measurement 
solution would only enlarge the Debye length by a √10 factor, according to (2.11). 
However, it was reported that cell damages could arise using a PBS diluted 1000 times 
because of the osmotic pressure induced by the high difference of salt contents 
between the inner and outer bacterial membrane (Couniot et al., 2015; Peterson et al., 
2012). Moreover, a further dilution of the measurement solution can produce a larger 
variation of the EIS readings as proved in the prostate cancer cell detection carried out 
in this study (see section 6.10.3). 
 
6.5.2 Increase of the absolute capacitance upon bacteria binding 
By definition, the capacitance indicates the capacity of a material to store charge and 
is given by the expression 𝐶 =
𝑄
𝑉




, where 𝜀𝑜 is the permittivity of the free space, 𝜀𝑟 is the relative 
permittivity that depends on the material between the two plates having surface area 
𝐴 and distant 𝑑 from each other. The literature on capacitive sensors reports both on 
positive (Carrara et al., 2009; Varshney and Li, 2008; Couniot et al., 2015a; Couniot 
et al., 2015b) and negative changes in capacitance measurements (Webster et al., 
2009; Li et al., 2011) upon the target binding. However, the behaviour of the sensor is 
dependent on the electrode type, immobilisation strategies, SAM properties and type 
of molecules detected. Ethylene-glycol terminated SAMs have hydrophilic properties 
(Ostuni et al., 1999; Carrara et al., 2009) that lead to the entrapment of water 
molecules within the SAM chains. For our sensor this phenomenon prevents the 
displacement of the ions in solution that form the Helmholtz plane upon bacteria 
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binding. As a result, the bacterial and the underlying layers cannot be modelled simply 
by a series of capacitors (Figure 6.6) or as a single capacitor characterised by an 
increased distance separation d between the plates.  
 
Figure 6.6 Equivalent circuit associated to an electrode functionalised with a SAM not having PEG 
terminations: a) before bacteria binding and b) after bacteria binding. Upon attachment of bacteria there is a 
displacement of solvent molecules from the SAM interface due to the hydrophobic properties of the SAM.  
 
Rather, the binding event will augment the surface exposed and surrounded by the 
solvent molecules forming the Helmholtz plane. Therefore, this can be modelled as 
two capacitors in parallel where the first is fixed and the value of the second is 
characterised by larger numbers of both d and 𝜀𝑟 (Asami et al., 1980) and its extent 
varies with the amount of bacteria bound onto the sugars (Figure 6.7). The 
combination of such factors following the bacterial adhesion produces eventually a 
positive shift in the total capacitance because the capacitance of the parallel branch 
will increase with increasing binding of the analyte.  
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Figure 6.7 Equivalent circuit associated to an electrode functionalised with a PEG-terminated SAM: a) before 
bacteria binding and b) after bacteria binding. Upon attachment of bacteria there is still an entrapment of 
solvent molecules in the PEG molecules due to the hydrophilic properties of this type of SAM. 
 
In a study carried out by Keighley et al. (2008), Faradaic measurements were 
performed on peptide nucleic acid (PNA) (which are neutrally charged synthesised 
oligonucleotidic strands) modified gold surfaces for DNA detection. Also in 
Keighley’s system an increase in capacitance was recorded upon DNA binding in 
contradiction to what initially expected. Although the sensor for bacteria detection 
here reported can be considered different, an analogy can be made by describing both 
systems through Figure 6.7. Indeed, also the discrete charges added by the DNA 
strands can be modelled by an addition of a capacitors in parallel rather than in series. 
Moreover, considering that also in Keighley’s study spacer molecules are used 
between the PNA probes, the hybridisation of DNA strands to PNA do not form a 
compact and continuous layer (in contrast to what happens instead for the SAM 
formation). In conclusion, the increase in capacitance upon DNA binding can be used 
for analogy to explain the increase in capacitance here reported for bacteria detection 
which can be in contrast to what demonstrated in previous studies. 
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6.5.3 EIS dose response to bacteria binding 
The biosensor dose response was obtained by performing capacitance measurements 
varying the bacterial concentration between 4.2 × 10
6 and 4.2 × 10
9 CFU/ml of 
Escherichia coli PKL1162. The sensor response is plotted in Figure 6.8. For a 
concentration of Escherichia coli PKL1162 equal to 4.2 × 10
9 CFU/ml an increase in 
the capacitance of 18.6 ± 1.7% was recorded. The EIS capacitance change decreased 
to 4.1 ± 1.3% when a concentration down to 4.2 × 10
6 CFU/ml of Escherichia coli 
PKL1162 was used as a target on α-D-mannose. Beyond this limit, the signal overlaps 
the values of capacitance shift given by the negative control reactions, namely in 
presence of negative sugar probe (bacteria PKL1162 on 4-O-β-D-galactopyranosyl-
D-glucopyranose (GalNAc) sugar), which produces a capacitance shift of 6.4 ± 2.6% 
and in presence of negative bacteria (K12 on α-D-mannose), which gives a capacitance 
change of 2.5 ± 1.7%. Absolute values of capacitance range from 118 to 132 nF for 
electrodes functionalised with α-D-mannoside and from 123 to 155 nF upon bacterial 
adhesion. Similarly to other EIS studies reported in this dissertation, plotting the 
values of ∆𝐶′ vs. the concentration of Escherichia coli PKL1162 in linear scale, a very 
good fitting could be achieved using the Hill type response (y = y0 + (ymax–
y0) c
n/(kn + cn), where c is the concentration and k the dissociation constant) with a 
value of 𝑅2 equal to 0.998. 
 
Figure 6.8 . a) Complex capacitance plots for an electrode before (black line) and after (red line) Escherichia 
coli PKL1162 binding. b) Changes of the real part of the complex capacitance vs. bacterial concentration. The 
curve exhibits a Hill type response (𝑅2= 0.998) if plotted on a linear scale.  
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6.6 Capacitive measurements using a parallel-plate capacitor sensor 
To confirm the data on the increase in capacitance obtained by EIS, which can be in 
contrast with what was previously reported in some works (Webster et al., 2009; Li et 
al., 2011), capacitance measurements were performed using a sensor developed by 
Hammond et al. (2014). The sensor consists of a gold parallel-plate capacitor 
characterised with dimensions of about 5 mm × 100 μm (width × depth) and 10 μm 
gap between the plates. The bacteria affinity assay was performed maintaining exactly 
the same conditions. The capacitance values were measured connecting the plates to 
an Agilent B1500A HR CMU Semiconductor Device Analyser. An a.c. potential of 
10 mV superimposed to 0 V d.c. potential was applied sweeping the full dynamic 
frequency range available for the instrument, namely between 1 kHz and 1 MHz. The 
results are shown in Figure 6.9. It can be observed how the analyte response is 
recorded at frequencies smaller than 200 kHz where the components of the biolayer 
immobilised onto the electrode can still respond to the relatively slow perturbations. 
Above 200 kHz the ionic and electronic responses are recorded, instead, since only 
small particles such as atoms or electrons can follow the rapid oscillations of the 
electric field. Moreover, at high frequencies, the capacitance response is equal for 
different steps of the assay showing that there is no effect of the immobilised layer on 
the measurement. Rather, the signal is mostly due to the measurement solution 
reaction. It is worth highlighting also the decrease in capacitance upon the SAM 
formation which shows a compact and insulating layer formation. The capacitance 
changes are in agreement with the models reported in Figure 6.7. 
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Figure 6.9 Capacitance measurements performed using a parallel-plates capacitor sensor designed by 
Hammond et al. (2014) that confirm the increase in capacitance upon bacteria binding. 
 
In Figure 6.9 a significant decrease in capacitance, can be recorded upon SAM 
functionalisation. The surface glycosylation by means of α-mannosides produced a 
minor increase in capacitance (black curve). However, it is important to notice that it 
consists of a positive shift. The same trend is repeated upon bacteria binding using a 
concentration of 4.2 × 10
9 CFU/ml Escherichia coli PKL1162 but a significant larger 
signal is recorded (red curve). The last measurements was recorded upon washing the 
sensor with ethanol to verify the regeneration of the sensor induced by the disruption 
of the bacterial membrane and successive unbinding from the glycosylated surface. 
Nevertheless, a complete regeneration could not be achieved as can be seen by the 
capacitance signal not returning to the position obtained in first place after 
glycosylation (blue curve). This can be due to the partial retention of bacterial 
membrane fragments on the surface.  
Although the capacitance response could not be recorded within the same frequency 
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response is observed in the left part of the plot corresponding to the smallest 
frequencies used (and closer to the frequencies used in EIS). In particular, at 1000 Hz, 
the capacitance values were 23.2 nF for the bare gold electrodes, 9.96 nF after the 
formation of the SAM, 12.3 nF upon glycosylation, 26.7 nF upon binding of bacteria 
and 15.1 nF when the electrodes were rinsed with ethanol. 
 
6.7 SEM microscopy of bacteria binding on glycosylated gold surfaces 
Proof of bacterial binding and of good anti-fouling properties of the surface towards 
non-specific bacteria are confirmed by SEM images. The SEM images in Figure 6.10 
(image a to f) show surface bacterial coverage at different concentrations of 
Escherichia coli PKL1162 (from 4.2 × 10
9 to 4.2 × 10
5 CFU/ml) on α-D-mannose as 
well as in the presence of negative controls. In particular, when the non-specific 
binding of high concentration (4.2 × 109 CFU/ml) of Escherichia coli strain K12 at the 
concentration of was tested on α-D-mannose (Figure 6.10g) only a small density of 
bacteria attachment was photographed. This confirmed both the very low specificity 
of the probe towards non-specific targets and the very good antifouling properties of 
the SAM. In general, the SEM pictures for the negative controls are congruent with 
both the EIS and MOSFET signals.  
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Figure 6.10 SEM microscopy pictures of Escherichia coli PKL1162 at the concentration of 4.2 × 109 (a), 4.2 × 
108 (b), 4.2 × 107 (c), 4.2 × 106 (d), 4.2 × 105 (e), 4.2 × 104 (f), CFU/ml on α-D-mannose; Escherichia coli 
strain K12 at the concentration of 4.2 × 109 on α-D-mannose (g) and Escherichia coli strain PKL12 at the 
concentration of 4.2 × 109 on GalNAc (h). 
 
6.8 Bacteria detection by means of MOSFET devices 
The detection of bacteria by means of MOSFETs represents a very promising strategy 
for diagnosis of pathogens due to the large diffusion, simplicity and inexpensive cost 
of such devices. Therefore, the use of CMOS MOSFETs could dramatically cut down 
the costs of bacterial detection burden by serving as a reliable system for initial high 
throughput screening of pathogens in a rapid and inexpensive manner. 
The bacteria binding assay was carried out in a reaction cell connecting the electrodes 
to the gate of an n-MOSFET via a metal wire as schematically shown in Figure 6.3. 
The n-MOSFETs were fabricated using AMS's 0.8 µm CMOS technology. The 
threshold voltage of the transistor was 0.82 V and transconductance was 69 µA/V. The 
length by width of the transistor was 10 µm × 2 µm. The terminals of the transistor 
were provided with diode protection circuitry. To operate the transistor for the 
measurements, a voltage of 50 mV was applied across the drain to source and the gate-
source voltage (𝑉𝑔𝑠) was swept from 0 to 5 V. These settings limited the current to less 
than 75 µA to avoid any changes in the transistor due to heating. The 𝑉𝑔𝑠  values were 
sampled in the linear range of the 𝐼𝐷 vs. 𝑉𝑔𝑠  characteristic. 
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Using MOSFETs, the limitation arising in EIS measurements from the contrasting 
combined effect of the variation of the relative permittivity, the electrode-Helmholtz 
plane distance upon bacterial binding and surface area coverage is not encountered. 
Using the electrodes as extended gates for MOSFETs, the sensor response is mostly 
due to the bacterial charge, thereby resulting in an LOQ improved by more than 2 
orders of magnitude (Table 6.1). The use of a diluted measurement solution (PBS 
1:100, having ionic strength equal to 1.62 mM, with a resulting Debye length of 76 Å) 
allowed us to maintain part of the bacterial layer within the charge screening region. 
In the case of molecular interactions at the gate of the transistor, such as negatively 
charged Escherichia coli (Silhavy et al., 2010) captured by surface mannosides, the 
minimum 𝑉𝑔𝑠  required to bring the n-MOSFET in the turn-on state is increased and it 
can be measured as an evidence of the binding event. The negative charge of 
Escherichia coli (Silhavy et al., 2010) produces a positive shift in the 𝑉𝑔𝑠  of n-type 
MOSFETs (Figure 6.11a). Figure 6.11b illustrated the values of ∆𝑉𝑔𝑠  for different 
Escherichia coli PKL1162 concentrations. ∆𝑉𝑔𝑠  increases from 31.0 ± 11.9 mV to 
115.2 ± 12.9 mV when the bacterial concentration increases from 1.9 × 10
5 CFU/ml to 
4.2 × 10
9 CFU/ml. The former value is still distinguishable from the signals obtained 
both in the presence of bacteria non-specific to the immobilised sugar 
(∆𝑉𝑔𝑠  = 8.7 ± 1.3 mV) and in the presence of a non-specific immobilised sugar 
(∆𝑉𝑔𝑠  = 16.2 ± 1.5 mV). MOSFET measurements have the additional advantage of 
being very fast: data can be recorded in less than a second. 
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Figure 6.11 a) MOSFET 𝐼𝐷/𝑉𝑔𝑠 characteristic for an electrode before (solid line) and after (dotted line) 
Escherichia coli PKL1162 binding. b) 𝑉𝑔𝑠 changes vs. bacterial concentration. The line represents only a visual 
guide for the eye.  
 
6.9 MALDI-ToF measurements 
Usual MALDI-ToF mass spectrometry (MS) is carried out on conducting gold 
supports (gold plates) rather than on non-conducting supports such as the glass slides 
when gold electrodes were evaporated as used here. As introduced in section 2.4.3, 
the conductive support guarantees the acceleration of the ionic cloud of ions produced 
by the UV beam light. Nonetheless, in order to perform both EIS, MOSFET and MS 
measurements keeping the same conditions, MALDI-ToF analysis was performed on 
evaporated gold by covering the back of the glass slide with silver paint or a strip of 
aluminium foil (Weissenborn et al., 2012). This solution produced effective MALDI-
ToF readings although the signal intensities were smaller. The measurements were 
then repeated also on gold plates by direct surface ionisation for confirming the glycan 
functionalisation of SAMs (Figure 6.12a) and the Escherichia coli PKL1162 binding 
on α-D-mannose (Figure 6.12b). Moreover, in order to compare the sensor responses, 
the spectra of MALDI-ToF performed on gold plates (exhibiting larger signals than 
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Figure 6.12 Representative MALDI-ToF spectra of glycans covalently attached to SAMs on gold array and on 
evaporated gold array on glass slide; a) α-D-mannose (1256.829 m/z); b) 4-O-β-D-galactopyranosyl-D-
glucopyranose (1418.86 m/z). 
 
Specific peaks situated at 12000 and 16000 m/z corresponding to MS fingerprint of 
Escherichia coli PKL1162 can be observed by performing MS on bacterial sample 
spotted on bare gold without SAM functionalisation (Figure 6.13/Control). Such peaks 
were detected in the affinity reaction not only when performing the measurements on 
gold arrays but also on the gold arrays evaporated on glass as it can be seen in Figure 
6.13. 
ba
Gold array evaporated on glass
Gold array Gold array  
Gold array evaporated on glass
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Figure 6.13 MALDI-ToF spectra of uropathogenic Escherichia coli PKL1162 after affinity capture on α-D-
mannose covalently linked to gold electrodes evaporated on glass slides (top image), of Escherichia coli 
PKL1162 spotted on bare gold (middle plot) and Escherichia coli PKL1162 after affinity capture on α-D-
mannose covalently linked to gold arrays (bottom image). The peaks at12000 and 16000 m/z are diagnostic for 
Escherichia coli PKL1162. 
 
Moreover, the specificity of α-D-mannose towards Escherichia coli strain PKL1162 
is shown in Figure 6.14: Escherichia coli PKL1162 peaks are only clearly visible after 
affinity capture and washing, when the gold electrodes are functionalised with α-D-
mannose but not with other sugars. 
Control
Gold array evaporated on glass
Gold array
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Figure 6.14 MALDI-ToF spectra of Escherichia coli PKL1162 affinity capture experiments on different glycan 
surfaces. Only the α-D-mannose-functionalised surface showed the characteristic peaks for PKL1162 at 12000 
and 16000 m/z. 
 
MALDI-ToF spectra also showed absence of any significant non-specific attachment 
of Escherichia coli K12 on α-D-mannose as well as on other sugars (Figure 6.15, 
bottom image).  
Although SEM microscopy shows significant bacterial adhesion using samples of 
PKL1162 diluted up to 4.2 × 10
6 CFU/ml (Figure 6.10d), in terms of limit of 
quantitation by using MALDI-ToF a minimum concentration of 2.7 × 10
9 CFU/ml was 
required to produce observable peaks on gold plate (Figure 6.15). 
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Figure 6.15 MALDI-ToF spectra of Escherichia coli PKL1162 affinity capture experiments on different glycan 
surfaces. b) MALDI-ToF spectra responses for different concentrations of Escherichia coli PKL1162 on α-D-
mannose. The analysis was performed on SAM-functionalised gold plates, Escherichia coli K12 was used as 
negative control and showed no peaks upon MS analysis. 
 
6.10 A preliminary study on a peptide-based capacitive sensor for 
prostate cancer cells detection 
Preliminary data are here reported for the detection of a prostatic cancer cell line using 
a peptide as a recognition element in order to demonstrate that an approach similar to 
that used for bacteria detection can be successfully employed for other systems. The 
study has not been thoroughly optimised due to time constraints but promising positive 
results have been obtained performing capacitive measurements as it is shown in the 
next sections.  
 
6.10.1 Bombesin peptide and the role in prostatic cancer cell lines 
Bombesin (BBN) is a 14 amino-acid peptide whose receptors have been found 
overexpressed on the membrane of several cancer cell lines such as in those from lung, 
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pancreatic, breast and prostate tumours (Prasanphanich et al., 2007). The amount of 
gastrin-releasing peptide (GRP) receptor expression, which recognize BBN, is 
correlated to the severity of the prostate cancer type (Markwalder and Reubi, 1999). 
One way to evaluate the malignancy of a cancer is based on its capability to reject the 
hormonal stimulus that are intended to repair the cells. Tumours that have this ability 
are called androgen receptor (AR) insensitive tumours and are characterised by having 
a worse prognosis with respect to the AR sensitive types. A characteristic of AR 
insensitive tumours is the high density of GRP receptor expression on their cellular 
surface. 
The metastatic cancer cell line PC-3 derives from the prostatic small cell 
neuroendocrine carcinoma (SNCN) and is an example of AR insensitive tumour. It is 
therefore characterised by having high expression of GRP receptors which, in turn, 
provides a higher probability for BBN to bind to the cellular membrane. The high 
selectivity and affinity between BBN and GRP receptors encouraged researchers to 
exploit their strong interaction for radiolabelling techniques and chemotherapy. 
Indeed, labelled-BBN can be used for both imaging of prostate cancer cells 
(Prasanphanich et al., 2007) and for therapy by targeting cancer cells with a better 
accuracy (Hoffman et al., 2003). In addition, the affinity of BBN for the GRP receptors 
opens opportunities for detecting cancerous circulating cells in the blood (de Bono et 
al., 2008; Allard et al., 2004; Racila et al., 1998). 
To date the only electrochemical biosensor for PC-3 cells detection exploits an 
aptamer-based EIS method (Min et al., 2010). In this work a reduced sequence of BBN 
(7-13) NH2: Gln-Trp-Ala-Val-Gly-His-Leu-NH2, having molecular weight equal to 
809 Da has been used. This BBN analogue sequence has already been employed to 
design tumour-specific radiotracers for early diagnosis or systemic radiotherapy of the 
GRP-R positive tumours (Yang, 2004; Safavy et al., 1997). 
Combining the need to develop a label-free electrochemical system for PC-3 cells 
detection with the capability of the BBN-GRP receptor interaction, the basis for an 
EIS sensor for PC-3 cells detection have been studied. Since previous investigations 
based on BBN-GRP receptors interaction involved in vitro and in vivo experiments 
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performed in solution, no data were available for on-surface-based assays. The study 
here reported, however, was only partially optimised due to time and budged 
constraints. 
 
6.10.2 Experimental set up 
PC-3 cells have been grown in the Department of Pharmacy and Pharmacology of the 
University of Bath and BBN was purchased from EZBiolab (USA). Gold 
macroelectrodes were used for the measurements following the cleaning procedures 
explained in Chapter 3. For the SAM formation, an amine-terminated linker molecule, 
namely 11-amino-1-undecanethiol hydrochloride (AUT), was used instead of the 
usual carboxyl-terminated alkanethiols. This strategy allowed the immobilisation of 
the peptide in the orientation that guarantees the cellular recognition i.e. the carboxyl 
termination of the peptide (C-terminus) binds the SAM while the amine-side 
termination (N-terminus) is left free for the recognition of the cellular membrane 
(Figure 6.16). 
Therefore, the electrodes were incubated overnight in a solution of AUT/MCH in a 
ratio 1:200 followed by a further 1 hour backfilling step using a solution of 1 mM 
MCH. In order to confer better antifouling properties to the SAM, poly(ethylene 
glycol) 2-aminoethyl ether acetic acid (amine-PEG-carboxylic acid) was also used as 
an intermediate compound between the formed structure and the BBN. An incubation 
step using a mixture of amine-PEG-carboxylic acid and sulfo-EDC elongated the 
SAM by n-chains of PEG molecules keeping the amine termination exposed for 
further immobilisation steps. By using this strategy the carboxylic acid of amine-PEG-
carboxylic acid is involved in binding the amine termination of AUT whilst the final 
structure still presents a free amine termination for successive immobilisation steps. 
The inability to bind the cells when BBN was immobilised on the SAM in the opposite 
orientation (hence using a carboxyl-terminated SAM) was confirmed by EIS 
experiments that showed a signal change lower than 0.5 % for a concentration of 3 × 
105 PC-3 cells/ml. Moreover, fluorescence studies previously reported in literature 
(Yang, 2004; Safavy et al., 1997) also employed the Gln terminus of the peptide 
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(where the carboxyl group is exposed) for the fluorescent labelling and the Leu 
terminus for the cell recognition. A schematic of the binding principle of BBN on the 
SAM is shown in Figure 6.16. 
 
Figure 6.16 Schematic of the BBN binding principle. The amine-terminated SAM binds to the carboxyl-
terminated side of the BBN leaving the amine termination of the peptide free for the GRP recognition. 
 
On the other hand, by using sulfo-EDC chemistry for the PEG-ylation of the SAM, 
the exact amount of amine-PEG-carboxylic acid molecules that will bind, hence its 
length, cannot be controlled. In order to prevent an excessive PEG-ylation a short 
incubation time (10 minutes) was used, followed by stabilisation in measurement 
solution. An ideal condition consists in having a certain n-number of PEGs that ensure 
BBN to be internalised by the GRP receptors of the cells and, at the same time, ensure 
that the binding does not happen too far from the electrode surface. 
The BBN immobilisation was successively performed incubating the electrodes with 
a mixture of 35 μM BBN and 80 mM sulfo-EDC in aqueous solution for 20 minutes. 
The electrodes were then rinsed and left in measurement solution for 1 hour before the 
first set of EIS measurements. 
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The cells used for the binding assay were suspended in PBS 0.1 mM with addition of 
0.05 % of Tween20 that helped to reduce the non-specific interaction with the 
modified electrode surface.  
 
6.10.3 Non-Faradaic EIS measurements for the detection of cells 
For testing the affinity reaction, three cell lines were used: PC-3, LNCaP and FEK-4. 
The first two cell lines derive from bone metastasis of a prostate cancer but the 
metastatic potential of PC-3 cells is demonstrated to be higher than LNCaP (Pulukuri 
et al., 2005). The PC-3 line is considered to be a later stage of prostate cancer 
(Dozmorov et al., 2009) as well as more aggressive than LNCaP due to its AR 
insensitive nature (Lash et al., 2015). As a result the GRP expression density on the 
cellular surface, as demonstrated in previous studies (Lee et al., 2001) is much higher 
in PC-3 compared to LNCaP cells. In addition, a confirmation of the non-specific 
binding nature of LNCaP to BBN was demonstrated by a fluorescence study 
performed by Reile et al. (1994). Therefore, the use of PC-3 aimed to produce 
significant signal shift while LNCaP and FEK-4 cells (non-cancerous cells from 
normal human dermal fibroblasts tissues) were used as negative controls. 
The EIS response was studied for concentration of cells between 30 and 3 × 105 
cells/ml. Non-Faradaic EIS measurements were performed both in PBS 10 mM diluted 
100 times (ionic strength equal to 1.62 mM) and 1000 times (ionic strength equal to 
0.162 mM) to study the effect of the buffer. The signal response obtained for the PC-
3 cell line is illustrated in Figure 6.17 and shows that the highest dilution of PBS results 
in an average higher signal change. On the other hand, using a more diluted 
measurement solution also increases the standard deviation, thus a lower 
reproducibility of the measurements. Taking into account the lower reproducibility 
and the probability of cell damage using a very dilutes measurement solution, for the 
reasons explained in section 6.5.1, a dilution of 100 times was chosen as best. 
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Figure 6.17 Comparison of the sensor response using PBS 10 mM diluted 100 times (ionic strength equal to 1.62 
mM) and 1000 times (ionic strength equal to 0.162 mM) as a measurement solution. Standard deviations are only 
reported on one side for clarity. 
 
As already showed for the bacteria detection, also the cells recognition produced a 
positive shift in capacitive measurements. 
The dose response obtained for the three cell lines is shown in Figure 6.18. The inset 
of Figure 6.18 illustrates the capacitance response in the linear scale with a data fitting 
that follows with a good approximation the Hill equation. The 𝑅2 values were 0.999, 
0.990 and 0.963 while the 𝐾𝑑 values were 1207, 11363 and 4271 cells/ml for PC-3, 
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Figure 6.18 Dose response for PC-3, LNCaP and FEK-4 cell lines. In the inset the capacitance change is plotted 
vs. the linear scale of the concentration where the lines, which serve as guides to the eye, are fits of the data to a 
Hill dose response. 
  
The sensor demonstrated the capability of discriminating cells having a high density 
of GRP receptors expressed on the cell membrane. A full characterisation and 
optimisation of the sensor is still required to ensure that the SAM formation is 
reproducible from experiment to experiment. In particular, the way the SAM is 
currently immobilised does not allow to know the exact amount of amine-PEG-
carboxylic acid molecules binding onto AUT. Therefore, a further optimisation of the 
sensor, which includes the development of a strategy to control the reproducibility of 
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6.11 Conclusions 
By performing non-Faradaic EIS measurements a simple and inexpensive sensor could 
be set up for detecting uropathogenic bacteria on glycosylated surfaces exploiting the 
size and the charge of the analyte. 
The binding of Escherichia coli PKL1162 as well as the negative control reactions 
were confirmed by SEM images on gold electrodes. The use of a long PEG-terminated 
SAM not only proved effective in gathering capacitive changes upon the affinity 
reaction but also helped in obtaining a reproducible EIS signal and successfully 
prevent the interactions with non-specific bacteria. Contrary to what was initially 
expected, the bacteria binding produced an increase in capacitance rather than a 
decrease. Nevertheless, these results were confirmed by performing the affinity assay 
with a parallel-plate capacitive sensor connected to an Agilent B1500A HR CMU 
Semiconductor Device Analyser. A possible model that describes the behaviour of the 
system has been given in terms of equivalent capacitances. Such a model can be 
applied to similar systems, especially where PEG-terminated SAMs are used.  
Using gold evaporated electrodes on glass slides, measurements could be performed 
not only by means of EIS but also using MALDI-ToF and a MOSFET sensor. The 
electrodes were used as extended gate arrays for MOSFET measurements. The signals 
were then compared with EIS and MALDI-ToF MS exploiting the same surface 
immobilisation. The EIS measurements showed a better LOQ than a well established 
technique such as MALDI-TOF. However, the MOSFET sensor revealed to be even 
faster, more sensitive as well as being more inexpensive than EIS. The results showed 
MOSFET detection up to 1.9 × 105 CFU/ml vs. 4.2 × 107 and 2.7 × 109 CFU/ml 
obtained with EIS and MALDI-ToF, respectively. Moreover, MOSFET measurements 
are extremely fast (measurements last less than 2 seconds) and the mass production of 
such devices allows fabrication of inexpensive arrays of sensors. In Table 6.1 the time 
of measurements and the limit of quantitation (LOQ) of the MOSFET and EIS sensors 
are compared to MALDI-ToF. 
 
  
Chapter 6  176 
 
Table 6.1 MOSFET, MALDI-ToF MS and EIS are compared in terms of LOQ and time for carrying out the 
measurements. The comparison is obtained considering that the three techniques employ the same electrodes. 
Therefore, immobilisation times of the electrodes as well as the bacterial growth are not considered as they are 
equal for all the assays here reported. 
Technique LOQ (CFU/ml) Time required for the 
measurement 
MOSFET 1.9 × 105 ~ 2 s 
MALDI-ToF MS 2.7 × 109 ~ 20 min 
EIS 4.2 × 107 ~ 5 min 
 
Such fabricated sensor can be used to support current clinical microbiology analysis 
by providing high-throughput screening of pathogenic bacterial samples. This 
technology can be easily implemented and performed after the enrichment step and 
before further advanced investigations so that additional time and costs can be saved 
in the traditional bacterial detection. Current limitations at this stage is the 
development of molecular probes to differentiate pathogens that can be used for 
multiplexed screening. 
Finally, non-Faradaic EIS measurements also demonstrated to be successful for the 
detection of cancerous cells using a similar approach. Although a full characterisation 
and optimisation is needed for this system, promising results on the effectiveness of 
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Impedimetric sensors represent a modern, fascinating and challenging venue for the 
development of new biosensors. Features such as the possibility of implementing 
label-free assays using a relatively inexpensive equipment make EIS one of the most 
promising electrochemical techniques for future point-of-care low-cost devices. 
However, the process of commercialisation of such sensors is still in an early stage 
and further developments are required. With the aim of improving the knowledge in 
the field of EIS-based sensors, in this dissertation several systems of diagnostic 
interest have been analysed in order to both provide deeper insights and highlight some 
conditions that could be exploited for developing EIS sensors. Since the strategies to 
adopt can vary considerably according to the target to be detected, three types of 
system were taken into consideration. These consisted of: a DNA aptamer-based for 
PSA detection, a multimodal platform for protein phosphorylation detection and a 
glycan-based biosensor for uropathogenic bacterial detection.  
 
In Faradaic experiments for instance, features such as the probe coverage density as 
well as the combined effect of the target charge and obstructing effect are important 
factors to be optimised, especially in oligonucleotide-based sensors. The fine balance 
between these factors have been studied in the context of optimising an aptamer-based 
EIS sensor for PSA detection. Interestingly, it was found that a maximum analyte 
binding does not always correspond to a maximum EIS signal change. The mass 
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response from QCM-D measurements indicated that the DNA aptamer/MCH ratio at 
which the maximum analyte binding could be obtained was 1:200. However, a 
different ratio such as 1:100 resulted in a maximum 𝑅𝑐𝑡 signal change in Faradaic EIS 
measurements. Such a discrepancy is due to the opposing effect that the mass loading 
and the screening of the aptamer charge have on the EIS signals. It is true that between 
those two ratios, the least dense surface probe coverage (1:200) ensures a higher 
binding efficiency, nevertheless, the effect on the 𝑅𝑐𝑡 was found to be more 
reproducible and significant using a higher dense probe coverage (1:100). Moreover, 
a negative 𝑅𝑐𝑡 signal change was recorded upon the target binding indicating that the 
prevalent effect on the EIS signal is mostly due to the screening of the aptamer charge 
by bound PSA and not by the load of mass obstructing the redox probes. Therefore, 
the optimisation of the EIS sensor must be done compromising the surface conditions 
that provide the maximum target binding, i.e. using a ratio of 1:100 of DNA aptamer 
to MCH fraction. 
To the best of the author’s knowledge, this represents an important finding not 
explored by other researchers before and hence, that should be taken in consideration 
for the development of future oligonucleotide-based sensors. It can also be concluded 
that although aptamers have great potential towards the development of biosensors, 
aptasensors require a careful design in order to provide an acceptable binding 
efficiency. In the last decade, a big effort has been put into developing aptasensors, 
however, antibody-based sensors have not yet been replaced by newer technologies in 
real applications. 
 
In the second system, EIS signals were aided by ferrocene-modified gold nanoparticles 
to greatly improve the sensitivity and specificity of the assay. An EIS study was 
therefore performed for detecting phosphorylation of protein, which is an important 
post-translational modification mechanism involved in many diseases if it is found to 
be altered. The effect of the mass and charge change upon phosphorylation yields 
weak signals in EIS. However, EIS signals can be enhanced by engineering of the 
surface biorecognition layer with the addition of signal probes. By using signal probes, 
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an indirect labelling strategy was implemented. In particular, this approach is based 
on the transition from non-Faradaic to Faradaic processes using ferrocene-modified 
gold nanoparticles that allows the generation of Faradaic current in a system that 
originally lacked redox molecules. The addition of signal probes allows the protein 
phosphorylation to be detected in a multimodal manner by means of supporting 
techniques such as LSPR and DPV. This is an important achievement that guarantees 
an improvement in determining false positives as well as an increase in the test 
confidence. The biosensor developed for the protein phosphorylation detection can be 
successfully used for screening inhibitors of kinases in a multiplexed way, which 
means that the system can be implemented for discovering new drugs in several 
pharmaceutical fields. This approach can be used to potentially assay activity of any 
kinase-protein pair in the presence of known/unknown inhibitors.  
This strategy, which can still be classified as label-free, enabled an amplification of 
the signal for the detection of small and scattered phosphate groups that could not be 
achieved performing conventional EIS. As a support to the choice of adopting signal 
probes, it must be considered that the field of application in which the protein 
phosphorylation detection is performed, is the development of new drugs. Moreover, 
the discovery of new kinase inhibitors is one of the most studied investigation fields 
for developing cancer treatments. At the same time, only few kinases have been 
introduced on the market so far due to both the limitations in the biology advances and 
in the technologies in support of it. Therefore, the discovery of new drugs: firstly does 
not require the development of point-of-care devices but is limited to dedicated 
laboratory venues; secondly, it could generate enormous benefits where the cost of the 
sensing technique would be meaningless in comparison to the advantages (both in 
terms of patient’s life-improvement and pharmaceutical companies profit) and the cost 
of the sensor does not represent the most important aspect to be optimised. The use of 
a multimodal approach that exploits signal probes is therefore justified.  
 
In the last EIS case reported in this dissertation, a sensor for uropathogenic 
Escherichia coli was developed. Here, because of the size and charge of the analyte to 
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detect, a strategy based on non-Faradaic measurements was preferred. Indeed, non-
Faradaic processes rely on the changes of the electrochemical double layer upon the 
molecular detection, which induces the redistribution of the solvent molecules and of 
the ions at the electrode interface. Although non-Faradaic processes are the least 
exploited in EIS sensors, probably because they are believed to be more complicated 
for the extraction of the signals of interest, they introduce a further simplicity to the 
assay because redox markers are not needed. Also in this system, a multimodal 
detection (which was also used to compare the sensors’ performances) was 
demonstrated by validating the EIS signals with MALDI-ToF, SEM and MOSFET 
techniques. It was showed that non-Faradaic EIS detection of bacteria could be 
achieved by exploiting a long PEG-terminated SAM, which exhibits both antifouling 
properties and guarantees the formation of an insulating layer for reproducible EIS 
signals. In terms of results, EIS experiments provided a better sensitivity (two orders 
of magnitude) when the signals were compared with a more expensive and known 
technique such as MALDI-ToF. This revealed interesting premises for building a 
cheap and robust alternative to the current routine clinical microbiology. Additional 
interesting results came from the implementation of MOSFET readings on the same 
glycosylated electrode surfaces. The MOSFET set up also demonstrated a fast and 
sensitive detection of bacteria by measuring the cells charge. These features offer a 
tremendous potential for EIS and MOSFET sensors to support the current clinical 
microbiology analysis. Indeed, EIS and MOSFET measurements have been 
demonstrated to be performed on arrays of gold electrodes for providing high-
throughput screening of pathogenic bacterial samples. By performing initial 
screenings of pathogenic samples, they can support in an inexpensive manner the 
decisional process of whether or not performing more complicated and longer analysis 
as it is currently required by the standard microbial diagnosis practice. Current 
limitations at this stage is represented by the development of molecular probes to 
differentiate pathogens that can be used for multiplexed screening. 
As a preliminary study, detection of PC-3 cells was also demonstrated by performing 
non-Faradaic EIS measurements. Also in this application, a small probe (a 7 amino 
acid peptide) was used as a biological element to recognise a significant bigger 
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analyte. In both the bacteria and cells investigation, a positive increase in the 
capacitive signal was observed. This is explained as due to the formation of a well-
packed and insulating SAM having hydrophilic properties. The binding of the analyte 
does not produce a complete displacement of solvent molecules, which can be 
modelled as an increase in the distance d between the plates of the equivalent capacitor 
but, conversely, adds a surface contribution that increases the capacitance value, as 
explained in Chapter 6. 
Although a model for explaining the increase in the capacitance value was given with 
respect to the system object of study in this dissertation, it is worth noting that a more 
accurate and general study for obtaining a deeper insight into the correlation between 
the molecular phenomena and the EIS signal changes remains unaccomplished. 
Unfortunately, this represents the trend that can be observed in the majority of the 
published works where the authors’ explanation of the impedance signals is confined 
to the single system object of study each time. On the other hand, it would be 
interesting and much useful, indeed, to find the correlation between the physico-
chemical changes happening upon the analyte binding and the impedance signals in a 
much broader context. Although such an investigation could not be performed in the 
course of this dissertation because of time limitations, it would lead to a more efficient 
fabrication and optimisation of any EIS sensors since the mechanism to exploit would 
be known.  
 
In conclusion, several EIS systems were analysed and successful practical applications 
have been demonstrated. By applying the optimisation and the strategies reported in 
this dissertation, effective and low-cost EIS-based sensors could be implemented and 
integrated in multimodal systems. These studies not only confirm the enormous 
potential of EIS as a label-free biosensing technique but also aim to be used for the 
optimisation of a wide range of EIS biosensors that exploit target/probe characteristics 
or surface modifications similar to those of the systems here reported. 
 
